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Cardiovascular disease (CVD) is the leading cause of death in the United States and 
Europe and generates healthcare costs of hundreds of billions of dollars annually. 
Conventional methods of diagnosing CVD are often invasive and carry risks for the 
patient. For example, the gold standard for diagnosing coronary artery disease, a major 
class of CVD, is x-ray coronary angiography, which has the disadvantages of being 
invasive, being expensive, using ionizing radiation, and having a risk of complications. 
Conversely, coronary MR angiography (MRA) does not use ionizing radiation, can 
effectively visualize tissues without the need for exogenous contrast agents, and 
benefits from an adaptable temporal resolution. However, the acquisition time of 
cardiac MRI is far longer than the temporal scales of cardiac and respiratory motion, 
necessitating some method of compensating for this motion. The free-running 
framework is a novel development in our lab, benefitting from advances over the past 
three decades, that attempts to address disadvantages of previous cardiac MRI 
approaches: it provides fully self-gated 5D cardiac MRI with a simplified workflow, 
improved ease-of-use, reduced operator dependence, and automatic patient-specific 
motion detection. Free-running imaging increases the amount of information available 
to the clinician and is flexible enough to be translated to different applications within 
cardiac MRI. Moreover, the self-gating of the free-running framework decoupled the 
acquisition from the motion compensation and thereby opened up cardiac MRI to the 
wider class of steady-state-based techniques utilizing balanced steady-state free 
precession (bSSFP) sequences, which have the benefits of practical simplicity and high 
signal-to-noise ratio. The focus of this thesis was therefore on the application of steady-
state techniques to cardiac MRI. 
The first part addressed the long acquisition time of the current free-running framework 
and focused on anatomical coronary imaging. The published protocol of the free-
running framework used an interrupted bSSFP acquisition where CHESS fat saturation 
modules were inserted to provide blood-fat contrast, as they suppress the signal of fat 




reduce artefacts arising from the return to steady-state. This interrupted acquisition, 
however, suffered from an interrupted steady-state, reduced time efficiency, and higher 
specific absorption rate (SAR). Using novel lipid-insensitive binomial off-resonant RF 
excitation (LIBRE) pulses developed in our lab, the first project showed that LIBRE 
pulses incorporated into an uninterrupted free-running bSSFP sequence could be 
successfully used for 5D cardiac MRI at 1.5T. The free-running LIBRE approach reduced 
the acquisition time and SAR relative to the previous interrupted approach while 
maintaining image quality and vessel conspicuity. Furthermore, this had been the first 
successful use of a fat-suppressing RF excitation pulse in an uninterrupted bSSFP 
sequence for cardiac imaging, demonstrating that uninterrupted bSSFP can be used for 
cardiac MRI and addressing the problem of clinical sequence availability. 
Inspired by the feasibility of uninterrupted bSSFP for cardiac MRI, the second part 
investigated the potential of PLANET, a novel 3D multiparametric mapping technique, 
for free-running 5D myocardial mapping. PLANET utilizes a phase-cycled bSSFP 
acquisition and a direct ellipse-fitting algorithm to calculate T1 and T2 relaxation times, 
which suggested that it could be readily integrated into the free-running framework 
without interrupting the steady-state. After initially calibrating the acquisition, the 
possibility of accelerating the static PLANET acquisition was explored prior to applying 
it to the moving heart. It was shown that PLANET accuracy and precision could be 
maintained with two-fold acceleration with a 3D Cartesian spiral trajectory, suggesting 
that PLANET for myocardial mapping with the free-running 5D radial acquisition is 
feasible. Further work should investigate optimizing the reconstruction scheme, 
improving the coil sensitivity estimate, and examining the use of the radial trajectory 
with a view to implementing free-running 5D myocardial T1 and T2 mapping. 
This thesis presents two approaches utilizing RF-frequency-modulated steady-state 
techniques for cardiac MRI. The first approach involved the novel application of an 
uninterrupted bSSFP acquisition with off-resonant RF excitation for anatomical 
coronary imaging. The second approach investigated the use of phase-cycled bSSFP for 
free-running 5D myocardial T1 and T2 mapping. Both methods addressed the challenge 
of clinical availability of sequences in cardiac MRI, by showing that a common and 
simple sequence like bSSFP can be used for acquisition while the steps of motion 
compensation and reconstruction can be handled offline, and thus have the potential to 




Les maladies cardiovasculaires (MCV) représentent la principale cause de décès aux 
États-Unis et en Europe et génèrent des coûts de santé de plusieurs centaines de 
milliards de dollars par an. Les méthodes conventionnelles de diagnostic des MCV sont 
souvent invasives et comportent des risques pour le patient. Par exemple, la méthode 
de référence pour le diagnostic de la maladie coronarienne, une catégorie majeure de 
MCV, est la coronarographie par rayons X qui a comme inconvénients son caractère 
invasif, son coût, l’utilisation de rayonnements ionisants et le risque de complications. 
A l’inverse, l'angiographie coronarienne par résonance magnétique (ARM) n'utilise pas 
de rayonnements ionisants, permet de visualiser efficacement les tissus sans avoir 
recours à des agents de contraste exogènes et bénéficie d'une résolution temporelle 
ajustable. Cependant, le temps d'acquisition en IRM cardiaque est bien plus long que les 
échelles temporelles des mouvements cardiaques et respiratoires en jeu, ce qui rend la 
compensation de ces mouvements indispensable. Le cadre dit de « free-running » est 
un nouveau développement de notre laboratoire qui bénéficie des progrès réalisés au 
cours des trois dernières décennies et tente de remédier aux inconvénients des 
approches précédentes pour l'IRM cardiaque : il fournit une IRM cardiaque en cinq 
dimensions (5D) complètement « self-gated » , c’est-à-dire capable de détecter les 
mouvements cardiaques et respiratoires, forte d’une implémentation simplifiée, d’une 
plus grande facilité d'utilisation, d’une dépendance réduite vis-à-vis de l'opérateur et 
d’une détection automatique des mouvements spécifiques du patient. L'imagerie « free-
running » augmente la quantité d'informations à disposition du clinicien et est 
suffisamment flexible pour être appliquée à différents domaines de l'IRM cardiaque. De 
plus, le « self-gating » du cadre « free-running » a découplé l'acquisition de la 
compensation de mouvement et a ainsi ouvert l'IRM cardiaque à la classe plus large des 
techniques basées sur l'état stationnaire utilisant des séquences de précession libre 
équilibrée en état stationnaire (bSSFP), qui se distinguent par leur simplicité d’utilisation 
et leur rapport signal sur bruit élevé. Le thème de cette thèse est donc l'application des 




La première partie porte sur le long temps d'acquisition de l'actuel cadre « free-running 
» et se concentre sur l'imagerie anatomique coronaire. Le protocole publié utilise une 
acquisition bSSFP interrompue où des modules de saturation de graisse (CHESS) sont 
insérés de façon à fournir un contraste sang-graisse puisqu’ils suppriment le signal du 
tissu graisseux entourant les artères coronaires, et sont suivis par des impulsions en 
rampe pour réduire les artefacts résultant du retour à l'état stable. Cette acquisition 
interrompue souffre cependant d'un état d'équilibre interrompu, d'une efficacité 
temporelle réduite et d'un débit d'absorption spécifique (DAS) plus élevé. En utilisant 
les nouvelles impulsions d'excitation radiofréquence (RF) binomiales hors-résonance 
insensibles aux lipides (LIBRE) développées dans notre laboratoire, ce premier projet 
montre que les impulsions LIBRE incorporées dans une séquence bSSFP ininterrompue 
et « free-running » peuvent être utilisées avec succès pour l'IRM cardiaque 5D à 1,5 T. 
L'approche « free-running LIBRE » permet de réduire le temps d'acquisition et le DAS 
par rapport à l'approche interrompue précédente, tout en maintenant la perceptibilité 
des artères coronariennes. En outre, il s'agit de la première utilisation réussie d'une 
impulsion d'excitation RF supprimant la graisse dans une séquence bSSFP 
ininterrompue pour l'imagerie cardiaque, ce qui démontre le potentiel d’utilisation de 
la séquence bSSFP ininterrompue pour l'IRM cardiaque et résout le problème de la 
disponibilité de la séquence en clinique. 
Inspirée par la faisabilité d’utilisation de la séquence bSSFP ininterrompue pour l'IRM 
cardiaque, la deuxième partie étudie le potentiel de PLANET, une nouvelle technique de 
cartographie 3D multiparamétrique, pour la cartographie 5D du myocarde via 
l’imagerie « free-running ». PLANET utilise une acquisition bSSFP à cycle de phase et 
un algorithme d'ajustement d'ellipse direct pour calculer les temps de relaxation T1 et 
T2, ce qui suggère que cette méthode pourrait être facilement intégrée au cadre « free-
running » sans interruption de l’état d'équilibre. Après calibration de l'acquisition, nous 
explorons la possibilité d'accélérer l'acquisition statique de PLANET pour l'appliquer au 
cœur. Nous démontrons que l'exactitude et la précision de PLANET peuvent être 
maintenues pour une accélération double avec une trajectoire 3D cartésienne en spirale, 
ce qui suggère que PLANET est réalisable pour la cartographie du myocarde avec une 
acquisition radiale 5D « free-running ». D'autres travaux devraient porter sur 
l'optimisation du schéma de reconstruction, l'amélioration de l'estimation de la 
sensibilité de l’antenne et l'examen de l'utilisation de la trajectoire radiale en vue de la 
mise en œuvre de la cartographie 5D « free-running » T1 et T2 du myocarde. 
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Cette thèse présente deux approches utilisant des techniques de modulation de 
fréquence radio en état stationnaire pour l'IRM cardiaque. La première approche 
implique l'application nouvelle d'une acquisition bSSFP ininterrompue avec une 
excitation RF hors résonance pour l'imagerie anatomique coronaire. La seconde 
approche porte sur l'utilisation d’une séquence bSSFP à cycle de phase pour la 
cartographie 5D T1 et T2 du myocarde. Ces deux méthodes permettent de répondre au 
défi posé par la disponibilité des séquences en IRM cardiaque en montrant qu'une 
séquence commune et simple comme la bSSFP peut être utilisée pour l'acquisition, 
tandis que les étapes de compensation du mouvement et de reconstruction peuvent être 
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Figure 1. bSSFP signal magnitude, Mxy, (A) without and (B) with 10 linear ramp-up 
pulses. The signal initially oscillates during the transient phase before settling towards 
its steady-state value. 7 
Figure 2. Steady-state magnetization as a function of off-resonance precession, ∆θ0 
[rad], (A) without and (B) with RF phase alternation for different RF excitation angles 
(see legend). Shown are the relative magnitude, |Mss|/|M0|, and the phase, ϕ. (C) 
Magnitude and phase images of a phantom acquired with bSSFP at 3T with TR = 10 ms 
(with RF phase alternation). Orange arrows indicate banding artefacts; the lack of 
discontinuities in the bands is due to the general smoothly-varying nature of B0 
inhomogeneities. 9 
Figure 3. Steady-state signal, Mss, as a function of RF phase increment, ∆θRF. The signal 
magnitude is shown at the top as a function of off-resonance for a few different ∆θRF: 
phase cycling with ∆θRF induces a shift of the off-resonance profile by ∆θRF rad. In the 
complex plane, the trajectory of Mss traces an ellipse as ∆θRF is varied, and the effect 
of off-resonance is to rotate this ellipse. The green and red lines and ellipses correspond 
to the signal for 0 and 40 Hz, respectively. The grey arrows indicate the direction the 
signal vector moves along the ellipse as  ∆θRF is increased. 10 
Figure 4. Corresponding A) water-only and B) fat-only images of the heart of a healthy 
volunteer. The right coronary artery (green arrow, A) is surrounded by fat (yellow 
arrow, B). Figure adapted from (66). 14 
Figure 5. Graphical schematic of PLANET algorithm. A) The ellipse is fitted to the data 
points (step 1) in the complex plane, and the angle of rotation, φ, is estimated from its 
coefficients (step 2). Meff, T1, and T2 are then estimated (step 3), and the ellipse (in red) 
in its canonical vertical form can then be drawn (B), which corresponds to the signal 
immediately after RF excitation. After f0 is estimated (step 4), the fitted ellipse at time 
TE correctly matches the acquired data (C). Here the data points were generated with 
numerical simulations and with added Gaussian noise; practically, the data points 
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would correspond to the phase-cycled bSSFP signal of a single voxel in stationary tissue.
 76 
Figure 6. Sample spiral Cartesian trajectory in phase-encoding plane. Each spiral is 
populated first starting from the centre of k-space and going out (darker squares), then 
coming back towards the centre of k-space (lighter squares). Subsequent spirals 
(different colours) are formed by rotation by the golden angle. 80 
Figure 7. PLANET maps of effective magnitude Meff, off-resonance ∆f0, T1, and T2, 
generated from A) non-co-registered and B) co-registered phase-cycled volumes. The 
acquisition was done at 3T (Prisma, Siemens Healthcare, Erlangen, Germany) with slab-
selective excitation, a 3D Cartesian trajectory with linear phase encoding, and lowest 
slew-rate gradients. 84 
Figure 8. PLANET T2 maps, accuracy, and precision of FT-PC and TVs regularized 
images compared to fully-sampled images. A) Maps for the fully-sampled and 
undersampled images with all combinations of regularization weights. B) Correlation 
of PLANET mean values with those of ME-SE reference technique. C) Coefficient of 
variation (CoV) in percent of PLANET maps. FS denotes the fully-sampled data, and the 
numbers in the legend in B and C indicate the FT-PC regularization weight. Note that 
the CoV values of the undersampled maps in C) were higher than 25% for TVs = 0.  86 
Figure 9. PLANET T2 maps, accuracy, and precision of wavelet and TVs regularized 
images compared to fully-sampled images. A) Maps for the fully-sampled and 
undersampled images with all combinations of regularization weights. B) Correlation 
of PLANET mean values with those of ME-SE reference technique. B) Coefficient of 
variation (CoV) in percent of PLANET maps. FS denotes the fully-sampled data, and the 
numbers in the legend in B and C indicate the wavelet regularization weight. 88 
Figure 10. PLANET T2 maps, accuracy, and precision of FT-PC, wavelet, and TVs 
regularized images compared to fully-sampled images. A) Maps for the fully-sampled 
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regularization. B) Correlation of PLANET mean values with those of ME-SE reference 
technique. B) Coefficient of variation (CoV) in percent of PLANET maps. FS denotes the 
fully-sampled data, and the numbers in the legend in B and C indicate the pair (FT-PC 
weight, wavelet weight). 90 
Figure 11. Magnitude, |Mss|, and phase, ϕ, images from the retrospectively-
undersampled reconstruction with TVs = 0.001, FT-PC = 0.001, and wavelet = 0.001 
regularization. The images are shown for a subset of the phase cycles, ΔθRF. Yellow 
arrows indicate banding artefacts. 91 
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myocardium at 1.5T, with added Gaussian noise with standard deviation of 0.001. 
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and RF excitation angle (horizontal axis). 96 
Figure 14. Results of Monte Carlo simulations of PLANET T2 performance in human 
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steady-state magnetization (Mss), as a function of RF excitation angle and frequency 
(relative to the Larmor frequency) for different sub-pulse durations (τ) of the LIBRE 
pulse, for blood, fat, myocardium, blood–fat contrast, and blood–myocardium contrast. 








Table 1. In vivo relaxation times in the human brain estimated by PLANET using a fully-
sampled (FS) and retrospectively-undersampled reconstruction with TVs = 0.001, FT-PC 










This thesis assumes knowledge of the basics of magnetic resonance (MR) physics, k-
space, and magnetic resonance imaging (MRI) hardware. The reader should also be 
familiar with compressed sensing (CS), for which a good introduction in the context of 
MRI can be found in (1). This chapter will motivate cardiac MRI and provide a brief 
state-of-the-art description, including a development from our lab, free-running cardiac 
imaging, before culminating with the motivation and outline of the thesis. 
1.2 Clinical relevance of coronary MRA and quantitative cardiac 
MRI 
Cardiovascular disease (CVD) is the leading cause of death in the USA and Europe (2,3), 
with coronary artery disease (CAD), also known as ischaemic heart disease, accounting 
for almost half of CVD-related deaths among both regions. The total cost of CVD was 
approximately $550 billion annually in the USA (2). In the European Union, CVD cost 
€210 billion in 2015 and ranged from 6% to 19% of national healthcare expenditure 
among member nations (3). 
As will be shown in the rest of this section, cardiac MRI has the potential to provide 
multiple types of information for the diagnosis of CVD in a non-invasive manner. For 
the purposes of conciseness, this section will focus on two domains of cardiac MR 
relevant to this thesis: coronary MRA, and cardiac MR mapping of T1 and T2 relaxation 
times. 
Selective x-ray coronary angiography is the gold standard for assessing CAD, although 
it is invasive and expensive, involves ionizing radiation, and has a small risk of 
complications (4). Coronary MRA is a promising alternative technique with several 




provides high soft-tissue contrast without the need for exogenous contrast agent; it 
enables diagnosis of even heavily calcified plaques; and its temporal resolution is 
adaptable and robust to differences in heartrate. However, coronary MRA suffers from 
longer acquisition times (approximately 10-15 minutes for 3D Cartesian free-breathing 
navigator-gated acquisitions versus seconds for coronary computed tomography 
angiography), operator-dependance, and lower study success rate (6). In addition, 
coronary MRA is technically challenging, requiring adequate spatial resolution and 
coverage, contrast between blood and surrounding tissues, and compensation of cardiac 
(“beating”) and respiratory (breathing) motion (4). Since the initial study showing the 
clinical viability of coronary MRA (7), the specificity and sensitivity of coronary MRA 
have improved to the point that coronary MRA was recently recommended by the 
Society for Cardiovascular Magnetic Resonance (SCMR) as a “first line imaging 
technique” for three out of four classes of CAD (8). The SCMR’s recommended MRA 
protocol is a 3D free-breathing navigator-gated ECG-triggered acquisition (9). 
Outstanding challenges with coronary MRA are operator-dependance, long acquisition 
times, pulse sequence availability across different MR scanner manufacturers, and 
automatic determination of patient-specific cardiac acquisition windows (6). 
Cardiac T1 and T2 mapping has several potential diagnostic uses (10). Cardiac non-
contrast T1 mapping has potential for diagnosing acute myocardial infarction (11), 
myocardial edema (12), myocarditis (13,14), and amyloidosis (15). In the case of 
myocarditis and amyloidosis, for example, the gold standard for diagnosis is an 
endomyocardial biopsy (16), which has the disadvantages of invasiveness and sampling 
errors; T1 mapping would eliminate the invasiveness and required preparation. 
Moreover, even though late gadolinium enhancement can serve as a non-invasive 
alternative for detecting amyloidosis, its diffusivity leads to errors in interpretation (16) 
and the administration of gadolinium has the potential for health complications (17), 
which are both avoided with non-contrast T1 mapping (15). Cardiac T2 mapping has 
potential for diagnosing myocarditis (13,14,18) and edema due to acute myocardial 
infarction (19,20). Although there exist guidelines for diagnosing myocarditis with 
cardiac MRI – the Lake Louise Criteria (21) – they involve T1-weighted, T2-weighted, 
and late gadolinium enhanced images that are subject to interpretation and suffer from 
poor accuracy (22). In contrast, T1 and T2 myocardial mapping provide quantitative 
results and were shown to improve diagnostic accuracy for acute myocarditis (23). In 
particular, the SCMR states that cardiac T1 and/or T2 mapping have “proven clinical 
utility” for detecting myocarditis and amyloidosis (10). However, current disadvantages 
of standard T1 and T2 cardiac mapping techniques (10,24,25) include the use of mono-
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exponential models that do not account for complex tissue composition, confounders 
such as B0 and B1 inhomogeneities, the need for breath-holds, limited spatial coverage, 
partial volume effects, and limitations with both map generation and map analysis (refer 
to Section 3.2.1 for more details). 
Cardiac multiparametric mapping, involving the determination of multiple parameters 
from the same acquisition, has both technical and clinical advantages over single-
parameter techniques. Multiparametric mapping avoids the need for co-registration of 
maps from separate techniques, and thereby facilitates the combination of different 
maps, which may have complementary or synergistic value for diagnoses. In fact, T1 
and T2 mapping were found to have complementary information in detection of acute 
myocarditis in adult (26) and pediatric (22) patients, and in detection of myocardial 
edema due to acute myocardial infarction in a canine model (27). The combination of 
T1 and T2 maps synergistically improved sensitivity and specificity in detection of 
cardiac allograft rejection (28). Section 3.2.3 will discuss current cardiac T1 and T2 
multiparametric mapping techniques and their strengths and drawbacks from a 
technical perspective. 
1.3 Don’t plan it, just scan it! A brief history of free-running 
cardiac MRI 
After the first report of an MR image in 1973 by Lauterbur (29), one of the earliest 
coronary MRA studies was performed in 1991 by Edelman et al. (30) using a 2D 
Cartesian breath-held electrocardiogram (ECG)-gated gradient-recalled echo (GRE) 
sequence. The k-space acquisition was divided into segments, with each segment 
acquired during the diastolic phase of the cardiac cycle. This technique had the 
disadvantages of requiring breath-holds, which can be difficult for some patients (31), 
ECG set-up, which takes time and is prone to failure (32), and limited spatial coverage 
of the coronary artery tree. By 1996, respiratory navigator-gating (33) had enabled free-
breathing 3D coronary MRA (34,35), which became and remains the reference technique 
for coronary MRA (9,36). Navigator-gating tracked respiratory motion of the heart by 
using the vertical motion of the lung-liver interface, detected by additional navigator 
echoes, as a proxy, and imaging data was only acquired when the vertical position was 
within a predefined window. Although this technique removed the required breath-
holding effort on the part of the patients, it suffered from an unpredictable acquisition 
time, due to a low respiratory gating acceptance rate (37), sensitivity to the navigator 
position (38) and respiratory (39) and cardiac (40) cycle variability, and limited spatial 
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coverage (41). Other technical factors, such as the need to position the ECG leads and 
navigator and perform preparatory scout scans to determine the quiescent cardiac 
phase, led to operator-dependance and a complicated workflow. The poor spatial 
coverage and long acquisition time led to the development of double-oblique imaging 
(42), where the left and right coronary artery trees were imaged with two targeted 3D 
volumes, which required dedicated scan planning and still did not cover the entire 
coronary tree (41). Another approach around this time provided fully cardiac- and 
respiratory-motion-corrected real-time 2D coronary MRA using an adaptive averaging 
technique that used cross-correlation to collect motion-consistent data and correct for 
respiratory-induced translation (43). This technique did not require ECG set-up or 
breath-holding, but still had limited spatial coverage due to the use of a 2D acquisition. 
The advent of balanced steady-state free precession (bSSFP) sequences improved SNR 
and blood-myocardium contrast (44), while the development of sensitivity encoding 
(SENSE) (45) allowed acceleration of MRI scans. These developments were critical in 
enabling whole-heart coverage in free-breathing 3D coronary MRA (41) in 2003. The 
whole-heart approach improved delineation of distal parts of the coronary arteries and 
reduced workflow complexity. Concurrently, Larson et al. derived cardiac motion 
signals directly from radial imaging data for self-gated breath-held 2D cine (32) in 2004, 
although Kim et al. had shown in 1990 that motion signals could be derived from radial 
projections (46) and were the first to use the term “free running.” Cardiac self-gating 
removed the need for ECG set-up and potential difficulties of ECG use (32). 3D coronary 
MRA with respiratory self-navigation (47) followed soon after, which tracked vertical 
respiratory motion of the heart directly from imaging data using the superior-inferior 
(SI) readout of the 3D radial trajectory, and corrected the acquired k-space data using 
this signal. The 3D radial trajectory regularly sampled the SI readout, which had not 
been possible with conventional 3D Cartesian trajectories. The use of a spiral 
phyllotaxis pattern (48) reduced eddy current effects with 3D radial acquisitions, and 
was readily adapted for 3D whole-heart self-navigated coronary MRA (37), showing a 
two-fold reduction in scan time compared to navigator gating. Self-navigation obviated 
the need for separate navigator echoes and their associated drawbacks in terms of scan 
time variability. The first cardiac and respiratory self-gated (hereon in referred to as 
fully self-gated) 3D cardiac MRI study was performed in 2014 by Pang et al. (49). This 
study used a contrast-enhanced GRE acquisition at 3T with binomial water excitation 
and a 3D radial trajectory, where PCA was applied to the SI projections (Fourier-
transformed SI readouts) to extract cardiac and respiratory motion, which were used to 
bin the data and subsequently reconstruct respiratory-motion-corrected 4D cardiac-
resolved images. XD-GRASP was developed in 2016 (50), and enabled the acceleration 
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of dynamic MRI and improvement of apparent SNR by exploiting sparsity along the 
dynamic dimensions using a CS reconstruction (51), which had only been developed in 
2006. XD-GRASP was successfully used for 4D respiratory-motion-resolved coronary 
MRA (52), which improved coronary artery delineation compared to self-navigated 
acquisitions. The addition of a cardiac dimension to XD-GRASP led to 5D motion-
resolved cardiac MRI (53) using ECG-gating and a free-running 3D radial acquisition 
(40). 
The free-running framework culminated in the combination of several of these 
developments (54) around the start of my PhD. It replaced the ECG-gating of the 5D 
technique (53) with automated cardiac and respiratory self-gating (54), combining it 
with the free-running 3D radial acquisition (40) and motion-resolved XD-GRASP 
reconstruction (50). The free-running framework enabled fully self-gated 5D cardiac 
MRI at high isotropic resolution with minimal set-up and scan planning. The acquisition 
consisted of a periodically-interrupted bSSFP acquisition, where chemical-shift-
selective (CHESS) fat saturation modules (55) were inserted to provide blood-fat 
contrast followed by linearly-increasing ramp-up pulses to reduce artefacts in the return 
to steady-state, with the 3D radial spiral phyllotaxis trajectory (48). Physiological 
cardiac and respiratory motion signals were extracted by applying principal component 
analysis (PCA) to the SI projections (54) and were used to bin the acquired k-space data. 
In effect, this way of obtaining the motion signals decoupled the acquisition from the 
motion compensation, which had not been achievable with any other previous 
technique. Cardiac-and-respiratory-motion-resolved images were reconstructed using  
XD-GRASP. 
Referring to the afore-mentioned outstanding challenges with cardiac MRI (6), the free-
running framework reduced operator-dependance and automated subject-specific 
cardiac motion compensation through its data-driven cardiac self-gating. Furthermore, 
the reduction of preparation time and operator-dependance may help to improve the 
efficiency of the clinical routine by increasing the number of patients who can be 
examined and, thereby, reduce medical costs. Additionally, the free-running framework 
drastically improved the duty cycle – the amount of imaging data concerning the heart 
sampled per unit time – to about 30%, compared to a few percent with ECG-triggered 
self-navigated approaches. 
Although it was developed for coronary MRA, the free-running framework has been 
adapted to multiple purposes in the lab over the course of my PhD. The interested reader 
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is referred to the thesis of Lorenzo Di Sopra (56) for a more comprehensive description 
of the developments leading up to the free-running framework and its initial 
applications. 
1.4 Balanced steady-state free precession imaging 
Given its importance in the development of the free-running framework, a brief 
technical overview of the balanced steady-state free precession (bSSFP) sequence is 
given below. Useful review articles that were consulted included Bieri et al. (57), 
Scheffler et al. (58), and Hargreaves et al. (59). 
bSSFP is a gradient echo sequence with zero gradient moment across each TR – hence 
the descriptor “balanced” – that, under the condition TR << T2 < T1, generates high 
signal with T2/T1 contrast and a relative insensitivity to flow and motion (57). bSSFP 
sequences can be used with either non-selective or slice-selective excitation. The choice 
of TE is usually set to TR/2, at which time the transverse magnetization from all 
isochromats regardless of off-resonance is refocused and this accounts for the spin-
echo-like behaviour of bSSFP (57). 
bSSFP transverse magnetization, or signal, over time is characterized by an initial 
transient phase and a steady-state (Figure 1A). The transient phase consists of signal 
oscillations that are affected by, among other things, the off-resonance of the voxel, and 
that gradually settle around the equilibrium transverse magnetization, referred to as the 
steady-state signal. Various strategies exist to mitigate these signal oscillations, such as 
adding linearly-increasing (ramp-up) pulses (Figure 1B) (60), or using an α/2-TR/2 
preparation scheme (61). Based on experience with numerical simulations, steady-state 
is reached after approximately 200 to 2000 excitations depending on the off-resonance. 
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Figure 1. bSSFP relative signal magnitude, Mxy/M0, (A) without and (B) 
with 10 linear ramp-up pulses. The signal initially oscillates during the 
transient phase before settling towards its steady-state value. 
The steady-state signal shows a characteristic periodic variation with off-resonance  
(Figure 2A), with relatively broad regions of high signal magnitude punctuated by 
abrupt “stopbands,” or losses of signal. This behaviour is independant of RF excitation 
angle, and is also characterized by constant signal phase in-between stopbands and 
jumps of 𝜋/2 rad at stopbands. Figure 2A and 2B display the off-resonance-related 
precession, 𝜃0 = 2𝜋∆𝑓0𝑇𝑅, in radians, while off-resonance ∆𝑓0 is in Hz. Isochromats 
that precess a multiple of 2𝜋 rad during a TR fall within this stopband, and therefore 
the distance between stopbands in Hz is 1/TR. These stopbands manifest as sharp 
banding artefacts in images (Figure 2C). Since the likelihood of bands occurring is 
proportional to TR, TR is recommended to be no more than 6 ms for conventional 
applications (57). As a matter of fact, bSSFP sequences gained popularity in the early 
2000s after the development of gradient systems with higher slew rates that were able 
to keep TR within a range that minimized the risk of banding artefacts. In theory, the 
TR can be tuned so that the band falls on the off-resonance frequency of fat tissue. 
Furthermore, it can be seen that the on-resonant signal in Figure 2A, at 0 rad, is in a 
stopband, which serves to introduce another concept: phase cycling. Phase cycling 
refers to incrementing the radiofrequency (RF) excitation (B1) phase from excitation to 
excitation by ∆𝜃𝑅𝐹 during a bSSFP acquisition. Phase cycling shifts the frequency 
response profile of bSSFP by ∆𝜃𝑅𝐹, and RF phase alternation with ∆𝜃𝑅𝐹 = 180° (or -180° 
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to be consistent with Chapter 3) is typically used for scans to maximize on-resonance 
signal (Figure 2B) (57). The concepts discussed in this paragraph form the basis of the 
work in Chapter 2, where the tissue frequency response of a specific RF pulse is 
manipulated in order to suppress the signal of isochromats with specific tissue 
frequencies. 
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Figure 2. Steady-state magnetization as a function of off-resonance 
precession, 𝜃0 [rad], (A) without and (B) with RF phase alternation for 
different RF excitation angles (see legend). Shown are the relative 
magnitude, |Mss|/|M0|, and the phase, 𝜙. (C) Magnitude and phase 
images of a phantom acquired with bSSFP at 3T with TR = 10 ms (with 
RF phase alternation). Orange arrows indicate banding artefacts; the 
lack of discontinuities in the bands is due to the general smoothly-
varying nature of B0 inhomogeneities. 
As can be seen in Figure 2, phase cycling affects both the magnitude and phase of the 
bSSFP signal. In the complex plane, the trajectory of the steady-state signal follows an 
ellipse as 𝛥𝜃𝑅𝐹 is varied (Figure 3). This property forms the basis of the work in Chapter 
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3, which provides a published theoretical model for the steady-state signal that takes 
into account all the variables discussed so far. 
 
Figure 3. Steady-state signal, 𝑀𝑠𝑠, as a function of RF phase increment, 
∆𝜃𝑅𝐹. The signal magnitude is shown at the top as a function of off-
resonance for a few different ∆𝜃𝑅𝐹: phase cycling with ∆𝜃𝑅𝐹 induces 
a shift of the off-resonance profile by ∆𝜃𝑅𝐹 rad. In the complex plane, 
the trajectory of 𝑀𝑠𝑠 traces an ellipse as ∆𝜃𝑅𝐹 is varied, and the effect 
of off-resonance is to rotate this ellipse. The green and red lines and 
ellipses correspond to the signal for 0 and 40 Hz, respectively. The 
grey arrows indicate the direction the signal vector moves along the 
ellipse as  ∆𝜃𝑅𝐹 is increased. 
It should be noted that the figures assume idealized instantaneous pulses, which in 
reality would have a finite duration. A detailed discussion can be found in (62). 
1.5 Thesis motivation and outline 
The free-running framework incorporating a 3D radial trajectory, motion extraction, 
and compressed sensing reconstruction represented a significant advancement in ease-
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of-use of cardiac MRI. As will be motivated by this thesis, it enabled using uninterrupted 
bSSFP sequences for cardiac MRI and opened up the possibility of bSSFP-based 
techniques. Therefore, the focus of this thesis was applying steady-state imaging 
techniques to the free-running framework to enable anatomical coronary and 
quantitative myocardial imaging without interrupting the steady-state, in order to 
improve ease-of-use and sequence availability compared to current techniques. 
Specifically, the techniques investigated here modulated the RF excitation frequency 
and, moreover, constituted a rarely-investigated class of techniques within MRI. 
The free-running framework provided fully self-gated cardiac MRI without the need for 
ECG set-up and with minimal scan planning. While the insertion of CHESS fat 
saturation pulses between bSSFP readouts enabled effective coronary artery 
visualization, the periodically-interrupted acquisition had the disadvantages of a 
reduced duty cycle, time inefficiency, and increased SAR (53). Recent work in our lab at 
the time had led to the development of lipid-insensitive binomial off-resonant RF 
excitation (LIBRE) pulses (63), and suggested that LIBRE had potential for integration 
in the free-running framework. My first project was, therefore, to investigate whether 
LIBRE integrated into an uninterrupted bSSFP sequence would remove the need for the 
CHESS modules and ramp-up pulses, improving time efficiency and reducing SAR. I did 
so using numerical simulations, in vitro phantom acquisitions, and in vivo volunteer 
acquisitions. This project and a relevant background are described in Chapter 2. 
It was also during this first project that I was exposed to the theory and benefits of 
bSSFP sequences and current work in cardiac MRI. When I happened to read the 
PLANET paper (64), it appeared that the technique could be readily translated to the 
free-running framework for myocardial T1 and T2 mapping, as PLANET required an 
uninterrupted bSSFP acquisitions and my work had shown that such steady-state 
acquisitions were feasible for free-running imaging. The goal was free-running 5D 
motion-resolved mapping of myocardial tissue of the heart, which had never been 
accomplished before. While the LIBRE technique manipulated the RF frequency during 
excitation to obtain a specific tissue frequency response profile, this technique 
maintained a constant frequency during excitation but manipulated it across 
acquisitions by manipulating the RF phase increment, and exploited the elliptical signal 
model of phase-cycled bSSFP to recover tissue relaxation times. My efforts to achieve 







This chapter will present work on optimizing lipid-insensitive binomial off-resonant RF 
excitation (LIBRE) pulses in bSSFP for free-running 5D coronary angiography. A 
literature overview of previous techniques for obtaining fat-free MR images will be 
briefly discussed, followed by the context and purpose of the project. A copy of the 
published article resulting from this work is given, followed by a conference abstract 
submitted by a colleague that addresses one of the limitations – namely, image 
reconstruction time – of the free-running LIBRE technique. The chapter concludes with 
a discussion and outlook. 
2.2 Fat suppression techniques 
This section will present an abbreviated overview of the general classes of fat 
suppression techniques, as well as their previous applications to coronary MRA of the 
heart. A very informative review article was that by Bley et al. (65). 
Since the coronary arteries are embedded in epicardial fat (Figure 4), some way of 
generating blood-fat contrast is necessary to visualize them with MRI. This contrast can 
be either extrinsic, such as the use of contrast agents that increase blood signal, or 
intrinsic, where the sequence itself reduces fat signal and hence reduces the 
invasiveness of the technique. 
2 FREE-RUNNING bSSFP CORONARY MRA 




Figure 4. Corresponding A) water-only and B) fat-only images of the 
heart of a healthy volunteer. The right coronary artery (green arrow, 
A) is surrounded by fat (yellow arrow, B). Figure adapted from (66), 
which was published under a Creative Commons CC BY license. 
Fat suppression techniques can be classified into a) those that separate fat from water 
based on its different T1 relaxation time (Section 2.2.1), and b) those that separate fat 
based on its chemical shift or resonant frequency offset relative to that of water (Section 
2.2.2). 
2.2.1 T1-based approaches 
The original technique in this category is called short TI inversion recovery (STIR) 
(65,67). An inversion RF pulse is applied and the tissue signals evolve based on their T1 
relaxation time. At one point, at an inversion time (TI) after the pulse of approximately 
200 ms at 1.5T (65), the longitudinal magnetization of fat will be zero, and an image 
acquired at this point will have no contribution from fat signal. The main advantage of 
STIR is uniform fat suppression that is robust to even high B0 inhomogeneities (65). 
However, STIR nulls the signal of any short T1 tissue, such as those that take up contrast 
agents, meaning it is clinically used for T2-weighted or proton-density-weighted 
imaging, and SNR is generally reduced as the water longitudinal magnetization is 
reduced by the inversion pulse (65). Due to the long TI, it is also time-inefficient (65). 
The B1 sensitivity of the technique depends on the type of inversion pulse used (65). 
A further development combines STIR with elements of the CHESS technique below: 
spectral presaturation with inversion recovery (SPIR) (68). SPIR uses a frequency-
selective inversion pulse to selectively saturate the fat longitudinal magnetization not 
only based on T1 but also chemical shift, such that other short-T1 contrast-enhanced 
tissues are not saturated (68) and the SNR reduction present with STIR is avoided. 
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STIR has not been widely used for fat suppression in coronary MRA applications. 
Ginami et al. used it for fat suppression, with TI = 110 ms, prior to Cartesian bSSFP 
readouts in odd heartbeats as part of a combined bright-blood and black-blood 
technique (69). This study also used image-based navigators (70) that included linear 
ramp-up pulses, indicating that the ramp-up pulses do not disturb the required T1-
weighted fat suppression of STIR. It may be that the prescribed TI reduces the amount 
of k-space data that can be acquired per heartbeat in segmented cardiac acquisitions, 
which renders STIR techniques time-inefficient for cardiac imaging in general. It may 
also be that the prescribed TI makes it more difficult to do systolic imaging, as would 
be needed for patients with heartbeats over 70 beats per minute (36,49). With regards 
to radial imaging, every readout samples the centre of k-space, meaning that fat would 
need to be suppressed for every excitation by applying STIR prior to every radial 
readout, which would have the disadvantage of being time-inefficient and perhaps SAR-
intensive. As an aside, a similar concept as STIR has been used for detection of 
myocardial infarction in gadolinium-enhanced MRI (71,72), where the TI is set to null 
normal myocardium and thereby enhance contrast with infarcted myocardium (73). 
2.2.2 Chemical-shift-based approaches 
This class of techniques relies on the different positions of fat and water in the tissue 
frequency domain. 
2.2.2.1 Chemical shift selective (CHESS) imaging 
The chemical shift selective (CHESS) (55,65) technique involves using an RF excitation 
pulse that selectively excites fat followed by a dephasing gradient. The RF carrier 
frequency is centred on the resonance frequency of fat, and the pulse shape is such that 
its spectral excitation profile (of resonance frequencies) encompasses the fat frequencies 
but not the on-resonant water frequencies, as the Fourier transform of the RF pulse 
envelope is approximately equal to its excitation profile in the spectral domain (74). An 
RF excitation angle of 90° will tip all fat spins into the transverse plane, and the 
dephasing gradient will spoil it, leaving no longitudinal fat magnetization for 
subsequent RF pulses to excite for imaging (65). This reliance on the properties of the 
RF excitation leaves the method sensitive to B1 inhomogeneities (65). Moreover, it is 
also sensitive to B0 inhomogeneities, since they can shift the positions of the fat and 
water peaks (65). 
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With regards to their use in bSSFP sequences, inserting CHESS pulses into every TR 
would be time-inefficient, and would disturb or potentially destroy the steady-state 
behaviour. Alternatively, they could be inserted periodically, which would require a 
method for maintaining the steady state. One such approach, referred to as the 
magnetization-prepared approach, was to apply an α/2 pulse after TR/2 to store the 
steady-state transverse magnetization as longitudinal magnetization, then apply a 
CHESS pulse to saturate fat transverse magnetization, and then apply a “flipback” α/2 
pulse applied after TR/2 to restore the transverse steady-state magnetization (75). This 
approach had only a 5% to 15% percent acquisition time penalty compared to a normal 
bSSFP sequence (75), but was susceptible to off-resonant transient-phase artefacts in the 
return to steady-state (76). 
CHESS has been commonly used for ECG-triggered coronary MRA, such as in one of 
the earliest clinical studies to show the feasibility of cardiac MRI for detecting coronary 
stenosis (7), as well as in 3D radial self-navigated acquisitions (37) and the original free-
running study (53). As well, Deshpande et al. adapted the magnetization-prepared 
approach (75) et al. to 3D Cartesian ECG-triggered breath-held coronary MRA (44). 
2.2.2.2 Water excitation 
Water excitation techniques incorporate RF excitation pulses that directly excite only 
water isochromats (65,77). 
A common example of this class are binomial water excitation (WE) pulses. Although 
not the earliest reporting of this technique, Hore (78) mathematically explained why a 
binomial pattern of the RF amplitude could generate the desired spectral selectivity. 
Briefly, the simplest case is a 1-180°-1 water excitation pulse. It consists of two identical 
RF excitation pulses separated in time by a duration τ that would result in a 180° phase 
difference between water and fat isochromats. For the case of a 90° excitation angle and 
infinitesimal-duration pulses, the first pulse will tip both water and fat magnetization 
by 45°, and, after a time τ, fat will have precessed by 180° relative to water. At this point, 
the second pulse will have the effect of tipping water by another 45° into the transverse 
plane, whereas the fat magnetization will be tipped back to the z-axis. Water will then 
have a net RF excitation angle of 90°, whereas the fat signal will be unaffected.  This 
example illustrates that the total duration of these pulses decreases with field strength, 
as fat will achieve the required precession faster at higher field strengths, yet it also 
show one of the disadvantages of these pulses, namely their sensitivity to B0 
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inhomogeneities, as fat isochromats with slightly different tissue frequencies from the 
expected one will have non-zero transverse magnetization. The B0-sensitivity can be 
reduced, and the fat suppression band width increased, by using more binomial pulses 
(78) at the expense of total pulse duration. These pulses can be spatially-selective (79) 
or non-spatially-selective.  
Recent developments have retained the binomial nature but used off-resonant pulses, 
which have a centre frequency different from the Larmor frequency. Ye et al. described 
a water excitation technique consisting of two consecutive off-resonant pulses with 
opposed phase, termed the binomial off-resonant rectangular (BORR) pulse (80). Spins 
to be suppressed precess for one or more complete cycles and return to the z-axis. BORR 
pulses are relatively B0- and B1-insensitive (80). Jessica Bastiaansen from our lab 
developed the lipid-insensitive binomial off-resonant RF excitation (LIBRE) technique 
(63), which functions on a similar principle but with no difference in phase between the 
two pulses. LIBRE is relatively insensitive to B0 and B1 inhomogeneities, and has 
reduced SAR compared to conventional 1-180°-1 pulses (63). The use of off-resonant 
pulses limits these methods to 3D applications, as the RF frequency of the pulse is 
exploited for spectral rather than spatial selectivity. Both methods also required 
numerical simulations to tune their parameters, suggesting that re-tuning for a different 
application might require such preparation. 
A specific case of water excitation are spatial-spectral pulses that are simultaneously 
spatially- and spectrally-selective. Meyer et al. invented the method and initially derived 
the required RF and gradient waveforms (77). The original method used a train of 
varying-amplitude RF pulses in tandem with an oscillating z-gradient (77). Unlike the 
BORR and LIBRE techniques, they can be used for slice-selective or multi-slice 
acquisitions. Spatial-spectral pulses are insensitive to B1 inhomogeneities (81) but are 
sensitive to B0 imhomogeneities like the conventional binomial pulses (65), and off-
centre slice positions require complicated RF waveform calculations (79). Furthermore, 
the pulse train increases acquisition time. Spatial-spectral pulses are both shorter and 
more B0-insensitive at higher field strengths (65), as water and fat are separated more 
in the spectral domain. 
Binomial pulses or pulse trains are not required. Long rectangular RF pulses have been 
used for 3D echo planar imaging of the brain (82), providing lower SAR and less B0-
sensitivity compared to conventional 1-180°-1 binomial pulses. 
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Of these pulses, the basic binomial pulses and LIBRE have been used in coronary MRA 
applications. LIBRE was used in an ECG-triggered self-navigated T2-prepared 
acquisition in a GRE sequence at 3T, where it was compared to CHESS and 1-180°-1 WE 
(83). LIBRE reduced fat signal significantly compared to CHESS, and improved vessel 
sharpness and length compared to both pulses. In a GRE acquisition at 3T, a spatial-
spectral pulse with a 1-2-1 pattern with optimized RF waveform and spiral readouts was 
used to demonstrate improved image quality and blood SNR compared to 1.5T (84). In 
an ECG-triggered navigator-gated 3D spiral study at 1.5T, SPIR and 1-1 spatial-spectral 
pulses were shown to generate similar image quality for coronary MRA, although the 
SPIR acquisition had a shorter scan time (85). 1-2-1 WE pulses were used in a contrast-
enhanced self-gated 4D cardiac-resolved GRE acquisition at 3T to show that both 
coronary anatomy and cardiac function information could be obtained from the same 
scan (49). 
2.2.2.3 Sequence-based fat suppression 
This class of techniques suppresses fat by manipulating the properties of the sequence 
in order to manipulate the tissue frequency profile. 
Certain techniques exploit the bSSFP sequence. Quist et al. used two phase-cycled bSSFP 
acquisitions, with large RF excitation angles above 50° and two acquisitions with θRF = 
0° and θRF = 180°, for simultaneous banding artefact reduction and fat suppression in 
peripheral angiography (86). The bSSFP spectral response is sinusoidal at such large 
angles, and was used to synthesize and shift a spectral profile for each voxel such that 
water signal was maximized (86). A region-growing algorithm was used to synthesize 
an off-resonance map from those two acquisitions, which avoided the extra time needed 
to acquire such a map separately. However, partial volume effects could cause this 
algorithm to fail, in which case the separate map would be required, yet the method was 
not otherwise sensitive to partial volume effects (86). It was also unclear how the 
method would perform in the presence of other fat peaks (86), making it potentially 
sensitive to B0 inhomogeneities. Alternating TR bSSFP (ATR) used a sequence 
consisting of a constant phase cycling scheme but two different alternating TRs, where 
imaging readouts were only run during the first TR, to modify the frequency response 
of bSSFP (87). The resulting frequency response of ATR had similar on-resonant 
magnetization as bSSFP but a broader stopband around fat, at a cost of a 33% increase 
in acquisition time over bSSFP (87). The ATR technique had a relatively narrow fat 
suppression band, making it susceptible to B0 inhomogeneities, although a robustness 
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to the value of the first TR provided flexibility for applications requiring different scan 
times (87). A further development reduced the B0 sensitivity by adding a second ATR 
acquisition with a different RF phase cycle (88). Some other techniques will be briefly 
summarized. Using periodically variable RF angles (89) provided effective B0-robust fat 
suppression, but was limited to a TR of 2.2 ms and suffered from reduced SNR. Using a 
specific sequence of RF angles (FS-TIDE) enabled fat suppression with transient-state 
artefact reduction (90,91), but required a calibration step and a specific trajectory, and 
may not be easily adaptable to 3D trajectories. The spectrally-selective wideband bSSFP 
approach (92) used 1-2-1 excitation pulses with no phase cycling and an appropriately 
modified system Larmor frequency, providing effective B0- and B1-insensitive fat 
suppression, at the cost of an increased TR. Spectrally selective suppression with SSFP 
(S5FP) replaced the α/2 pulses of the magnetization-prepared approach above with 
opening and closing trains of pulses, and incorporated RF spoiling, for efficient fat-
suppressed imaging; correction factors allowed data collected during the opening and 
closing trains to be used for imaging (76). Its B0-sensitivity depended on TR (76). 
Another sequence whose properties can be tuned to suppress fat is the fast interrupted 
steady-state (FISS) sequence (93). This sequence is composed of repeated FISS modules, 
which each consist of a bSSFP readout train, with balanced gradients and 180° RF phase 
cycling, preceded and followed by α/2 pulses, and have a non-zero zeroth gradient 
moment in the slice direction (93). Thus, FISS combines the high on-resonant signal of 
bSSFP and the B0-insensitvity of GRE. The fat suppression “valleys” of the FISS sequence 
are wider than the bands of the bSSFP sequence in the frequency response profile (93), 
but such fat suppression requires a narrow range of TRs of the bSSFP readout train, 
which puts constraints on spatial resolution and gradient hardware. Furthermore, the 
Cartesian version of FISS with more than one bSSFP readout per module had ghost 
artefacts in the phase-encoding direction caused by signal fluctuations due to the 
interruption of the steady state, which limited its initial use to radial trajectories (93). 
FISS has been used in both radial and cardiac free-running 5D motion-resolved 
acquisitions. Bastiaansen et al. (94) applied FISS at 1.5T and 3T with a radial phyllotaxis 
trajectory (48), and reported significantly decreased fat SNR relative to a bSSFP 
sequence with a time penalty of 25%. However, they also reported that effective fat 
suppression required a specific range of TRs. Kuestner et al. (95) reported the use of 
FISS in a spiral-like Cartesian trajectory, using dummy RF pulses to mitigate the 
ghosting artefacts in the phase-encoding direction. They reported reduced motion 
aliasing artefacts from fat and improved image quality. 
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2.2.2.4 Fat-water separation 
Fat-water separation techniques produce both water-only and fat-only images (65), as 
opposed to the previously-discussed techniques that produce water-only images. 
The main class of techniques within this category are Dixon techniques (65), which 
acquire images at different echo times (TE) to extract phase information related to the 
different resonant frequencies of water and fat. The original two-point Dixon method 
(96) acquired two images, one of which had water and fat in-phase (W+F) and the other 
out-of-phase (W-F), from which water-only and fat-only images could be generated. 
However, it had the disadvantage that B0 inhomogeneities could lead to fat-water 
swapping (65) in cases when, for example, a predominantly-water voxel had an off-
resonant frequency close to that of fat. The three-point Dixon method (97) was able to 
additionally generate a B0 map that, combined with phase unwrapping, could be used 
to avoid fat-water swapping. Dixon techniques are B1-insensitive but have an increased 
scan time (65), which can however be accelerated. Moreover, the key factor affecting 
the success of water-fat separation is the avoidance of fat-water swaps (65,98). A further 
improvement was iterative decomposition of water and fat with echo asymmetry and 
least-squares estimation (IDEAL) (99), which allows the TEs to be optimized to 
maximize SNR and which can also be modified to account for different fat models (100). 
Dixon techniques have been used with bSSFP sequences (99,101–103). A more detailed 
overview of Dixon techniques can be found in Ma (98). 
A subclass in this category involves fat-water separation using the properties of bSSFP 
techniques. Phase-sensitive bSSFP (104) exploited the fact that the phase of the signal 
undergoes a jump of π every TR-1 Hz in the spectral domain, coinciding with the location 
of the banding artefacts, and therefore used a TR that achieved a 180° phase difference 
between water and fat. Fat-water separation was achieved with an identical scan time 
as normal bSSFP with an insensitivity to B1 inhomogeneities (105). The B0 sensitivity of 
the technique depended on the chosen TR; for example, the original study used a TR of 
4.6 ms, meaning that all voxels with an off-resonance of 110 Hz on either side of the the 
Larmor frequency would be detected as water. However, phase-sensitive bSSFP was 
sensitive to partial-volume effects (104), since voxels were assumed to be either water 
or fat. A further development involved the use of two acquisitions with RF phase cycling 
of 0 and π (105), which improved the B0-insensitivity at the cost of a doubled acquisition 
time and a sensitivity to B1 inhomogeneities. Fluctuating equilibrium MRI (106) used a 
0°-90° RF phase alternation to generate a double steady state, where the images from 
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odd and even excitations had orthogonal spectral profiles, and an appropriate TR could 
lead to separate water and fat images. This method was sensitive to B0 inhomogeneities, 
and required an ideal TR of 2.2 ms at 1.5T (106). Two-phase linear combination SSFP 
(107) generated fat and water images by adding and subtracting, respectively, images 
from bSSFP sequences with 0° and 180° RF phase cycling. This method doubled the scan 
time of normal bSSFP, was B1-sensitive, and required an ideal TR of 2.2 ms (107). 
Fat-water separation techniques have often been applied to coronary imaging (108–
113). Börnert et al. showed that an ECG-triggered navigator-gated 3D anisotropic 
Cartesian 2-point Dixon technique improved image quality for coronary MRA in 30 
patients compared to a similar bSSFP acquisition with CHESS for fat saturation (108); 
specifically, the Dixon method had more consistent fat suppression in both static and 
moving tissue. The single-acquisition phase-sensitive bSSFP technique was applied to a 
3D stack-of-stars breath-held acquisition for 4D cardiac-resolved coronary MRA (113). 
2.2.2.5 Trajectory-based techniques 
This technique uses the tissue frequency response of the trajectory to generate water 
and fat images. Aside from a use of stochastic trajectories that was impractical due to 
eddy currents (114), the only other example was the use of multishot rosette trajectories 
for both 2D (115) and 3D (116) GRE acquisitions. Fat suppression with rosette 
trajectories relied on the fact that the k-space centre and other points were repeatedly 
sampled during one excitation, leading to destructive interference among phases of 
certain off-resonance isochromats. Rosette trajectories provided for rapid imaging and 
could be customized according to the gradient hardware limitations of the scanner (116). 
The repeated sampling of the k-space centre permitted the determination of B0 maps 
directly from the imaging data (115). However, SNR was inherently decreased because 
off-resonant energy was dispersed throughout the image (115), making them most 
suitable for low-SNR applications such as metabolite imaging, where other noise 
sources would dominate the off-resonant-induced noise. Moreover, irregular TEs were 
necessary to remove periodic off-resonant signal increases (115). 
Rosette trajectories have in fact been used in 2D ECG-triggered breath-held magnetic 
resonance fingerprinting acquisitions at 1.5T and 3T for simultaneous T1 and T2 maps 
and water-fat separation (117), although this technique was sensitive to B0 
inhomogeneities and partial volume effects. 
22 
 
2.3 Free-running 5D bSSFP coronary MRA with LIBRE pulses 
The original 5D study (53) achieved fully motion-resolved coronary MRA at 1.5T using 
a periodically-interrupted free-running bSSFP sequence (40) with a 3D radial phyllotaxis 
trajectory (48) in combination with a compressed sensing technique (50,51) called XD-
GRASP that used total variation regularization along the cardiac and respiratory 
dimensions. Cardiac motion detection was done using the ECG signal, and respiratory 
motion was detected by applying principal component analysis (PCA) to the SI 
projections (37) and picking the component with the highest spectral information in the 
respiratory frequency range. The use of the ECG still necessitated a certain initial set-
up time to position the ECG, and occasionally did not work properly, leading to a 
“missed” trigger. A further development led to a fully self-gated free-running 
framework (termed IFR to be consistent with the manuscript) (54). A temporal spectral 
analysis of the principal components of the SI projections showed which components 
had the greatest power in the respiratory and cardiac frequency ranges, which were 
used as the respective motion signals. However, the fully self-gated free-running 
framework still used the periodically-interrupted bSSFP acquisition, where the steady 
state was periodically interrupted to insert CHESS modules for fat suppression and 
subsequent linear ramp-up pulses to reduce artefacts in the return to the steady-state. 
A steady-state signal behaviour was also necessary to provide blood-myocardium 
contrast. This interruption reduced the duty cycle and, hence, time efficiency of the 
acquisition, and the inserted CHESS modules increased SAR (53). In our lab, we had 
shown that LIBRE could be successfully used for coronary MRA in an ECG-triggered 
self-navigated T2-prepared bSSFP acquisition at both 1.5T (118) and 3T (83). Based on 
these findings, it was hypothesized that LIBRE could be integrated into an uninterrupted 
bSSFP sequence for 5D coronary MRA as part of the free-running framework, without 
the need for the CHESS modules and ramp-up pulses. The first project was, therefore, 
to mechanistically study and optimize LIBRE as part of an uninterrupted free-running 
bSSFP sequence for fat-suppressed coronary MRA at 1.5T. 
The LIBRE pulse was numerically optimized for blood-fat contrast in a bSSFP sequence, 
and these parameters were then validated in vitro in a phantom with compartments 
whose relaxation times resembled those of heart tissues. After a quick optimization of 
the LIBRE RF frequency in vivo, LIBRE pulses in an uninterrupted bSSFP sequence were 
compared in vivo to non-fat-suppressing rectangular pulses (SP) and 1-2-1 water 
excitation pulses (WE) in uninterrupted bSSFP sequences and to the previously-
published IFR sequence. 
2  Free-running bSSFP coronary MRA with LIBRE pulses 23 
 
2.3.1 Personal contribution 
I coded the bSSFP numerical simulations in MATLAB based upon initial non-bSSFP code 
provided by Jessica Bastiaansen and based upon (119), and performed the simulations. I 
had the insight to optimize the LIBRE pulse numerically, as I realized that its three 
parameters did not independently modify the MR signal, which necessitated a 
simultaneous numerical optimization that would have been too lengthy to perform in 
vitro. I performed the phantom and volunteer scans using LIBRE sequence code from 
Jessica Bastiaansen. I obtained and ran the motion signal extraction pipeline from 
Lorenzo di Sopra and the CS reconstruction pipeline from Jérôme Yerly, and performed 
the full analysis for the in vitro and in vivo data. I wrote the initial submitted draft of 
the manuscript, and implemented expansive modifications during the peer-review 
process. The manuscript was published in Magnetic Resonance in Medicine, one of the 
leading journals in our field. I had previously presented it in an oral Power Pitch 
presentation at the 27th Annual Meeting of the International Society for Magnetic 
Resonance in Medicine (ISMRM) in 2019 in Montréal, Canada, and received a Magna 
Cum Laude award. 
2.3.2 Peer-reviewed journal publication 
The article published in Magnetic Resonance in Medicine (120) is reproduced here with 
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Purpose: To implement, optimize, and characterize lipid-insensitive binomial  
off-resonant RF excitation (LIBRE) pulses for fat-suppressed fully self-gated free- 
running 5D cardiac MRI.
Methods: Bloch equation simulations were used to optimize LIBRE parameter set-
tings in non-interrupted bSSFP prior to in vitro validation. Thus, optimized LIBRE 
pulses were subsequently applied to free-running coronary MRA in 20 human adult 
subjects, where resulting images were quantitatively compared to those obtained 
with non-fat-suppressing excitation (SP), conventional 1-2-1 water excitation (WE), 
and a previously published interrupted free-running (IFR) sequence. SAR and scan 
times were recorded. Respiratory-and-cardiac-motion-resolved images were recon-
structed with XD-GRASP, and contrast ratios, coronary artery detection rate, vessel 
length, and vessel sharpness were computed.
Results: The numerically optimized LIBRE parameters were successfully validated 
in vitro. In vivo, LIBRE had the lowest SAR and a scan time that was similar to that 
of WE yet 18% shorter than that of IFR. LIBRE improved blood–fat contrast when 
compared to SP, WE, and IFR, vessel detection relative to SP and IFR, and vessel 
sharpness when compared to WE and IFR (for example, for the left main and anterior 
descending coronary artery, 51.5% ± 10.2% [LIBRE] versus 42.1% ± 6.8% [IFR]). 
Vessel length measurements remained unchanged for all investigated methods.
Conclusion: LIBRE enabled fully self-gated non-interrupted free-running 5D 
bSSFP imaging of the heart at 1.5T with suppressed fat signal. Measures of image 
quality, vessel conspicuity, and scan time compared favorably to those obtained with 
the more conventional non-interrupted WE and the previously published IFR, while 
SAR reduction offers added flexibility.
K E Y W O R D S
5D whole-heart imaging, bSSFP, coronary MRA, fat suppression, free-running framework, water 
excitation
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1 |  INTRODUCTION
Cardiovascular disease accounts for $350 billion in direct and 
indirect healthcare costs annually in the United States and ac-
counts for more deaths than any other disease, with coronary 
artery disease (CAD) being the leading cause of cardiovas-
cular disease-related deaths.1 The gold standard for assessing 
CAD, x-ray coronary angiography, is invasive, uses ionizing 
radiation, and poses a small risk of complications.2 Coronary 
magnetic resonance angiography (CMRA) is a potential alter-
native with several advantages: it does not generate ionizing 
radiation, it has high spatial resolution in all three dimensions, 
and it provides high soft-tissue contrast.2,3 Recent CMRA ap-
proaches have used 3D whole-heart protocols4 for adequate 
volumetric coverage, with electrocardiogram (ECG) trigger-
ing in mid-diastole accounting for cardiac motion, and both 
respiratory navigators4 and, more recently, self-navigation5 
have been exploited to compensate for respiratory motion. 
However, these methods suffer from an inherent operator- 
dependence, time inefficiency, and complicated workflow.
Recently, a free-running 3D radial data acquisition6 has 
been extended with XD-GRASP reconstruction7 and devel-
oped into a fully self-gated free-running framework.8 The 
free-running framework has been shown to effectively pro-
vide anatomical and functional images of the heart with a 
highly simplified workflow and high sampling efficiency. 
To suppress epicardial fat for improved visualization of the 
coronary arteries, previous work at 1.5T6 integrated chem-
ical shift-selective (CHESS)9 fat saturation modules into a 
periodically interrupted balanced steady-state free preces-
sion (bSSFP) sequence, and linearly increasing RF pulses 
(ramp-up pulses) were added after each CHESS module to 
reduce artifacts present in the transient phase of bSSFP.10 The 
disadvantages of such an approach include an interrupted 
steady state, a reduced duty cycle, a related time inefficiency, 
and a high specific absorption rate (SAR).7
Lipid-insensitive binomial off-resonant RF excitation 
(LIBRE) is a recently developed broadband fat suppression 
technique,11 consisting of two non-selective off-resonant 
rectangular RF sub-pulses, which has been shown to provide 
effective fat suppression and insensitivity to main field (B0) 
and RF field (B1) inhomogeneities. At 3T, LIBRE improved 
cartilage delineation and the precision of T2 measurements 
in vivo in human knees.12 Furthermore, LIBRE was shown to 
attenuate lipid signal and improve vessel detection in ECG-
triggered self-navigated T2-prepared CMRA at 3T as part of 
a gradient-recalled echo imaging sequence.13 Implemented 
at 1.5T as part of a bSSFP sequence, LIBRE exhibited 
robustness to RF field (B1) inhomogeneities in simulations 
and in vitro, and it effectively suppressed epicardial fat in 
vivo in ECG-triggered self-navigated T2-prepared CMRA.
14 
These findings advance the hypothesis that LIBRE could 
further be integrated into a non-interrupted bSSFP sequence 
(Figure 1A), as part of the free-running framework, to pro-
vide fat-suppressed 5D cardiac images at 1.5T without the 
need for fat saturation and ramp-up pulses that adversely af-
fect duty cycle, time efficiency, and SAR.
For these reasons, we wanted to implement and optimize 
LIBRE for non-interrupted free-running bSSFP 5D cardiac 
MRI at 1.5T, ascertain the magnitude of fat suppression 
that can be obtained, and test the hypothesis that it achieves 
quantitative performance comparable to conventional non- 
interrupted free-running water excitation (WE) and to that 
of the previously published interrupted free-running (IFR) 
approach6 while reducing scan time and SAR. In pursuit of 
this goal, we performed numerical simulations and explored 
the parameter space of LIBRE, including the RF excitation 
angle, RF frequency, and RF pulse duration, to identify opti-
mal LIBRE parameter settings for bSSFP. Subsequently, we 
performed in vitro experiments for validation of these simula-
tions. We finally conducted an in vivo study where we quan-
titatively compared the LIBRE results to those obtained from 
a free-running bSSFP sequence without fat suppression, as a 
reference, to those obtained from a free-running bSSFP se-
quence incorporating a 1-2-1 WE, and to those obtained with 
the previously published IFR approach.6 Non-interrupted 
free-running LIBRE results were also compared to conven-
tional ECG-triggered self-navigated images obtained with fat 
saturation pre-pulses.15
2 |  METHODS
2.1 | LIBRE background
The LIBRE pulse consists of two rectangular pulses hav-
ing variable RF frequency (fRF), defined relative to the 
Larmor frequency, sub-pulse duration (), and RF excita-
tion angle ().11 Figure 1A contains a basic schematic of 
the LIBRE pulse, and additional details can be found in 
Bastiaansen and Stuber.11 The LIBRE parameters are re-
lated by Equation 111:
where Δf  is the difference between fRF and the precession fre-
quency of the tissue to be suppressed,  is the gyromagnetic ratio 
for protons, and ΔB0 is the local magnetic field inhomogeneity.
2.2 | Pulse parameter optimization using 
Bloch equation simulations
Previously validated14 Bloch equation simulations were per-
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and  that maximize blood–fat contrast in bSSFP at 1.5T, 
while ensuring the simulated range for the TR was under 
6 ms to minimize the risk of banding artifacts10 in the heart. 
The blood–fat contrast was calculated as the difference be-
tween blood and fat signal. Blood signal was assumed to be 
on-resonant, whereas fat signal was modeled using a six-peak 
fat model as the weighted sum of signals from six chemi-
cal off-resonant species.16,17 Identical relaxation times were 
assumed for each peak, and both off-resonant frequencies 
and relative amplitudes can be found in Table 1. The range 
of investigated  values was determined by the restriction 
on TR, as discussed above.  was fixed to a range of 10° 
to 180°, as SAR limitations effectively prohibit higher RF 
excitation angles, and the range of fRF values was informed 
by Equation 1, which was used to provide the midpoint of 
a 400-Hz-wide range for each value of . The LIBRE pulse 
simulations were compared to those from two other non-
spatially-selective RF excitation pulses (Figure 1A): first, 
to a non-fat-suppressing rectangular excitation pulse (SP) to 
characterize the magnitude of fat suppression obtained with 
LIBRE; and second, to another water-selective approach that 
permits a non-interrupted free-running acquisition, namely a 
spectrally-selective RF-phase-modulated 1-90°-2-90°-1 WE 
pulse. The independent variable was  for SP and WE. Blood–
fat contrast was chosen as the optimization criterion for 
LIBRE and WE. SP was optimized for blood signal, because 
it does not provide inherent fat suppression. Simulation pa-
rameters are found in Table 1. The relaxation times (Table 1) 
used for the simulations were those of the corresponding 
compartments in the phantom.
The three optimized pulses were assessed for sensitivity 
to B0 and B1 inhomogeneities by simulating the steady-state 
transverse magnetization as a function of tissue frequency 
(ΔfTISSUE), which is the precession frequency relative to the 
Larmor frequency, and . To measure the effective fat sup-
pression capabilities, the fat suppression band width (FSBW) 
of each optimized pulse was calculated as the range of fat tis-
sue frequencies encompassing −220 Hz, which corresponds 
to the dominant peak of the 6-peak fat model above, where 
the signal was <5% of the on-resonant blood signal. The sim-
ulated range of  was the same as in Table 1, and the simu-
lated range of ΔfTISSUE was from −500 to +500 Hz.
F I G U R E  1  Schematic of the (A) non-interrupted and (B) interrupted free-running bSSFP sequences (not to temporal scale), with model 
cardiac and respiratory cycles. Each green box is symbolic of one repetition time: an RF excitation pulse followed by a radial readout in k-space. 
fRF, RF frequency; τ, (sub)pulse duration
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2.3 | In vitro experiments
2.3.1 | Data acquisition
To validate the numerically optimized LIBRE parameter 
ranges, scans were performed on a phantom containing com-
partments that mimic the relaxation times of blood, fat, and 
myocardial tissue. First, the in vitro LIBRE bSSFP signal was 
examined as a function of α and fRF, for τ = 1.3 ms, to ascertain 
the validity of the numerical simulations. Second, the signals of 
the different compartments obtained with the optimized LIBRE 
pulse were compared to those of the optimized SP and WE 
pulses; the scans were repeated six times for statistical analy-
ses. Scans were performed on a 1.5T scanner (MAGNETOM 
Aera, Siemens Healthcare AG, Erlangen, Germany) with a 
prototype 3D radial18 bSSFP sequence, which was identical 
T A B L E  1  RF excitation pulse and sequence parameters for numerical simulations and in vitro and in vivo experiments
  Simulations In vitro In vivo
LIBRE      
α (°) 10 to 180 10 to 180 120
τ (ms) 0.5 to 1.5 1.3 1.3
Total excitation duration (ms) 1.0 to 3.0 2.6 2.6
fRF (Hz) 220 to 1900 320 to 720 500
TE/TR (ms/ms) 1.88/3.76 to 2.88/5.76 2.69/5.36 2.75/5.48
Acquisition time (min:s)   00:39 11:33
SP      
α (°) 10 to 180 50 50
τ (ms) 0.3 0.3 0.3
TE/TR (ms/ms) 1.47/2.93 1.47/2.93 1.53/3.05
Acquisition time (min:s)   00:21 6:26
WE      
α (°) 10 to 60 40 40
τ (ms) 0.3 0.3 0.3
Total excitation duration (ms) 2.68 2.68 2.68
TE/TR (ms/ms) 2.66/5.31 2.66/5.31 2.72/5.43
Acquisition time (min:s)   00:39 11:27
IFR      
α (°)     90
τ (ms)     0.3
TE/TR (ms/ms)     1.53/3.05
Acquisition time (min:s)     14:06
Sequence      
Field of view (mm × mm × mm)   180 × 180 × 180 220 × 220 × 220
Iso voxel size (mm)   1.25 1.15
Receiver BW (Hz/pixel)   1021 1042
# radial readouts   7260 126,478
Simulation parameters      
Blood T1/T2 (ms/ms) 1439/244    
Fat T1/T2 (ms/ms) 154/44    
Fat sub-species resonant frequency [Hz] (relative 
amplitude [%])
38 (4.7), −32 (3.9), −125 (0.6),  
−166 (12), −217 (70), −243 (8.8)
   
Myocardium T1/T2 [ms/ms] 989/33    
Step size [µs] 1    
Abbreviations: α, RF excitation angle; Receiver BW, receiver bandwidth; Iso voxel size, isotropic voxel size; min, minutes; fRF, RF excitation frequency; τ, sub-pulse 
duration.
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to the non-ECG-triggered free-breathing non-interrupted free-
running bSSFP sequence used for the in vivo scans. The recon-
struction of each static phantom image was performed using all 
radial readouts from all coils. RF excitation pulse and sequence 
parameter ranges are described in Table 1.
2.3.2 | Data analysis
The relative RF pulse performance was validated by measur-
ing the SNR in the blood, fat, and myocardium compartments 
of the phantom, and the contrast-to-noise ratio (CNR) be-
tween blood and fat (blood–fat CNR) and blood and myocar-
dium (blood–myocardium CNR). Regions of interest (ROIs) 
were manually selected in each of the three compartments in 
seven consecutive slices in a central region, where the signal 
appeared homogeneous, using a custom script in MATLAB 
(The MathWorks, Natick, MA). The SNR was calculated as 
the ratio of the mean signal over an ROI containing the tissue 
of interest and the SD of noise over an ROI drawn outside the 
phantom. The CNR was calculated as the difference of the 
SNRs of two tissues.
2.4 | In vivo experiments
2.4.1 | Data acquisition and 
imaging sequences
In this Institutional Review Board-approved study, whole-
heart free-running data were collected at 1.5T (MAGNETOM 
Aera and MAGNETOM Sola, Siemens Healthcare AG) 
using a 32-channel spine coil array and an 18-channel chest 
coil array. Data were acquired during free-breathing in 21 
volunteers (age: 29 ± 4 y; 11 male) using a fully self-gated 
prototype non-interrupted free-running 3D radial bSSFP se-
quence8 (Figure 1A) incorporating the LIBRE pulse. In eleven 
of these volunteers, data were additionally acquired using 
the same sequence where LIBRE was replaced with SP and 
WE pulses, and, in ten other volunteers, data were collected 
using the previously published IFR approach6 (Figure 1B). 
 The order of the acquisitions was randomly permutated 
among volunteers to avoid fatigue effects. RF pulse speci-
fications and sequence parameters are provided in Table 1. 
Scan time and SAR as obtained from the “SAR” or “IEC_
WHOLE_BODY” field in the DICOM file were recorded for 
each in vivo scan. In all cases, radial readouts were arranged 
in interleaves based on a spiral phyllotaxis pattern,18 with 
successive interleaves rotated about the z-axis by the golden 
angle. The first readout in each interleave was oriented in the 
superior–inferior (SI) direction for subsequent physiological 
motion extraction8 and binning into cardiac and respiratory 
phases.
In addition to the above non-triggered free-running ac-
quisitions, a third set of images was acquired using a pre-
viously reported ECG-triggered self-navigated 3D radial 
sequence (FS)15 with T2-preparation
19 and CHESS fat satu-
ration modules (isotropic field of view = 220 mm; isotropic 
voxel size = 1.15 mm; α = 90°; TR = 3.3 ms; ~12,000 ra-
dial readouts; receiver bandwidth = 685 Hz/pixel) in 2 vol-
unteers (age: 26 and 32 y; 1 male) at 1.5T (MAGNETOM 
Aera, Siemens Healthcare AG).
2.4.2 | Physiological information 
extraction and binning
Physiological motion signal extraction was performed as 
previously described by Di Sopra et al8 using MATLAB. 
Briefly, SI projections were obtained by applying the 1D 
Fast Fourier Transform to SI readouts,20 which were sampled 
every 22 readouts, resulting in an effective temporal resolu-
tion of ~60 to 120 ms depending on the RF excitation pulse 
used. Principal component analysis was subsequently per-
formed on these SI projections to extract respiratory signals 
in a frequency range from 0.1 to 0.7 Hz and cardiac signals 
in a range from 0.5 to 1.8 Hz. These signals were then used 
to sort the readouts into non-overlapping cardiac bins with 
a temporal width of 50 ms, and into four non-overlapping 
respiratory bins containing equal numbers of readouts, based 
on the amplitude of the respiratory signal.8
2.4.3 | Image reconstruction
The binned k-space data were then reconstructed into motion-
resolved images using compressed sensing,21 as described by 
Feng et al.7 Specifically, XD-GRASP22 solves the following 
optimization problem while enforcing sparsity along the car-
diac and respiratory dimensions:
F is the non-uniform Fast Fourier transform, m is the motion- 
resolved 5D data set (x, y, z, cardiac, respiratory), C are the 
coil sensitivities, and d are the sorted k-space data (kx, ky, kz, 
cardiac, respiratory, coil). Dc and Dr are the first-order differ-
ence operators along the cardiac and respiratory dimensions, 
respectively, and c and r are the respective regularization 
weights. Both c and r were set to 0.01 for all reconstruc-
tions to remove variation in regularization weights as an 
additional confounder; these values were experimentally 
found to provide a good trade-off between smoothness in the 
image domain and in the motion temporal domain in a lower- 
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regularization was used. The optimization problem in Equation 
2 was solved using the nonlinear conjugate gradient method 
with backtracking linesearch7,23; 36 iterations were used, and 
the algorithm was restarted every six iterations by taking 
a gradient step to compensate for the loss of conjugacy of 
successive gradients. Reconstructions were performed using 
MATLAB on a workstation with two six-core CPUs (Intel 
Xeon E5, Intel, Santa Clara, CA), 512 GB of RAM, and an 
NVIDIA Tesla K40 GPU (Nvidia, Santa Clara, CA).
2.4.4 | Data analysis
The combination of cardiac and respiratory binning resulted 
in 100 to 120 3D volumes reconstructed for each individual 
scan. Therefore, one end-expiratory volume corresponding to 
mid-diastolic quiescence was determined visually and retro-
spectively selected for subsequent analyses.
In lieu of SNR and CNR analyses, which would not have 
been feasible due to the noise distribution secondary to the 
compressed sensing reconstruction, a contrast ratio (CR) 
analysis was performed for blood–epicardial fat and blood–
myocardium. The CR was calculated as the ratio of the mean 
signals over ROIs drawn in the respective tissues, the first 
tissue being blood for the case of this analysis. The blood 
ROI was drawn in the ascending aorta just above the ostium 
of the right coronary artery (RCA), the epicardial fat ROI 
was drawn in the fat surrounding the RCA, and the myocar-
dium ROI was drawn in the interventricular septum approx-
imately at mid-level between the RCA ostium and the apex. 
The ROIs were drawn using the Segment Editor extension in 
3D Slicer24 (http://www.slicer.org).
For LIBRE, SP, WE, and IFR, the number of volunteers 
in whom proximal segments of a minimum length for the 
following arteries could be visually identified were counted 
(minimum length given in parentheses): the RCA (2 cm), the 
combined left main and left anterior descending coronary 
arteries (LM + LAD, 2 cm), and the left circumflex coro-
nary artery (LCX, 1 cm). Vessel length and vessel sharpness, 
both for the first 4 cm and the entire vessel, of the LIBRE, 
WE, and IFR data sets were determined using SoapBubble25; 
for the LCX, the vessel sharpness for the entire length was 
computed.
2.4.5 | Statistical analysis
A Wilcoxon rank-sum test, for unpaired data, was used 
to compare SAR and CR between LIBRE and SP, LIBRE 
and WE, and LIBRE and IFR; the Bonferroni correction 
for multiple comparisons was applied. The number of de-
tected arteries between LIBRE and SP (in the subset of 
11 volunteers in which both sets of images were acquired), 
LIBRE and WE (in the subset of 11 volunteers), and LIBRE 
and IFR (in the subset of 9 volunteers) was compared using 
NcMemar’s test with the Bonferroni correction. Vessel 
length and vessel sharpness of the RCA, the LM + LAD, 
and the LCX obtained with LIBRE and WE and LIBRE and 
IFR were compared using a Wilcoxon rank-sum test with 
the Bonferroni correction. P < .05 was considered statisti-
cally significant, and the Bonferroni correction was used 
where appropriate.
3 |  RESULTS
3.1 | Bloch equation simulations
Numerical simulations determined that the LIBRE param-
eters that optimize blood–fat contrast, while keeping the TR 
under 6 ms as recommended by Bieri and Scheffler,10 oc-
curred within a range from τ = 1.1 ms to τ = 1.5 ms (Figure 2), 
from which the midpoint τ and corresponding fRF and α 
that maximized blood–fat contrast were taken. Therefore, 
the optimal parameters were τ = 1.3 ms, fRF = 540 Hz, and 
α = 120° (red dots, Figure 2); the α that maximized blood–fat 
contrast was 130° by a negligible margin, so 120° was chosen 
to reduce SAR. It was found that increasing the sub-pulse 
duration shifted the regions of high blood signal, high blood–
fat contrast, and high blood–myocardium contrast toward 
lower RF excitation angles (Figure 2; full simulation data 
not shown) and lower SAR by extension. The myocardium 
signal did not vary significantly over the investigated LIBRE 
parameter range (Figure 2).
The results of the numerical simulations for WE and SP 
are shown in Figure 3, where the corresponding LIBRE sim-
ulations (for τ = 1.3 ms and fRF = 540 Hz) are also shown for 
the reader’s reference. Optimal RF excitation angles of 40° for 
WE and 50° for SP were found (yellow and red dots, respec-
tively, Figure 3). Although the fat signal for LIBRE and WE 
remained low and generally independent of the RF excitation 
angle (Figure 3B), it was similar to that of blood signal for SP 
over a relatively broad range of RF excitation angles, as fat 
signal is not suppressed. This can also be seen in Figure 3D, 
where the difference in signal response between blood and 
fat is provided as a function of the RF excitation angle: the 
blood–fat contrast was positive for LIBRE and WE but fluc-
tuated around zero for SP. The myocardium signal for all 
three RF pulses remained relatively low over the investigated 
range of RF excitation angles (Figure 3C), leading to a high 
blood–myocardium signal difference around 50° for SP and 
WE (Figure 3E), where blood signal was high for both SP 
and WE, and around 160° for LIBRE, whose blood signal 
plateaued above 100°.
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F I G U R E  2  Theoretical LIBRE signal behavior. Transverse steady-state magnetization (Mss), as a function of RF excitation angle and 
frequency (relative to the Larmor frequency) for different sub-pulse durations (τ) of the LIBRE pulse, for blood, fat (6-peak model), myocardium, 
blood–fat contrast, and blood–myocardium contrast. The red dot indicates the chosen optimal parameters, which maximize the blood–fat contrast
F I G U R E  3  Theoretical LIBRE (τ = 1.3 ms, fRF = 540 Hz), SP, and WE signal behavior. Transverse steady-state magnetization (Mss) as 
a function of RF excitation angle for (A) blood, (B) fat (6-peak model), (C) myocardium, (D) blood–fat contrast, and (E) blood–myocardium 
contrast. The blue and yellow dots indicate the LIBRE and WE parameters, respectively, that optimize blood–fat contrast, and the red dot indicates 
the SP parameters that optimize blood signal
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Figure 4 presents the steady-state transverse magnetiza-
tion of blood for the three numerically optimized pulses as 
a function of tissue frequency and RF excitation angle, to 
enable an assessment of their relative sensitivities to B0 and 
B1 inhomogeneities. Each pulse exhibited the TR-dependent 
signal dropout that leads to banding artifacts in bSSFP im-
ages (orange arrows, Figure 4). The white lines indicate the 
respective numerically optimized RF excitation angles for 
each pulse (Figure 4). Examining this signal profile around 
0 Hz (water), we see that both LIBRE (Figure 4A) and WE 
(Figure 4C) possess a slight sensitivity to variations in tis-
sue frequency (B0 inhomogeneities). Following the black 
line labeled “water” or alternatively Figure 4D, which both 
show on-resonant signal variation due to changes in the RF 
excitation angle (B1 inhomogeneities), we see that LIBRE 
signal exhibited the lowest RF excitation angle-dependence 
of the three pulses (Figure 4A). Both LIBRE and WE re-
duced signal around the fat frequency in an RF excitation 
angle-independent manner, as indicated by the region of re-
duced signal around the black line labeled “fat” (Figure 4A,C). 
The calculated FSBW values support this observation: SP 
had an FSBW of 0 Hz, whereas LIBRE had an FSBW of 21 
Hz and WE had an FSBW of 58 Hz. In fact, the reported 
FSBW corresponds to the range of tissue frequencies along 
the white line, and centered around −220 Hz, where the sig-
nal is <5% of the water signal. Although SP does not sup-
press tissue around −220 Hz, there is a band at approximately 
−170 Hz (Figure 4B), which might cause signal reductions in 
fat regions in vivo.
3.2 | In vitro experiments
The results of the LIBRE optimization (Figure 5) and compar-
ison of the optimized LIBRE, SP, and WE pulses (Figure 6) 
were highly consistent between simulations and in vitro 
F I G U R E  4  Effect of B0 and B1 inhomogeneities. Transverse steady-state magnetization as a function of tissue frequency and RF excitation 
angle for blood tissue, for the (A) LIBRE, (B) SP, and (C) WE RF excitation pulses. (D) Transverse steady-state magnetization (Mss) as a function 
of RF excitation angle for on-resonant blood tissue for LIBRE, SP, and WE. In (A)-(C), water (0 Hz) and fat (−220 Hz) resonant frequencies are 
indicated with dashed black lines; the orange arrows indicate banding artifacts; and the numerically optimized RF excitation angle for each pulse is 
indicated by the white dashed lines. Pulse parameters are those found under “In vitro” in Table 1; specifically, for LIBRE, the RF frequency  
(fRF = 540 Hz) and sub-pulse duration (τ = 1.3 ms) used the numerically optimized values
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scans. The shapes of corresponding LIBRE signal profiles 
as functions of α (Figure 5A) and fRF (Figure 5B) are similar 
between simulations and in vitro scans. In particular, the α 
and fRF that were predicted by the simulations to maximize 
LIBRE blood–fat contrast had deviations of 0° and 40° Hz, 
respectively, with respect to the in vitro scans (Figure 5A,B). 
The relative signal and contrast of the optimized pulses was 
generally consistent between simulations and in vitro scans 
(Figure 6). The only exception was that the fat signal of SP 
was higher in vitro than that of the simulations and higher 
F I G U R E  5  Comparison of simulated (transverse steady-state magnetization; solid line) and in vitro (dashed line) LIBRE bSSFP signal. 
Blood, fat, and myocardium signal, and blood–fat and blood–myocardium contrast, are shown as a function of (A) RF excitation angle and (B) RF 
frequency (relative to the Larmor frequency). The simulation scale is on the left side of the plots and the in vitro SNR scale is on the right side
F I G U R E  6  Comparison of simulated (transverse steady-state magnetization) and in vitro bSSFP signal. Blood, fat, and myocardium (myo) 
signal, and blood–fat and blood–myocardium contrast, are displayed for LIBRE, SP, and WE. Solid bars indicate simulation values and bars with 
white dashed lines indicate in vitro values. The mean value of the six in vitro repetitions is indicated by the bar height, and the standard deviation 
is indicated by the error bars. The data have been normalized to the blood signal of LIBRE for both cases: 0.2093 for the simulation data and 85.90 
for the in vitro data
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than in vitro blood signal, leading to a negative blood–fat 
contrast that contradicts the near-zero contrast predicted by 
simulations. Figure 6 indicates that LIBRE was the only pulse 
to simultaneously provide high blood signal and fat suppres-
sion and had, consequently, the highest blood–fat contrast.
3.3 | In vivo experiments
Fat-suppressed cardiac-and-respiratory-motion-resolved 
3D images were successfully reconstructed from in vivo 
free-running whole-heart data (Supporting Information 
Videos S1 and S2), although the acquired data for one 
volunteer were discarded due to scanner malfunction. 
Therefore, the sample size was N = 20 for LIBRE and 
N = 9 for IFR. Reconstruction time ranged from 5–8 h. 
Respiratory displacement and both cardiac contraction 
and relaxation of the heart were well-resolved (Supporting 
Information Videos S1 and S2). The quantitative results 
are shown in Table 2. Acquisition times were 11 min 33 
s for LIBRE, 11 min 27 s for WE, 6 min 26 s for SP, and 
14 min 06 s for IFR (Table 1). They were constant and 
independent of respiratory patterns and heart rates. The 
SAR for LIBRE was 0.57 ± 0.04 W/kg, which was signifi-
cantly lower than that of SP (1.56 ± 0.14 W/kg; P < .001), 
WE (0.98 ± 0.09 W/kg; P < .001), and IFR (2.43 ± 0.30 
W/kg, P < .001) (Table 2).
LIBRE provided uniform epicardial fat suppression and 
improved delineation of coronary arteries relative to SP and 
WE (Figure 7). With WE, epicardial fat suppression was 
less consistent (yellow arrows, Figure 7), which, coupled 
with poor blood signal, led to regionally impaired coronary 
artery delineation when compared to LIBRE (red arrows, 
Figure 7). SP was naturally unable to suppress fat (yellow 
arrows, Figure 7), which often led to an inability to delin-
eate the coronary arteries. However, using SP, some seg-
ments of the coronary arteries were visible occasionally, 
which can be attributed to water–fat signal out-of-phase 
cancellations in voxels containing both tissues (green ar-
rows, Figure 7).
LIBRE provided more uniform fat suppression and 
similar blood signal compared to FS and IFR (Figure 8). 
Although LIBRE blood signal is similar to that of IFR in both 
examples, LIBRE epicardial fat suppression is superior and 
more consistent (yellow arrows, Figure 8). Moreover, LIBRE 
reformats do not exhibit the water–fat signal out-of-phase 
cancellation artifacts that are characteristically seen in IFR 
reformats (green arrows, Figure 8), although these artifacts 
are also visible in the very distal part of the LM + LAD of 
volunteer B with LIBRE. Suppression of subcutaneous fat in 
  LIBRE SP WE IFR
SAR (W/kg) 0.57 ± 0.04 1.56 ± 0.14* 0.98 ± 0.09* 2.43 ± 0.30*
Contrast ratio        
Blood–fat 3.9 ± 1.8 1.1 ± 0.5* 2.7 ± 1.3 1.2 ± 0.7*
Blood–myocardium 1.7 ± 0.5 1.5 ± 0.2 1.6 ± 0.4 1.1 ± 0.1*
RCA        
Detection rate 19/20 3/11* 10/11 6/9
Vessel length (cm) 9.7 ± 4.0   8.0 ± 4.0 9.6 ± 5.3
% VS first 4 cm 54.5 ± 10.6   46.5 ± 12.7 45.3 ± 10.1
% VS 47.1 ± 10.2   44.6 ± 13.2 40.8 ± 6.9
LM+LAD        
Detection rate 19/20 3/11 10/11 4/9
Vessel length (cm) 7.4 ± 2.8   8.1 ± 1.8 6.4 ± 1.8
% VS first 4 cm 48.6 ± 12.5   47.5 ± 10.2 39.4 ± 3.8
% VS 51.5 ± 10.2   50.7 ± 10.2 42.1 ± 6.8
LCX        
Detection rate 16/20 3/11* 8/11 1/9
Vessel length (cm) 2.8 ± 1.0   2.9 ± 1.1 3.1
% VS 42.4 ± 7.0   39.9 ± 6.0 42.1
Abbreviations: LAD, left anterior descending coronary artery; LM, left main coronary artery; LCX, left 
circumflex coronary artery; min, minutes; RCA, right coronary artery; SAR, specific absorption rate.
Data are presented as mean ± SD, except for the coronary artery detection rates. Asterisks (*) indicate 
statistically significant differences in the comparison with LIBRE data. For the vessel sharpness analysis 
(vessel length, % VS first 4 cm, % VS), no comparison between LIBRE and SP data was performed, as 
mentioned in the Methods.
T A B L E  2  Summary of in vivo results
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the chest wall by LIBRE also appears to be more consistent 
than that of IFR. Blood signal of FS appears to be slightly 
superior to that of LIBRE in both cases, although fat signal 
appears to be more consistently suppressed with LIBRE, both 
around the coronary arteries (yellow arrows, Figure 8), as 
well as in the chest wall.
F I G U R E  7  Free-running reformatted 
images of the right coronary artery (RCA), 
left main and left anterior descending artery 
(LM + LAD), and left circumflex artery 
(LCX), obtained with LIBRE, SP, and 
WE RF excitation pulses. Yellow arrows 
indicate regions of epicardial fat, red arrows 
indicate (expected) coronary artery edges, 
and green arrows show water-fat phase 
cancellation artifacts
F I G U R E  8  Comparison of non-
interrupted free-running LIBRE images 
(LIBRE) with images using an ECG-
triggered self-navigated fat-saturated 
T2-prepared 3D radial acquisition (FS) 
and images using the previously published 
interrupted free-running acquisition (IFR) 
that is periodically interrupted by fat 
saturation and ramp-up pulses. Shown are 
reformatted images of the right coronary 
artery (RCA) and the left main and left 
anterior descending coronary artery  
(LM + LAD) acquired with the three 
sequences for two volunteers, A and B. 
Yellow arrows indicate regions of epicardial 
fat, and green arrows show water-fat phase 
cancellation artifacts
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The contrast ratios of the three approaches are shown 
in Table 2. LIBRE had the highest blood–fat and blood– 
myocardium CR, with statistical significance reached for the 
comparison of blood–fat CR with SP (P < .001) and IFR 
(P < .001) and for the comparison of blood–myocardium CR 
with IFR (P < .001).
Detection rates, vessel length, and vessel sharpness of the 
RCA, LM + LAD, and LCX are also shown in Table 2, where 
the results of the statistical comparisons between LIBRE and 
SP, WE, and IFR are also displayed. LIBRE was able to de-
tect the RCA and LM + LAD in 19/20 volunteers and the 
LCX in 16/20 volunteers, which was higher than those of the 
other three methods, with statistical significance reached in 
the comparison with SP for the RCA and LCX. Vessel sharp-
ness values measured in the first 4 cm and for the entire ves-
sel length were highest with LIBRE for all three coronary 
arteries. LIBRE had the highest vessel length for the RCA, 
and a vessel length for the LCX that was similar to those of 
WE and IFR. However, the vessel length of the LM + LAD 
measured by LIBRE was lower than that of WE but higher 
than that of IFR.
4 |  DISCUSSION
We successfully incorporated LIBRE RF excitation pulses 
into a non-interrupted bSSFP sequence to enable fat- 
suppressed 3D motion-resolved whole-heart coronary MRA 
at 1.5T using the free-running framework. Numerical optimi-
zation of the LIBRE pulse parameters was validated in vitro 
in phantoms, and informed the parameter ranges for subse-
quent in vivo scans. Compared to SP, WE, and IFR, LIBRE 
provided both high blood signal and suppressed fat signal. In 
vivo, LIBRE scan time was similar to that of WE, approxi-
mately twice as long as that of SP, and 18% shorter than that 
of IFR. LIBRE significantly reduced SAR values compared 
to SP, WE, and IFR. LIBRE had significantly greater blood–
fat CR than SP and the coronary arteries were visible more 
often. LIBRE improved blood–fat CR and increased the ves-
sel sharpness of all three coronary arteries relative to WE. 
Compared to the previously published IFR, LIBRE signifi-
cantly improved blood–fat CR, had higher detection rates for 
all three vessels, and maintained vessel length and improved 
vessel sharpness for the RCA and LM + LAD.
4.1 | Water-selective RF excitation pulses 
in bSSFP
There have been few uses of water-selective RF excitation 
pulses in non-interrupted bSSFP acquisitions in the literature. 
Binomial WE pulses have been used in bSSFP sequences for 
musculoskeletal imaging at 1.5T and 3T.26-28 Spectral–spatial 
RF pulses have been used for abdominal imaging with bSSFP 
at 3T.29 With regards to cardiac imaging, we were unable to 
find any studies involving water-selective excitation in non-
interrupted bSSFP acquisitions, although Pang et al30 used 
binomial 1-2-1 WE pulses in a non-interrupted gradient-
recalled echo sequence for free-breathing post-contrast 4D 
CMRA at 3T. Therefore, to the best of our knowledge, this 
study demonstrates the first successful use of a WE tech-
nique in a non-interrupted bSSFP sequence for a dynamic 
application.
4.2 | Numerical simulations
The simulations performed in this study, and that incorporate 
a 6-peak fat model, provide some insights about the LIBRE 
pulse. The results help contextualize a previous study that 
used a shorter LIBRE sub-pulse duration of 0.7 ms where it 
was concluded that blood signal remained to be optimized.14 
In fact, increasing the sub-pulse duration reduced the off- 
resonant RF frequency required for effective fat suppression, 
which was also found in Bastiaansen et al,11 with the benefit that on- 
resonant blood and myocardium signals were increased 
(Figure 2). This observation guided the choice of LIBRE pa-
rameters used in this study. Coincidentally, increasing the sub-
pulse duration, and thus the total pulse duration, reduced SAR 
values at the expense of a slight increase in TR. Compared to 
SP, LIBRE and WE have a TR that is almost twice as long 
(Table 1), implying that there is a time cost for fat suppression. 
Naturally, the increase in TR comes at an increased risk of band-
ing artifacts localized in the region of the heart. Furthermore, 
although the fat signal, and, consequently, blood–fat contrast, 
appears to be sensitive to variations in the RF excitation fre-
quency (Figure 2), the practical likelihood of variations in RF 
frequency is low, as RF synthesizers can generally generate 
waveforms with the desired frequency with very high accuracy.
The in vitro and in vivo findings point to the merits of 
numeric optimization using Bloch equation simulations and 
the 6-peak fat model. The Bloch equation simulations used 
in this study have been validated previously14 and are able to 
model relevant theoretical bSSFP signal characteristics de-
scribed in the literature.10 Simulations predicted that LIBRE 
would have the highest blood–fat contrast, which was con-
firmed in vitro (Figure 6) and produced in vivo images with 
the highest vessel sharpness and highest blood–fat contrast 
ratio (Table 2). There were cases where the simulations did 
not perfectly match the in vitro or in vivo behavior. The in 
vitro fat signal of SP was higher than theoretically predicted 
(Figure 6), and there were slight discrepancies between sim-
ulated LIBRE signal behavior and that in vitro (Figure 5). In 
both cases, the fact that each tissue was modelled with only a 
single T1 and T2, and a limited number of off-resonance val-
ues (reflecting B0 inhomogeneities), could have contributed 
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to such minor differences. With regards to the high in vitro 
SP fat signal, it is possible that higher proton density in the 
fat compartment of the phantom could have caused such 
high signal, which the simulations, assuming constant proton 
densities, would not have been able to predict without fur-
ther information. Furthermore, the lower FSBW of LIBRE 
compared to WE did not appear to be reflected in the vessel 
sharpness values, but might explain the lower vessel lengths 
of the LM + LAD and LCX in LIBRE images compared to 
WE images. Numerical simulations suggested that LIBRE 
had higher blood–fat contrast, which may explain the higher 
vessel sharpness values, but it had a lower FSBW than WE, 
meaning that fat suppression would have been less consistent 
in areas further away from the isocenter and the heart, where 
vessel diameter gradually decreases due to branching and B0 
inhomogeneities become more severe, potentially affecting 
the discernible vessel length. Nevertheless, numerical simu-
lations with even simple models, such as those used here, can 
guide in vivo parameter settings by predicting optimal pulse 
parameters and characterizing signal.
One potential drawback of the present numerical simula-
tions is that the relaxation times were those of the phantom, 
rather than in vivo values. Retrospectively, we performed 
numerical simulations using the same six-peak fat model as 
before but with relaxation times for blood,31 fat,32 and myo-
cardium33,34 that were measured in vivo. The results for the 
numerical optimization of LIBRE are presented in Supporting 
Information Figure S1, and the results of the numerical optimi-
zation of SP and WE are presented in Supporting Information 
Figure S2. The optimal parameters for SP and WE (Supporting 
Information Figure S2) did not change compared to the cur-
rent simulations (Figure 3), although, for τ = 1.3 ms, the op-
timal LIBRE parameters were α = 140° and fRF = 540 Hz 
(Supporting Information Figure S1), which represents a 20° 
change for α. These results indicate that the behavior of these 
three pulses is relatively insensitive to the choice of relaxation 
times, and that the present simulations were sufficiently accu-
rate for modelling pulse behavior in vitro and in vivo.
Finally, the fat model used here provides insights into pulse 
optimization for CMRA. The three main peaks of the present 
fat model, at −166 Hz, −217 Hz, and −243 Hz (Table 1), 
all fall within the region of tissue frequencies suppressed by 
LIBRE and WE (Figure 4). Furthermore, an in vivo myo-
cardial triglyceride spectroscopy study noted that epicardial 
lipids exhibited a peak at −3.1 ppm that was not detected in 
myocardial lipids,35 which would correspond to −198 Hz at 
1.5T. The fact that both LIBRE and WE suppressed signal 
at all four of these resonant frequencies (Figure 4) could ex-
plain why they were generally able to suppress epicardial fat 
in vivo for CMRA, and provides guidance for future studies 
as to the range of fat frequencies that need to be suppressed 
for successful CMRA. Furthermore, to account for in vivo 
variation in lipid composition, future studies should ensure 
that a range of fat frequencies, centered around −3.1 ppm and 
−3.4 ppm, are suppressed.
4.3 | 3D whole-heart CMRA approaches
This study included a comparison with a previously reported 
free-running bSSFP sequence that is periodically interrupted 
for fat suppression.6 LIBRE scan time was reduced by 18% 
when compared to IFR (Table 1). While LIBRE affords the 
advantage of removing the fat saturation and ramp-up pre-
pulses, the TR is inherently increased, and therefore the gain in 
scanning time is modest. However, SAR was reduced by 77% 
relative to IFR (Table 2). LIBRE provides more consistent fat 
signal suppression both around the RCA and LM + LAD as 
well as in the anterior chest when compared to IFR (Figure 8). 
Moreover, LIBRE provides vessel delineation through blood–
fat contrast alone, whereas vessel delineation in IFR images 
appears to have been largely due to and artificially overempha-
sized by the presence of water-fat phase cancellation artifacts, 
as the mean blood–fat CR of 1.2 indicated little difference be-
tween blood and epicardial fat signal in IFR images. These 
artifacts, which were frequently seen in the present IFR im-
ages (full data not shown) and also retrospectively in images 
in Coppo et al,6 and Feng et al,7 generate sharp vessel edges 
that artificially increase vessel sharpness values, and likely 
account for the similarity in vessel sharpness values between 
LIBRE and IFR data despite the qualitatively superior fat 
suppression observed in the LIBRE images.
With regard to the comparison with the ECG-triggered 
self-navigated FS method, the free-running LIBRE approach 
has several advantages. Preliminary examination in two vol-
unteers suggests that LIBRE provides more consistent fat sup-
pression, whereas FS provides slightly higher blood signal. 
The higher blood signal may be due to the ECG triggering, 
as the trigger delay would allow for magnetization recovery. 
A more comprehensive quantitative study would be necessary 
for concrete conclusions. On a more general level, the LIBRE 
approach uses all readouts, thereby increasing sampling effi-
ciency, and providing motion-resolved 5D images rather than 
respiratory-motion-corrected 3D images. The free-running 
LIBRE approach also greatly reduces operator-dependence rel-
ative to FS, because the need for the ECG set-up is eliminated.
Finally, although we did not compare our non-interrupted 
free-running LIBRE approach with conventional ECG-
triggered,36 navigator-gated,37,38 fat-saturated, T2-prepared
19,39 
3D Cartesian CMRA, we will proceed with a brief discussion 
of the two approaches. The conventional approach provides 
motion-corrected images through the use of ECG triggering 
in mid-diastole for cardiac motion compensation and the use 
of respiratory navigators for respiratory motion correction, 
with T2-preparation used to improve blood–myocardium 
contrast and fat saturation to improve blood–fat contrast. 
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Conversely, our free-running non-interrupted LIBRE bSSFP 
approach provides cardiac- and respiratory-motion-resolved 
images without the need for ECG or navigators, with blood–
myocardium contrast intrinsically provided by bSSFP2 and 
fat signal attenuation through LIBRE. The benefit of our ap-
proach is that it provides isotropic motion-resolved 3D images 
with a simplified workflow––eliminating the need to apply 
the ECG and position the navigator––while scanning time is 
constant and independent of heart rate or respiratory patterns. 
The sampling efficiency is high at around 30%, as all the data, 
whose acquisition accounts for ~30% of the scan duration, are 
used to reconstruct the 5D images. Conversely, the conven-
tional ECG-triggered and navigator-gated approach suffers 
from a significantly reduced sampling efficiency of 2% only, 
because data used for image reconstruction are only collected 
when both favorable cardiac and respiratory phases coincide. 
In addition, the acquisition time of the conventional approach 
can be unpredictable and vary because of many factors, in-
cluding the low acceptance rate of the respiratory gating,15 
positioning of the navigator,40 and changes in the respira-
tory41 or cardiac cycle6 during the scan. However, like FS, the 
conventional approach potentially benefits from higher SNR 
as the ECG trigger delay allows for magnetization recovery. 
Furthermore, the use of T2-preparation provides increased 
blood–myocardium contrast, but this increase may be offset 
to a certain degree by the intrinsic blood–myocardium con-
trast of bSSFP.2
4.4 | Study limitations
The study methodology contained some shortcomings. The 
LIBRE pulse was compared to a 1-2-1 WE pulse that was 
available on the scanner, and, apart from an RF excitation 
angle optimization, no further optimization of this pulse was 
performed. Recent work has demonstrated that fast inter-
rupted steady-state (FISS)42 can be exploited for fat-saturated 
5D free-running cardiac imaging,43,44 and a comparison with 
the present approach would be very instructive. The recon-
struction pipeline, including regularization weights, was 
identical for LIBRE, SP, WE, and IFR, although optimal reg-
ularization weights are expected to vary as each acquisition 
will have slightly different noise levels and residual aliasing. 
The identification of the mid-diastolic phase was done visu-
ally and separately for each data set, without consideration of 
coronary artery vessel length or sharpness. Therefore, coro-
nary artery visualization for these data could potentially be 
further improved through the use of pulse-specific regulari-
zation weights and a more quantitative approach for extract-
ing the mid-diastolic resting phase.
Furthermore, this study did not measure cardiac func-
tion. However, LIBRE acquisitions can potentially provide 
cardiac functional information, as previous studies involving 
free-breathing 3D radial bSSFP or gradient-recalled echo ac-
quisitions, with7 and without6,30 compressed sensing recon-
structions, showed good agreement with 2D cine acquisitions 
in terms of left ventricular end-systolic volumes, end- 
diastolic volumes, and ejection fraction.
5 |  CONCLUSIONS
The LIBRE pulse was numerically optimized and success-
fully used for fat-suppressed fully self-gated non-interrupted 
free-running 5D bSSFP cardiac MRI at 1.5T. In vivo, LIBRE 
improved blood–fat contrast and vessel sharpness and main-
tained vessel length relative to non-interrupted free-running 
WE and the previously published IFR, while reducing scan 
time and SAR relative to IFR. LIBRE could potentially offer 
motion-resolved coronary MRA and functional imaging of 
the heart at high spatial resolution, with a simplified work-
flow compared to more conventional cardiac MRI protocols.
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SUPPORTING INFORMATION
Additional Supporting Information may be found online in 
the Supporting Information section.
FIGURE S1 Theoretical LIBRE signal behavior modelled 
using relaxation times measured in vivo. Transverse steady-
state magnetization (Mss), as a function of RF excitation 
angle and frequency (relative to the Larmor frequency) for 
different sub-pulse durations (τ) of the LIBRE pulse, for 
blood, fat (6-peak model), myocardium, blood–fat contrast, 
and blood–myocardium contrast
FIGURE S2 Theoretical LIBRE (τ = 1.3 ms, fRF = 540 Hz), 
SP, and WE signal behavior modelled using relaxation times 
measured in vivo. Transverse steady-state magnetization 
(Mss) as a function of RF excitation angle for (A) blood, 
(B) fat (6-peak model), (C) myocardium, (D) blood–fat 
contrast, and (E) blood–myocardium contrast
VIDEO S1 Animation derived from one free-running LIBRE 
data set showing respiratory motion at mid-diastole for one 
3.5-mm-thick slice in transverse, coronal, and sagittal orienta-
tions. Epicardial fat was consistently suppressed, which allowed 
visualization of the coronary arteries, even though fat was not 
necessarily homogeneously suppressed throughout the FOV
VIDEO S2 Animation derived from one free-running LIBRE 
data set showing cardiac motion at end-expiration for one 
3.5-mm-thick slice in transverse, coronal, and sagittal orien-
tations. Epicardial fat was consistently suppressed, which al-
lowed visualization of the coronary arteries, even though fat 
was not necessarily homogeneously suppressed throughout 
the FOV
How to cite this article: Masala N, Bastiaansen JAM, 
Di Sopra L, et al. Free-running 5D coronary MR 
angiography at 1.5T using LIBRE water excitation 






Supporting Information Figure S1: Theoretical LIBRE signal behavior modelled using 
relaxation times measured in vivo. Transverse steady-state magnetization (Mss), as a function 
of RF excitation angle and frequency (relative to the Larmor frequency) for different sub-
pulse durations (τ) of the LIBRE pulse, for blood, fat (6-peak model), myocardium, blood-fat 












Supporting Information Figure S2: Theoretical LIBRE (τ = 1.3 ms, fRF = 540 Hz), SP, and 
WE signal behaviour modelled using relaxation times measured in vivo. Transverse steady-
state magnetization (Mss) as a function of RF excitation angle for A) blood, B) fat (6-peak 
model), C) myocardium, D) blood-fat contrast, and E) blood-myocardium contrast. 
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2.4 Free-running bSSFP coronary MRA with LIBRE pulses and 
fast(er) fNAV reconstruction 
The study in Section 2.3 achieved fully self-gated uninterrupted free-running 5D 
coronary MRA by integrating LIBRE pulses into a bSSFP sequence. The free-running 
LIBRE approach reduced scan time and SAR compared to the interrupted acquisition, 
and maintained image quality and vessel conspicuity relative to the interrupted IFR and 
uninterrupted WE free-running acquisitions. However, the reconstruction time of the 
XD-GRASP technique for these datasets was between 5 and 8 hours, which would have 
been prohibitively long for allowing prompt assessment by clinicians during patient 
scans. Recent work in the lab had led to the development of an autofocusing approach 
(121) called focused navigation (fNAV) (122,123) that estimated non-rigid respiratory 
motion from the SI projection of the 3D radial phyllotaxis trajectory (48). In ECG-
triggered 3D radial coronary MRA (37) of volunteers and patients, fNAV reconstruction 
significantly improved vessel sharpness compared to reconstructions using rigid motion 
correction or XD-GRASP. This advanced the notion that fNAV could be successfully 
used for 3D coronary MRA of the free-running 5D LIBRE acquisitions while reducing 
the reconstruction time, as fNAV does not require compressed sensing and instead 
iteratively minimizes a metric of image quality. A colleague, Giulia Rossi, was 
responsible for translating fNAV to 5D acquisitions by implementing an additional 
correction for cardiac motion. fNAV was first used for non-rigid intra-bin correction of 
respiratory motion of the undersampled 5D dataset, and then five cardiac phases 
manually selected from the resulting 4D dataset were co-registered, generating a 3D 
motion-corrected image for each 5D dataset. The conference abstract, which was 
accepted to the Virtual Scientific Sessions 2021 of the Society for Cardiovascular 
Magnetic Resonance (SCMR), is presented below. 
2.4.1 Personal contribution 
I was the second author of this study. I provided the raw data, the computed motion 
signals, and the XD-GRASP reconstructions to the first author, Giulia Rossi. 
2.4.2 Peer-reviewed conference abstract 
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cardiac motion-corrected 3D whole-heart coronary MRA. 
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Background 
Coronary Magnetic Resonance Angiography (CMRA) requires robust compensation of both 
respiratory and cardiac motion. Recently, an auto-focusing technique (fNAV) [1] was proposed for 
intra-acquisition non-rigid correction of respiratory motion in 3D radial ECG-triggered CMRA 
acquisitions. In this work, we present a novel method for CMRA that integrates fNAV with an 
uninterrupted bSSFP acquisition using LIBRE water excitation pulses [2-4] as part of the free-running 
framework [5-6]. We test the hypothesis that, a) by using fNAV to correct for respiratory motion and 
b) image registration to correct for residual cardiac motion, we can obtain high-quality images of 
coronary arteries without the need for compressed sensing (CS). We quantitatively compare our 
approach to the previously established cardiac-and-respiratory-resolved 5D imaging in vivo. 
Methods 
CMRA data were acquired in 9 healthy volunteers (age: 23-34 y; 5 male) on a 1.5T MAGNETOM Sola 
(Siemens Healthcare, Erlangen, Germany) with a previously described prototype free‐running 
acquisition (Fig.1A) [4]. For each volunteer, we reconstructed 5D images as previously reported [4-
6], extracted quiescent 3D images (Fig.1B), and compared those to fNAV reconstructions (Fig.1C). 
For both methods, reconstruction times were recorded. Curved reformats of the right coronary artery 
(RCA) were obtained from the resulting 3D images and visually compared. Quantitative comparison 
of image quality was performed via evaluation of RCA percentage vessel sharpness (%VS) and visible 
length using Soap-Bubble [7] and by blood-to-myocardium contrast ratio (CR) measurements using 
3DSlicer [8]. Statistical significance was evaluated using paired t-tests. 
Results 
Overall, fNAV images were visually comparable to 5D images (Fig.2), with reconstruction times of 
32-52 minutes and 5-8 hours [4], respectively. Reformats of the RCA were also similar; however, the 
fNAV approach provided improved visual vessel conspicuity at specific locations (Fig.3). Quantitative 
comparisons (Table1) confirmed preserved CR and comparable visible RCA length, and no 
statistically significant difference in %VS. 
 
Discussion and Conclusion 
By combining fNAV and image registration, fully motion-corrected CMRA images can be obtained 
from free-running acquisitions without the need for CS, leading to similar image quality in significantly 
shorter reconstruction times. In patient populations where un-resolved intra-bin motion may be further 
amplified and degrade image quality of cardiac-and-respiratory-resolved 5D imaging, our approach 
may be particularly beneficial, but this remains to be studied. Sources of improvement can be sought 
in the optimization of quiescent cardiac data selection and subsequent image registration. If sufficient 
SNR gain could be achieved whilst preserving %VS, the increased amount of signal could be traded 
for higher resolution or abbreviated scan times, potentially improving the current diagnostic ability of 
3D radial CMRA in the assessment of coronary artery disease. 
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Figure 1. Overview of the methods. A: Schematic of the prototype free-running acquisition 
comprising lipid‐insensitive binomial off‐resonant RF excitation (LIBRE) pulses for water-excitation. 
B: Schematic of the reconstruction pipeline for 5D image reconstruction. Self-gating (SG) signals 
extracted from the data are used to bin the data into four respiratory bins and a variable number (Nc) 
of 50 ms cardiac bins (Nc was in the range 16-21 for the 9 subjects). Cardiac-and-respiratory-motion-
resolved 5D images are reconstructed with CS and a final 3D image representing a cardiac resting 
phase during end-expiration is manually selected for curved reformatting of the right coronary artery 
(RCA) C: Schematic of the reconstruction pipeline for the proposed fNAV-based reconstruction. fNAV 
 
 
is used for intra-acquisition non-rigid correction of respiratory motion for each cardiac phase creating 
cardiac-motion-resolved 4D respiratory motion-corrected images. Image registration of five manually 
chosen cardiac phases is then performed using NiftyReg, and results in a 3D image used for curved 
reformatting of the RCA. The number of cardiac phases to register was empirically fixed to five based 




Figure 2. Qualitative comparison between 5D and fNAV-based reconstruction. Representative 
images in axial, sagittal, and coronal orientations are shown for a mid-diastolic end-expiration phase 
in the reference 5D reconstruction (A) and for the proposed fNAV reconstruction (B). Yellow arrows 








Figure 3. Reformatted images of the right coronary artery (RCA). Reformatted images of the RCA 
obtained with Soap-Bubble are shown for four representative volunteers for the reference 5D 
reconstruction (A) and for the proposed fNAV-based reconstruction (B). Arrows indicate RCA 
branches (yellow) or segments (green: beginning of the segment, red: end of the segment) for which 





Table 1. Quantitative comparison between 5D and fNAV-based reconstructions. Abbreviations: 
CR, contrast ratio; RCA, right coronary artery; VS, vessel sharpness. Data are presented as 
mean ± SD, except for detection rates. RCA was considered detected if >2cm were visible. None of 
the differences were found to be statistically significant at a 0.05 significance level (paired t-test). p-
values were 0.88, 0.88, 0.20 and 0.08 for CR blood-myocardium, RCA vessel length, RCA %VS (4 
cm) and RCA %VS (full length), respectively. 
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2.5 Discussion 
LIBRE pulses were successfully optimized and used for coronary MRA at 1.5T in an 
uninterrupted bSSFP sequence (Section 2.3), without the need for contrast agent 
injection, ECG set-up, or respiratory belts. LIBRE reduced SAR and improved blood-fat 
contrast in vivo compared to all other examined sequences, and compared to the 
previously-published interrupted free-running (IFR) approach (40), it reduced scan time 
by 18%. The free-running LIBRE approach maintained image quality and vessel 
conspicuity compared to the free-running IFR and WE approaches. In addition to the 
discussion in the article, the blood-myocardium contrast of the uninterrupted bSSFP 
sequences was higher than that of IFR, indicating that the inherent blood-myocardium 
contrast of bSSFP was compromised by interrupting the steady-state. This was also the 
first time that an uninterrupted 3D bSSFP sequence had been used in cardiac MRI or in 
any other dynamic application. Finally, the use of fNAV reconstruction (Section 2.4) 
reduced the reconstruction time by eight-fold while maintaining image quality. 
A further extension would involve the extraction of functional information from the 
LIBRE free-running approach. Reference ejection fraction cine scans were acquired 
during the original study and it would be informative to see whether ejection fraction 
calculated from the 5D images matches the reference values. Moreover, an intermediate 
step of the fNAV reconstruction for 5D data involves the generation of a 4D cardiac-
resolved dataset, which could be used for the calculation of ejection fraction, offering 
the potential for combined anatomical and functional imaging with the simplified 
workflow of the free-running framework and the reduced reconstruction time of fNAV. 
However, we currently lack the computational tools to automatize ejection fraction 
calculation in 5D datasets, and, more generally, to efficiently take advantage of the large 
amount of data contained in multidimensional datasets. The current challenge with 
calculating ejection fraction from 5D data is that both the reformatting of the images to 
the correct orientation and the segmentation of the left ventricle are largely manual 
steps. A current industrial collaboration has as one of its aims to improve the ease of 
analyzing 5D images. 
Some of the shortcomings of the free-running LIBRE approach will be discussed in this 
paragraph. In this study, the LIBRE pulse was numerically optimized for blood-fat 
contrast, although the final choice of parameters was somewhat arbitrary because it 
was largely based on attempting to reach similar blood signal as a 1-180°-1 binomial 
pulse, which may have been a suboptimal criterion. For example, it remains to be seen 
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whether a slight decrease of the subpulse duration would be able to maintain vessel 
conspicuity while reducing scan time and TR, including the risk of banding artefacts. In 
addition, while the B0 and B1 sensitivity of the LIBRE pulse were examined with these 
simulations, they were not verified quantitatively in vitro. It would be interesting to see 
whether the in vitro signal measured as a function of B0 inhomogeneities from a B0 map 
or as a function of B1 inhomogeneities from a B1 map matches the predictions of the 
simulations. As an example, the frequency response of the LIBRE pulse was asymmetric, 
so a B0 map would be able to reveal the effect of this asymmetry on in vitro or vivo 
signal and whether it needs to be mitigated. Finally, the algorithm for the selection of 
parameters could be optimized. A single-peak fat model was initially used (Figure 16), 
consisting of the dominant peak in the six-peak model, and it was during the review 
process that the simulations were re-done with the six-peak model that went into the 
article. The optimal parameters using the six-peak model did not change, aside from the 
optimal RF angle increasing from 120° to 130°. However, as mentioned in the Discussion 
in the article, the fat suppression band of LIBRE encompassed four likely dominant 
peaks of epicardial fat, which may explain why it still successfully suppressed fat in 
vivo. We were unable to find studies that discussed the variability of the locations or 
amplitudes of each of the peaks in the spectral domain nor was the multi-peak nature 
of fat often considered in the literature, aside from notably the IDEAL technique (99), 
yet such information could be used to replace the peaks in the simulations with 
distributions and potentially yield a parameter set that provides more robust in vivo 
blood signal and suppressed fat signal. Knowing the distribution of fat peaks among a 
healthy or patient population could provide a probability of how often those parameters 
would yield effective fat suppression in vivo. In vivo B0 distributions for the heart could 
also be included in such a model. The numerically-optimized parameters for the study 
were validated in vitro, and then the RF frequency was further optimized in vivo in 
three volunteers, as the blood-fat contrast was more susceptible to variations in RF 
frequency. Interestingly, however, the optimal RF frequency in vitro was higher than 
that from the simulations, which was higher than the in vivo optimal value, indicating 
that care should be taken in choosing the data on which to base the pulse parameter 
optimization. It remains to be seen whether theoretical multi-peak models like those 
discussed above can entirely replace the need for an in vivo calibration. 
The determination of the motion signals could also be improved. Although the default 
self-gating algorithm determined the three principal components with the highest 
powers in the respective spectral frequency bands and then selected the one with the 
lowest index, the cardiac principal component with the “best” cardiac signal was often 
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the one with the highest spectral power in that band, rather than the one with the lowest 
index. Moreover, the temporal frequency spectrum of the SI projections acquired with 
the LIBRE pulse tended to have very strong trajectory-dependant peaks that were not 
completely removed by the trajectory-dependant frequency component filtering (54). 
Motion signals producing clear motion-resolved images could always be successfully 
extracted from LIBRE datasets, although it remains to be seen whether the impact of 
these trajectory components can be reduced. The use of a non-trajectory-based motion 
signal, such as the Pilot-Tone (124), may represent one potential avenue. In addition, 
referring to the comment in the Discussion of the article about a quantitative way of 
determining the quiescent cardiac phase, current work in the lab is attempting to do 
that in combination with the fNAV technique. 
Coronary MRA with the free-running LIBRE approach has the potential for clinical 
applications, although some issues need to be addressed. The optimal parameters from 
this study need to be validated in a larger group of volunteers, or else re-determined 
from more accurate simulations. While the use of an fNAV reconstruction greatly 
reduced reconstruction time, a shorter reconstruction time would better permit the 
clinicians to assess the images at the scanner. Parallelization of the fNAV reconstruction 
might be one means. Deep learning approaches for cardiac MR image reconstruction 
might be another means. Five-second reconstruction times were achieved for 4D 
undersampled Cartesian acquisitions with a 15-subject training set (125), indicating that 
the 20 LIBRE datasets acquired here might serve as an adequate training set. Yet another 
such approach could be SIMBA (126). The trajectory peaks in LIBRE datasets (and bSSFP 
datasets in general) hindered the application of SIMBA to these data, meaning that 
another means of extracting the motion signals might enable the use of SIMBA for 
LIBRE. 
There are potential alternatives for free-running coronary MRA. Such alternatives must 
be amenable to a free-running acquisition, namely avoiding the use of external devices, 
and permit the extraction of cardiac and respiratory motion signals. As noted in the 
article in Section 2.3, it would be interesting to compare free-running LIBRE and free-
running FISS as they have both been recently used for free-running 5D coronary MRA. 
Current work in the lab aims to use asymmetric echoes to reduce the TR constraints 
and enable more robust high-resolution imaging with radial FISS; changing TR with the 
present free-running LIBRE approach would only affect the likelihood of banding 
artefacts and may thus serve as a potential means of reducing scan time. Moving on, 
the water excitation techniques have the benefit of being readily implementable in the 
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free-running framework. LIBRE should be compared with the BORR pulse in a free-
running radial bSSFP acquisition, as they are the two off-resonant excitation techniques 
of which we are aware. Although only an RF-phase-modulated 1-2-1 water excitation 
pulse was examined in this study, it would be very informative to examine free-running 
imaging with other water excitation pulses, especially as they can be used for both non-
selective and slab-selective imaging. Slab-selective excitation would have the benefit or 
reducing signal from bright sources outside the FOV and thus reducing streaking 
artefacts in radial imaging. Furthermore, the spectrally-selective wideband bSSFP 
approach (92) highlighted the possibility of modifying the interpulse spacing, which 
suggests that other parameters of these conventional binomial pulses can be modified 
to improve on-resonant signal of the 1-2-1 pulse to that of normal bSSFP. In general, it 
might be informative to define an optimization problem involving a general class of 
(off-resonant) binomial excitation pulses, to see if other promising pulses can be found; 
a possible approach could use particle swarm optimization (127) as was done in (128). 
Second, although inversion-based fat suppression techniques can theoretically be 
applied for free-running Cartesian imaging, the need to image around the TI might 
impose impractical restrictions on the trajectory and result in scan inefficiency. A 
possible alternative may be combined T1 mapping and synthetic fat suppression using 
an inversion-based 3D radial free-running sequence for T1 mapping (129), where it was 
shown that the T1-weighting could be incorporated as an extra dimension in the free-
running framework, although it remains to be seen whether spatial resolution can be 
increased for high-resolution coronary imaging. Third, with regards to the sequence-
based techniques, FS-TIDE (91) does not appear to be adaptable to 3D trajectories, and 
the required short TR and reduced SNR of the periodic RF angle technique (89) may be 
prohibitive for high-resolution imaging. It remains to be seen whether the opening and 
closing ramped flip angles of the S5FP approach (76) may generate artefacts in either 
the motion extraction step or the reconstructed images. The two dual-acquisition bSSFP 
techniques (86,88) may be worth investigating, although some sort of acceleration along 
the phase cycle dimension should be added to mitigate the increase in scan time. The 
use of steady-state bSSFP sequences makes the techniques possible with both radial and 
Cartesian imaging, and also the steady-state nature may facilitate extracting motion 
signals. Fourth, multi-echo Dixon fat-water separation techniques hold promise for B0- 
and B1-insensitive fat suppression, and current work in the lab is exploring this avenue. 
The feasibility of motion extraction from the imaging data, due to the use of different 
TEs, remains to be investigated, although non-trajectory-based motion signals may 
alleviate this concern. TRs with bSSFP-based Dixon techniques have been below 6 ms 
(99,130), which should reduce the risk of banding artefacts, but a combined Dixon and 
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banding reduction technique (102) may also be useful for free-running imaging. The 
other bSSFP-based water-fat separation techniques could also be used, as the sequence 
could be readily adapted. The phase-sensitive technique (104) should be easily 
translatable and should be less sensitive to partial volume effects at the higher 
resolutions necessary for coronary MRA, although it remains to be seen whether the 
TR-dependance would make it B0-sensitive in the inhomogeneous volumes experienced 
in cardiac MRI. Finally, the repeated sampling of the k-space centre by rosette 
trajectories fulfills the self-gating criterion for free-running imaging, although the SNR 
reduction may be prohibitive. In summary, the binomial water excitation, bSSFP-based, 
and Dixon-based techniques hold the most promise for alternative free-running 
imaging approaches. 
To add to the previous paragraph, it should be pointed out that some techniques might 
be more amenable to low-field free-running bSSFP imaging and others to high-field 
free-running imaging. While higher field strengths benefit from higher SNR, lower field 
strengths benefit from lower cost, lower SAR, improved main field homogeneity, and 
improved safety for patients with implants (131). At higher field strengths, the water 
excitation techniques would all have shorter RF pulse durations and therefore TR due 
to the increased separation between fat and water in the tissue-frequency domain, 
reducing scan time. However, the increased B0 and B1 inhomogeneities would need to 
be mitigated; a GRE acquisition with contrast agent would be one avenue with regards 
to B0 inhomogeneities. On the other hand, the improved field imhomogeneity lends 
bSSFP sequences readily to low-field applications, where the use of bSSFP together with 
the other advantages of low-field systems may help to offset the SNR reduction (131). 
The simultaneous banding reduction and fat suppression technique with phase-cycled 
bSSFP (86) would be able to use a more flexible TR of 6.6 ms with little risk of banding 
artefacts (see Figure 5 in (131)), providing for reduced-banding high-resolution imaging. 
Other bSSFP techniques like fluctuating equilibrium MRI (106) and two-phase linear 
combination (107) would also be able to take advantage of such a longer TR. The Dixon 
bSSFP techniques might also benefit from the improved B0 homogeneity at low field, as 
it would reduce restrictions on TR and hence TE. The increase in scan time due to TR 
would need to be considered, although Simonetti et al. have argued that acceleration 
with CS methods would have an even more beneficial effect on image quality at low-
field than at high-field (131). Applying the free-running LIBRE approach at low field 
would necessitate increasing pulse duration to account for the reduced water-fat 
separation in the tissue frequency domain, assuming the other two parameters remain 
constant, yet the inherent benefits of low-field imaging would provide two avenues of 
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optimization. The improved B0 homogeneities would permit increasing TR, 
accommodating increases in pulse duration and consequent reductions in RF frequency 
with the effect of increasing blood signal, and consequently reducing receiver 
bandwidth for increased SNR. On the other hand, the reduced SAR would permit a 
higher excitation angle, reducing pulse duration (and compensating for the inherently 
longer pulse durations), TR, and consequently, acquisition time. 
As a final addition to the discussion about alternative free-running approaches, a free-
running study using a spiral-based Cartesian trajectory (132) was performed by a 
colleague, Christopher Roy (133). The original study found that image quality relative 
to 5D radial imaging was somewhat degraded by artefacts, partly from uncompensated 
intra-bin motion. Although LIBRE and BORR are not adaptable to a slab-selective 
Cartesian approach, the binomial water excitation and bSSFP-based approaches hold 
promise for Cartesian free-running imaging, in combination with a technique like fNAV 
for accounting for intra-bin respiratory motion. 
This work offers the potential to open up the field of cardiac MRI by simplifying the 
complicated workflow and required specialist knowledge. This combination of the free-
running framework and LIBRE water excitation shifts the burden from the acquisition 
side to the reconstruction side. The self-gating feature of the free-running framework 
reduces the amount of active participation by both technicians and patients, removing 
the need for the set-up of the ECG and other external devices and removing the need 
for breath-holds, among other things. The generation of blood-fat contrast through the 
water excitation properties of the LIBRE pulse and that of blood-myocardium contrast 
inherently by the use of an uninterrupted bSSFP sequence obviated the need for the 
administration of gadolinium-based contrast agent, which can sometimes pose health 
risks (17). Moreover, the computational burden of the XD-GRASP reconstruction was 
itself greatly reduced through the use of fNAV reconstruction, and can perhaps be 
further reduced through the use of deep-learning-based reconstruction. In addition, 
bSSFP sequences have been widely used for both cardiac imaging and other applications 
for about the past twenty years, which should facilitate both the availability on different 
scanners, particularly low-field scanners, and clinical acceptance of uninterrupted free-
running bSSFP approaches. From the technical side, this study also showed that a 
simple, conventional sequence like bSSFP could be successfully used for 3D cardiac MRI, 
potentially encouraging new research. The use of the LIBRE free-running approach 
therefore has the potential to improve adoption of cardiac MRI by reducing acquisition 
times and sequence availability (6), in addition to the reduction in invasiveness and 
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This chapter will present work on PLANET for static and dynamic applications. 
Consistent with the work done in Chapter 2 where RF phase properties were exploited 
to generate contrast between blood and fat, PLANET exploits the phase of RF excitations 
to simultaneously generate T1 and T2 contrast, which lends itself ideally for quantitative 
cardiac tissue mapping on the one hand and to be integrated as part of the free-running 
framework on the other. Therefore, the work reported here is a logical extension of that 
in the previous chapter. In this chapter, a literature overview of previous techniques for 
multiparametric T1 and T2 mapping will first be presented and then used to motivate 
the choice of PLANET in detail. This will be followed by a description of the PLANET 
algorithm. The subsequent two sections will focus on technical work: accomplishing 
PLANET with an accelerated 3D Cartesian acquisition, and preliminary work involving 
PLANET for the myocardium and with radial acquisitions. The chapter will conclude 
with a discussion and future directions. 
3.2 Multiparametric mapping approaches 
This section will provide a literature overview of methods providing T1 and/or T2 maps. 
Although there are other quantitative MR imaging techniques, this focus was chosen to 
be consistent with the clinical significance provided in Section 1.2 and for brevity. 
3.2.1 Brief overview of conventional T1 and T2 mapping techniques 
For static tissues, the standard techniques are inversion recovery spin echo (IR-SE) for 
T1 mapping and multi-echo spin echo (ME-SE) for T2 mapping (134). IR-SE T1 mapping 
acquires images of the sample at different TIs, generating a voxel-wise sampling of the 
longitudinal magnetization recovery curve from which a non-linear fitting technique 
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can be used to recover the T1 value. IR-SE requires a long TR, recommend to be four 
times the longest T1 relaxation time in the sample, leading to long acquisition times 
even for 2D acquisitions (134). T2 mapping using ME-SE involves using a spin echo train 
to acquire several images of the sample, from which a voxel-wise fit can be used to 
recover T2. Imperfections in the refocusing pulses lead to stimulated echoes that can 
result in an overestimation of T2 values (135). Both these techniques are model-based 
and require long acquisition times (134). 
For cardiac applications, the standard T1 technique is modified Look-Locker inversion 
recovery (MOLLI) (10,24) and the standard T2 technique is T2-prepared bSSFP (10,25). 
The Look-Locker technique (136,137) attempts to reduce the long acquisition time of IR-
SE by acquiring images with repeated low-excitation-angle pulses following each 
inversion pulse, which results in a perturbation of the normal recovery curve and needs 
a non-linear fit to recover the true T1. MOLLI uses a 2D ECG-triggered breath-held 
acquisition in mid-diastole where three Look-Locker experiments are performed in 
succession using bSSFP readouts. Each Look-Locker experiment has a different TI that 
offsets the sampling of the recovery curve and ensures there are sufficient sampling 
points on the recovery curve when the three sets of images are combined. Nonlinear 
voxel-wise fitting is then used to recover the true T1. Acquisition times in the original 
study ranged from 15 to 18 s (24). MOLLI measurements have high precision and 
reproducibility, but a low accuracy due to biases that can result from heart-rate 
dependance and T2 dependance (138). T2-prepared bSSFP uses a breath-held acquisition 
with T2-preparation modules followed by dummy pulses and bSSFP partial Fourier 
readouts. There are two different T2-preparation modules, to facilitate respectively a 
short TE of 2.59 ms and a long one of 55 ms, that are alternated during the acquisition. 
Fitting is performed voxel-wise. The original study used a 25 s acquisition (25). T2-
prepared bSSFP requires a delay of some heartbeats to allow for magnetization recovery 
(19), further increasing breath-hold and acquisition time. Moreover, a slight dependancy 
of the measured T2 value on the slice orientation was also observed (139). Both these 
techniques are single-slice techniques that might be prone to slice misalignment in the 
multi-slice case (140) and are unable to provide complete information on the spatial 
variation of disease (10) due to limited spatial coverage (namely, 2D) or partial volume 
effects. Both methods also use long breath-holds that would be difficult for patients to 
consistently manage, as pulmonary-compromised patients can only hold their breath 
for 9.2 s on average (31). 
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In addition to the clinical advantages discussed in Section 1.2, multiparametric cardiac 
mapping would avoid the need to register maps acquired from different acquisitions. 
3D free-breathing multiparametric techniques would also avoid the problems of slice 
misalignment orientation dependence, and the need for breath-holds. As well, accurate 
multiparametric mapping allows the retrospective generation of images with synthetic 
MR contrast, and such a generation of clinically-useful synthetic images may aid in 
improving clinical acceptance of multiparametric mapping and in increasing the 
amount of information available to the clinician from one scan (141). 
3.2.2 Multiparametric mapping techniques for static applications 
Multiparametric mapping for static applications can be categorized into a few general 
classes of acquisitions, including magnetization-prepared techniques, transient-state 
techniques, phase-cycled bSSFP-based techniques, unbalanced steady-state techniques, 
and stimulated-echo techniques. While most methods first reconstruct images before 
generating maps, one of the transient-state techniques, MR-STAT, directly reconstructs 
parameter maps without first reconstructing MR images (142). 
3.2.2.1 Magnetization-prepared techniques 
This class uses acquisitions with magnetization preparation pre-pulses, such as 
inversion pulses or T2-preparation modules, to generate a specific series of contrasts 
and extract parameters from fitting a model to the obtained images. 
IR-TrueFISP (143), which was the earliest reported multiparametric mapping technique, 
used an acquisition consisting of repeating sequences of an inversion pulse and bSSFP 
readouts, with five seconds of T1 recovery prior to the next inversion, to acquire 38 2D 
images along the recovery curve. T1, T2, and proton density were recovered for each 
voxel by fitting the data to an analytical model using a least-squares fit. Maps of a single 
slice were acquired with near-1-mm in-plane resolution at the expense of a long 
acquisition time of 2:08 minutes, and the method was sensitive to B0 inhomogeneities, 
which were not included in the model but were minimal in the original study of the 
brain (143). The authors also noted a sensitivity to imperfect slice profile effects (143). 
A further development incorporated a golden-angle radial trajectory with view sharing 
to reduce the acquisition time to 6 s per slice (144). This development also added 
corrections for magnetization transfer and slice profile effects that increased the scan 
time up to 28 s per slice. 
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Another technique, QRAPMASTER (141), acquired T1, T2, B1, and proton density maps 
using a spin-echo sequence where the repeating unit had a saturation pulse followed by 
a multi-echo spin echo train. The saturation pulse and spin echo RF pulses acted on 
different slices, allowing each slice to experience different delay times that enabled the 
calculation of the T1 relaxation time, while the multi-echo spin echo train allowed the 
calculation of T2 (141). Parameters were recovered voxel-wise by fitting the measured 
signal to a theoretical model and included a correction for imperfect slice profiles. 
Accurate and 3D maps of the brain with voxel sizes of 0.8 x 0.8 x 5 mm were acquired 
in 5:14 minutes with SENSE acceleration (141). The authors did note a sensitivity to 
partial volume effects at interfaces of white matter and cerebrospinal fluid (141), and it 
was unclear whether the slice profile correction and B1 estimate prevented the T2 over-
estimation that could occur with ME-SE. 
3.2.2.2 Transient-state techniques 
This class utilizes acquisitions with irregular variations in acquisition parameters, and 
then recovers parameter maps using an appropriate reconstruction technique. 
MR fingerprinting (145) used a pseudorandomized acquisition to generate unique signal 
evolutions over time, or “fingerprints,” for each parameter combination, and then 
recovered parameters via voxel-wise matching of the acquired time courses to a 
“dictionary” of predicted signal time courses. The original study (145) varied RF 
excitation angle and TR pseudo-randomly while using a 2D variable-density spiral 
trajectory, and matched acquired time courses to simulated time courses after 
magnitude normalization by finding the simulated time course that maximized the dot 
product (a proxy for linear correlation). The dictionary generation time for 563 784 
entries was 399 s. MR fingerprinting was found to produce accurate motion-insensitive 
2D maps of T1, T2, M0, and off-resonance with an accelerated 12.3 s acquisition and 
dictionary matching time of 3 minutes (145). The original study used a voxel size of 2.3 
x 2.3 x 5 mm, which could be reduced at the expense of acquisition time (146). 
Furthermore, the requirement for spatially- and temporally-incoherent artefacts meant 
that, in addition to pseudorandom excitation patterns, fingerprinting was limited to 
spiral and radial trajectories (142,145). There have been many studies extending the 
capabilities or addressing the limitations of MR fingerprinting. Some examples include: 
accelerating map generation by about 70 times using fast group matching (147), adding 
B1 estimation (148), extending to simultaneous multi-slice and 3D acquisitions (148,149), 
and further accelerating the acquisition down to 2.6 s using a reconstruction technique 
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with spatial wavelet and locally low-rank regularization (146). It should also be 
mentioned that the original MR fingerprinting study appeared to have ignited interest 
in developing multiparametric mapping techniques. 
A second technique, MR-STAT (142), solved the MR-physics-based nonlinear inversion 
problem of the temporally- and spatial-varying MRI signal, yielding the parameters 
directly from k-space data without first reconstructing intensity-based images like the 
other multiparametric mapping techniques discussed in this thesis. MR-STAT treated 
the problem of generating MR parameter maps as a system identification problem (150). 
The avoidance of the initial Fourier decoding step of conventional MRI reconstruction 
had the benefit of enabling transient-state acquisitions, like MR fingerprinting (142). 
Unlike MR fingerprinting, however, MR-STAT did not restrict the choice of RF 
excitation or trajectory, being applicable to any trajectory, and did not require a pre-
computed dictionary (142). MR-STAT could also provide an estimate of the precision of 
the parameters. A 1.8 x 1.8 x 3 mm2 image was acquired in 7.8 s and generation of T1, 
T2, proton density, off-resonance, and B1+ maps took 12 minutes with parallelization 
(142). MR-STAT had similar accuracy as reference techniques and similar map quality 
as MR fingerprinting, although the generation of high-resolution maps (1-mm isotropic 
resolution) required approximately five hours of computation (151). The computation 
of 3D maps would, therefore, be prohibitively long. 
A third study aimed to drastically reduce map reconstruction time by using artificial 
neural networks for parameter estimation in combination with k-space view sharing, 
generating 3D T1, T2, and proton density maps with high accuracy in less than seven 
minutes (152). The networks were trained on simulated data with added noise, 
indicating that prior in vitro or in vivo data was not required, although the authors 
reported that the network had to be trained separately for each proposed acquisition 
(152). It was also unclear how long the training phase took. 
3.2.2.3 Phase-cycled bSSFP-based techniques 
These techniques all utilize multiple bSSFP acquisitions with the RF phase increment 
per acquisition increasing linearly from 0° to 360° (or equivalently from -180° to 180°), 
yet they are distinguished in the way that they extract parameter maps. 
The earliest technique, motion-insensitive rapid configuration relaxometry (MIRACLE) 
(153), extended TESS (154) to bSSFP by using an iterative approach based on 
66 
 
configuration theory to estimate T1 and T2 relaxation times. It was able to acquire 
1x1x2mm3 maps of the brain in 5min30 with 12 phase cycles (153). The maps were 
accurate and T2 was B1-insensitive, although the authors reported T1 underestimation 
in the brain that was likely due to frequency profile asymmetries, as the model used 
failed to account for the multiple-component nature of the tissue (153). MIRACLE was 
also sensitive to B0 inhomogeneities for low numbers of phase cycles (155). TrueCISS 
(156) used a dictionary-matching approach to estimate bSSFP parameters (M0, f0, T2/T1) 
voxel-wise from an undersampled acquisition, after a compressed sensing 
reconstruction that exploited spatial sparsity and sparsity of the bSSFP profile in the 
Fourier domain of the phase-cycle dimension. Using 16 phase cycles with 8x 
undersampling, they acquired data with 1x1 mm2 resolution in 10min15s (156). The 
maps were B1-insensitive, and they noted that the accuracy of the coil sensitivity 
estimation affected the maps (156). PLANET (64) exploited the elliptical signal model of 
phase-cycled bSSFP (157) to recover T1, T2, M0 and f0 maps by fitting an ellipse to the 
data in each voxel using a non-iterative least-squares method (158) and estimating 
parameters analytically from the model. The ellipse-fitting technique constrained 
PLANET to require at least 6 phase cycled acquisitions (64). PLANET could acquire 
accurate 3D maps using 10 phase cycles with 1.5x1.5x4 mm3 resolution in 6min04 (64). 
Similar to MIRACLE, T2 estimates were B1-insensitive, although an underestimation of 
T1 and T2 due to bSSFP profile asymmetries (64) was reported. Further work provided a 
simple algorithm for B0 drift correction with two additional off-resonance maps (159). 
The most recent approach trained an artificial neural network with phase-cycled images 
(1.3 mm isotropic resolution) as input and reference T1, T2, B0, and B1+ maps as outputs, 
thereby enabling the voxel-wise generation of these maps (155) from a phase-cycled 
acquisition. The network was trained voxel-wise using approximately 439 000 bSSFP 
profiles from a training set of three subjects, and then tested on another three subjects 
(155). The generated maps were accurate and robust to acceleration using parallel 
imaging and reducing the number of phase cycles, bringing the viable total acquisition 
time down to 3min24s (155). Furthermore, the maps were unaffected by bSSFP profile 
asymmetries, unlike the previous model-based techniques. However, the technique had 
a certain amount of inflexibility as the network had to be retrained for different bSSFP 
sequence parameters or different reference protocols, and the generalizability of the 
technique was unclear as only healthy subjects were included (155).  
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3.2.2.4 Unbalanced steady-state techniques 
This class of techniques involves steady-state sequences with unbalanced gradient 
waveforms, with (150) or without RF spoiling (154,160,161). 
Leroi et al. (150) adapted quantitative imaging using configuration states (QuICS) (162) 
to obtain proton density, B1, T1, and T2 maps at ultra-high field strength (7T). The 
sequence used 11 GRE acquisitions with varying RF spoiling increments and RF 
excitation angles (150); the acquisition pattern was optimized using the Cramer-Rao 
lower bound (CRLB). A 3D Cartesian trajectory with 1 x 1 x 3 mm3 voxel size and 
parallel imaging was used, leading to a total acquisition time of 16min36s (150). 3D maps 
were generated with voxel-wise nonlinear least-squares fitting to an analytical model. 
This technique had similar accuracy and precision as the reference methods they used, 
although the T1 relaxation time was over-estimated (150). 
The other three techniques were essentially unbalanced multi-echo SSFP sequences. 
Double-echo steady-state (DESS) sequences have been used for 3D T1, T2, and proton 
density mapping (160,163), and additionally for diffusion coefficient mapping (160). 
Both studies optimized their sequence parameters using the CRLB, leading to 
acquisition times of 35 minutes for 1-mm-isotropic resolution (160) and 15 minutes for 
1.4-mm-isotropic resolution (163), which did not include an extra 2-4 minutes for B1 
map acquisition for correction (160,163). Voxel-wise least-squares fitting was used for 
both cases, although Stöcker et al. (163) also used a pre-computed signal database to 
reduce computation times. The two studies reported high accuracy and precision, 
except at higher T2 values, that were unaffected by off-resonance, at the cost of a 
sensitivity to B1 inhomogeneities and an underestimation of T2 in brain tissues due to 
the lack of a two-component model (160,163). Triple-echo steady-state (TESS) sequences 
have been used for T1 and T2 mapping (154) in the knee, using iterative voxel-wise 
fitting informed by configuration theory. 3D maps were acquired with 0.6 x 0.6 x 3 mm3 
resolution in 4min24s (154). TESS enabled accurate, B0-insensitive, and B1-insensitive 
T2 estimation, although T1 estimation was affected by B1 inhomogeneities (154). As well, 
seven averages were required, indicating that TESS suffers from low SNR. The 
multipathway multi-echo (MPME) technique extended TESS to multiple echoes (161) to 
analytically generate T1, T2, T2*, B1+, B0, and proton density maps with 1.2 x 1 x 1.2 mm3 
resolution in under 14 minutes. The main drawback of MPME was reduced precision 
due to uncontrolled noise amplification in the map generation pipeline (161), although 
the authors noted that it was amenable to regularized or deep-learning reconstructions 
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to alleviate this problem. All these unbalanced techniques were sensitive to uncorrected 
motion (154,160,161,163). 
3.2.2.5 Stimulated-echo-based mapping 
Stimulated-echo-based mapping (STEM) used a stimulated-echo diffusion-weighted 
sequence, varying mixing time, TE, and b-values to generate four images from which 
T1, T2, proton density, and the apparent diffusion coefficient were calculated voxel-wise 
by nonlinear least-squares fitting (164). STEM provided accurate maps of the brain in 
13min20s that were insensitive to B1-inhomogeneities and amenable to a six-fold 
acceleration in a restrospective study, although at the cost of B0-sensitivity and an 
inability to model multi-component tissues with the current model (164). Moreover, that 
study used a resolution of 2.2 x 2.2 x 5 mm3 and a TR of 4 s, respectively indicating a 
potential low SNR and poor applicability to the imaging-based motion extraction of the 
free-running framework. 
3.2.3 Multiparametric mapping techniques for cardiac applications 
3.2.3.1 Magnetization-preparation-based techniques 
As before, this class uses acquisitions with specific magnetization preparation pre-
pulses, such as inversion pulses or T2-preparation modules, to generate a specific series 
of contrasts and extract parameters from fitting a model to the obtained images. 
The following techniques used interleaved inversion and T2prep pulses. The first 
simultaneous T1 and T2 myocardial mapping study was that by Blume et al. (165), which 
used an ECG-triggered navigator-gated 2D sequence where R-R intervals could contain 
either an inversion pulse or T2prep module followed by a bSSFP readout or else no 
excitation (rest heartbeat). T1-weighting was accomplished through the use of different 
TIs and T2-weighting through the use of different TEs for the T2prep module, with the 
relaxation times being calculated from a voxel-wise fit of the respective data. The 
acquisition time was approximately three minutes with a resolution of 1.3 x 1.3 x 8 mm3 
(165). The acquired values matched those of conventional reference techniques, 
although the technique could not quantify long T1 values, as the TI was constrained by 
the R-R interval (165). There was a potential for inter-dependance of the T1 and T2 
estimates and a slight heart rate dependance (165). Further work by Shao et al. (166) 
incorporated a golden-angle radial breath-held acquisition with GRE readouts and 
compressed sensing reconstruction to reduce the acquisition duration to 11 heartbeats 
and remove the heart rate dependence, and then reduced the map generation time to 
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under one second using deep learning (167). Another technique, 3D-QuAntification 
using an interleaved Look-Locker Acquisition Sequence with T2 preparation pulse (3D-
QALAS) (168), used an ECG-triggered breath-held 3D GRE sequence with SENSE 
acceleration (45) and voxel-wise least-squares fitting. Maps were acquired with 2 x 2 x 
12 mm3 in 15 heartbeats, and were shown to match reference techniques with an 
insensitivity to heart rate variations and B1 inhomogeneities (168). A recent study by Qi 
et al. (169) combined a GRE readout, cardiac ECG-gating, respiratory self-navigation, 
low-rank patch-based reconstruction (170), and dictionary matching for 3D free-
running T1 and T2 mapping and cine imaging. Acquisitions took 11.2 minutes with an 
isotropic spatial resolution of 2 mm, resulting in maps with similar accuracy but 
improved precision compared to reference techniques and no effect of heart rate (169). 
Cardiac balanced-SSFP inversion recovery with interleaved sampling acquisition 
(CABIRIA) (171) translated the previously-discussed IR-TrueFISP (143) technique to 
cardiac imaging at 3T, using only an inversion pulse to generate contrast. 2D ECG-
triggered breath-held maps were acquired in 8 heartbeats with 1.7 x 1.7 x 8 mm3 
resolution (171). CABIRIA generated maps with similar accuracy and precision as 
reference values and incorporated slice profile correction, although the authors 
indicated that artefacts could arise from B0 inhomogeneities or through-plane motion 
(171). 
A final subcategory uses acquisitions incorporating saturation pulses for T1-weighting 
and T2prep modules for T2-weighting. Akcakaya et al. (172) used a 2D ECG-triggered 
breath-held bSSFP acquisition to acquire maps in 13 heartbeats with a voxel size of 2 x 
2 x 8 mm3. Saturation time and TE of the T2prep module were varied among the 
heartbeats, and maps were generated via voxel-wise least-squares fitting. This 
technique provided similar accuracy as reference techniques, albeit with a reduced 
precision for T2, and was insensitive to heart rate (172). Guo et al. (173) used a 3D ECG-
triggered navigator-gated GRE acquisition with a scheme of interleaved pulses and rest 
heartbeats and map generation using voxel-wise model-based fitting. Maps were 
acquired in approximately eight minutes with a resolution of 1.5 x 1.5 x 16 mm3 (173). 
The maps were accurate, although the T1 values had a slight dependance on heart rate 
(173). 
3D-QALAS was applied in 23 patients, demonstrating similar values as reference 




Therefore, the techniques in this category generate myocardial maps with relatively low 
spatial resolution, usually with large slice thicknesses of 8 mm and in-plane resolution 
of 2 x 2 mm2, indicating either a need to improve SNR or else, given that most studies 
were breath-held, reduce acquisition time. Cardiac motion was compensated for using 
ECG triggering, and respiratory motion was compensated for using breath-holds, with 
only two of the studies using free-breathing techniques. Most of the studies had 2D 
acquisitions. Sensitivity to heart rate and inter-dependance of the T1 and T2 estimates 
were two concerns that methods in this class often sought to address. 
3.2.3.2 Cardiac MR fingerprinting 
This recent class of techniques adapts MR fingerprinting (145) to cardiac MRI. 
The first such study was performed by Hamilton et al. (175), who used a 2D ECG-
triggered breath-held GRE acquisition, which incorporated inversion and T2prep 
pulses, at 3T together with an iterative approach for reconstruction and map generation 
that incorporated the ECG signal to account for heart rate variation. Data were acquired 
in 16 heartbeats with an acquisition window of approximately 240 ms and 1.6 x 1.6 x 8 
mm3 voxel size, and maps were generated in approximately 8 minutes (175). The authors 
reported high T1 value accuracy and a small bias of -2.6 ms in T2, and an insensitivity 
to B1+ inhomogeneities (175). However, they noted that the acquisition might be 
impractical for patients with high heart rates or who cannot hold their breath for the 
required time, but noted that it could be reduced at the cost of a longer reconstruction 
time (175). In a larger population of healthy volunteers, cardiac MR fingerprinting was 
noted to have better map quality and similar repeatability but lower precision compared 
to MOLLI and T2-prepared bSSFP (176). This single-slice version was further developed 
into three-slice coverage with the same acquisition time, using a low-rank 
reconstruction with spatial wavelet regularization to maintain precision despite the 
acceleration (177). However, the authors noted that the relaxation times did not match 
those of reference techniques, and map generation took almost one hour (177). The 
single-slice version was also extended to a 2D free-running cardiac-motion-resolved 
bSSFP sequence that could additionally generate cine images using ECG gating 
(178,179). One version used a variable-density spiral trajectory with a 10.9-s breath-hold 
and 1.6 x 1.6 x 8 mm3 resolution, and registered all cardiac phases together prior to map 
generation (178), while another used a tiny golden-angle radial trajectory with a 29.4-s 
breath-hold and 2 x 2 x 10 mm3 resolution (179); both used a form of low-rank 
reconstruction. Interestingly, the 29.4-s technique was the only one of the techniques 
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in this paragraph to not add T2prep modules with varying TEs as a way of further 
distinguishing between time courses (179). Both studies reported significant differences 
in T2 values compared to reference techniques (178,179), which both studies suggested 
was partly due to uncompensated in-plane and through-plane motion, whereas only the 
10.9-s study reported significant differences in T1 values (178). The precision of the free-
running technique appeared similar to the reference methods, although neither study 
specifically commented on this aspect. Both studies also had long reconstruction times 
of six (178) and three hours (179), respectively. Finally, Cruz et al. (180) successfully 
performed 3D cardiac MR fingerprinting using a variable-density stack-of-spirals 
trajectory, GRE readouts, ECG triggering, respiratory correction with an autofocus 
algorithm (121) using the signal from a respiratory bellows, and low-rank 
reconstruction combined with HD-PROST denoising (170). Data were acquired in 
approximately seven minutes with 2 x 2 x 8 mm3 resolution, and dictionary generation 
and map reconstruction took ten hours (180). While precision was similar to reference 
techniques, mean relaxation times had biases compared to reference methods, similar 
to the other MR fingerprinting techniques in this paragraph (180). 
A sub-category combines cardiac MR fingerprinting with water-fat separation 
techniques. The first such study was by Jaubert et al. (181), who incorporated a three-
echo GRE readout and golden-angle radial trajectory into 2D ECG-triggered breath-held 
cardiac MR fingerprinting. HD-PROST (170) was used to reconstruct images, from 
which water and fat images and a B0 map were generated using multi-echo Dixon 
techniques, and then maps were extracted for both water and fat using dictionary 
matching. Data were acquired in 15 s with a voxel size of 2 x 2 x 8 mm3, and 
reconstruction and map generation took approximately three hours (181). The water T1 
and T2 maps had biases compared to reference techniques, although spatial variability 
was similar (181). This was extended to 3D ECG-triggered respiratory-corrected cardiac 
MR fingerprinting using a dual-echo GRE readout, variable-density 3D Cartesian 
trajectory, and image-based navigators (66). Data were acquired in approximately nine 
minutes with 2-mm isotropic resolution. T2 values matched those of T2-prepared bSSFP, 
although T1 values were higher than with MOLLI, and precision was lower (66). A 
separate 2D ECG-triggered breath-held study used rosette trajectories instead for water-
fat separation (see Section 2.2.2.5) , generating water and fat maps, and a B0 map, with 
1.6 x 1.6 x 8 mm3 voxel size and an acquisition time of 15 heartbeats (117). Relaxation 




The single-slice water-fat MR fingerprinting technique by Jaubert et al. (181) was 
applied in 19 patients in a separate study (182), which showed it had better image quality 
and similar precision but biases compared to reference mapping techniques. 
In general, while these cardiac MR fingerprinting approaches can provide a large 
amount of data and are amenable to water-fat separation, fat quantification having 
potential use for monitoring the progression of CAD (183), it can be seen that extending 
their capabilities to free-running or 3D coverage results in a dramatic increase in 
reconstruction time of up to ten hours. The temporal incoherence of the trajectories 
also necessitates the use of external devices for respiratory and cardiac motion tracking, 
which in the case of the ECG signal would require setting-up and be subject to errors 
leading to missed triggers. The studies noted disagreements with reference techniques, 
although, for example, this was sometimes due to the known underestimation of T1 
values by MOLLI (138). Several other explanations were offered for these biases, 
including uncompensated motion and MR-physics-based sources, although it remains 
to be seen to what extent suitable corrections can be incorporated while reducing 
reconstruction time. Large slice thicknesses of 8 mm were generally used, which was 
justified as mitigating the effects of through-plane motion (178–180), and in-plane 
resolutions ranged from 1.5 to 2 mm isotropic. Given that the original MR fingerprinting 
technique used similar in-plane resolution to reduce scan time and the fact that the 
cardiac versions were often breath-held, such a low resolution was likely necessary to 
reduce acquisition times. 
3.2.3.3 Cardiac MR multitasking 
Cardiac MR multitasking is a recent technique that modeled the dynamic dimensions of 
the acquired data as a low-rank tensor, including both motion and contrast, and exploits 
correlations along all dynamic dimensions to reconstruct multidimensional images from 
under-sampled data (184). Multitasking was applied in a proof-of-concept study for 
cardiac-and-respiratory-motion-resolved 2D T1 and T2 myocardial mapping (184), using 
hybrid pulses capable of generating both T1 and T2 weighting and deriving physiological 
motion signals from a golden-angle radial trajectory. Data were acquired in both 
healthy subjects and patients in 88 s with 1.7 x 1.7 x 8 mm3 resolution, and 
reconstruction took approximately 71 minutes per dataset (184). The relaxation times 
had biases relative to reference methods, although the authors noted that the values 
were within the range of reported values and that such deviations had been previously 
reported, and similar precision (184). While multitasking has been extended to 3D brain 
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(185) and 2D motion-resolved myocardial T1 mapping (186), no extension to 3D 
myocardial T1 and T2 mapping has been reported. 
3.3 Motivation 
The current cardiac multiparametric approaches suffer from 1) low spatial resolution, 
as they generally use large voxel sizes of approximately 1.5 to 2-mm in-plane and 8-mm 
slice thickness, often with 2) low spatial coverage coverage and 3) often without cardiac-
and-respiratory motion resolution. All the techniques with the exception of multi-
tasking 4) used the ECG for cardiac motion tracking, and 5) breath-holding was often 
used for respiratory motion compensation. The magnetization preparation-based 
techniques appeared to suffer from 6) confounding effects, such as heart rate and inter-
dependance of T1 and T2 values. Cardiac MR fingerprinting can offer a vast amount of 
information, although motion-tracking requires 7) external devices that might 
themselves require set-up and its extension to more than two spatial dimensions comes 
at a 8) large increase in reconstruction time. Cardiac multitasking is a promising 
technique that can resolve different types of dynamic information about the heart, 
although 9) its applicability to 3D techniques remains to be investigated as 2D maps 
already required more than an hour to reconstruct. Therefore, because of reasons 2, 4 
and 5 above, the current published cardiac multiparametric approaches do not appear 
to be compatible with free-running imaging, which would offer improvements in the 
amount of information available and ease-of-use. 
Concerning the feasibility of applying static multiparametric approaches to the free-
running framework, the RF-pulse-based and transient-state categories would be subject 
to similar considerations as those for cardiac RF-pulse-based and fingerprinting 
(reasons 1 to 7 above). The unbalanced steady-state techniques can provide many 
different tissue parameters, but their sensitivity to intra-bin motion hinders their 
amenability to physiological motion resolution (reason 3). The stimulated-echo 
technique has the advantages of mapping many parameters and being B1-insensitive, 
although it has lower spatial resolution, due to reduced signal, compared to the other 
techniques. 
The phase-cycled techniques use uninterrupted bSSFP sequences, which can be used 
with 3D acquisitions and, as was shown in Chapter 2, are readily amenable to the free-
running framework, avoiding problems 2, 3, 4, 5, 7, and 9. The techniques themselves 
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also do not suffer from problem 6. However, there is an inherent increase in scan time 
due to the need for multiple acquisitions. 
In light of these considerations, it was hypothesized that phase-cycled uninterrupted 
bSSFP acquisitions and PLANET could be applied to the free-running framework for 
uninterrupted free-running 5D T1 and T2 myocardial mapping. PLANET was chosen as 
it could account for off-resonance, which can be considerable in cardiac applications, 
while estimating T1 and T2 relaxation times with higher resolution than the other 
mentioned techniques (reason 1). In fact, this was the inspiration I had after reading the 
original PLANET paper (64) around the spring of 2018 and having seen from my own 
work in the free-running LIBRE project and other work in the lab (187) that 
uninterrupted bSSFP acquisitions could be readily used for free-running imaging. To 
counter the inherent increase in scan time, acceleration of the acquisition would be 
required. The use of regularization in the free-running LIBRE study and the use of 
Fourier-transform regularization along the phase cycle dimension in the MIRACLE 
study (153), indicated that the long acquisition time of a phase-cycled 3D, or 5D, 
acquisition could be further accelerated. 
3.4 Personal contribution 
I reached out to Yulia Shcherbakova and received PLANET code from her, and went 
through the derivation for the PLANET algorithm to ensure I understood the algorithm 
and the code I had received. I built on the numerical simulation code from Chapter 2 by 
ensuring that RF phase cycling was correctly implemented and performed simulations. 
I performed acquisitions, reconstructions, and analyses, although I note in the text 
where others contributed either ideas or code. Specifically, I implemented phase cycling 
in pulse sequence code from Davide Piccini in IDEA (Siemens Healthcare, Erlangen, 
Germany) and ported it to new scanner baseline versions when necessary. Dr. van 
Heeswijk was at the scanner with me for the acquisitions of the data shown in Sections 
3.6 and 3.7 and otherwise provided help and guidance. I modified the 5D radial 
reconstruction code of Jérôme Yerly to accept undersampled 4D arrays of Cartesian 
data, both for his version using conjugate gradient descent and the later one using the 
alternating direction method of multipliers (ADMM) (188). I also implemented relevant 
code for examining and analysing the PLANET maps. The tissue masks (Section 3.6.2.6) 
were kindly provided by Eleonora Fornari. 
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3.5 Description of PLANET algorithm 
This section will describe the main steps of the PLANET algorithm, along with some 
details of the mathematical derivations that were not discussed in the published articles. 
The main steps of the algorithm are those described in the first PLANET article (64). 
The algorithm is very quick, taking approximately 3 × 10-4 s per voxel including the off-
resonance calculation. 
The correction for B0 drift described in (159), the third PLANET article, is applied as a 
correction to the phase-cycled images and voxel-wise RF phase increments prior to Step 
1. 
3.5.1 Steady-state signal model 
When the complex signal immediately after RF excitation from a (stationary) voxel due 
to varying RF phase increments is plotted in the complex plane, the points form an 
ellipse (157) centred on the real axis (see Figure 5A), described by Equation (1): 
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T2  (6) 
𝜃 = 𝜃0 − ∆𝜃𝑅𝐹 (7) 
 𝜃0 = 2𝜋(𝛿𝐶𝑆 + ∆𝑓0)TR (8) 
   
where 𝐼 is the complex signal, M0 is the thermal equilibrium magnetization, 𝛼 is the RF 
excitation angle (rad), 𝛿𝐶𝑆 is the chemical shift (Hz) with respect to the Larmor 
frequency, ∆𝑓0 is the off-resonance due to B0 inhomogeneities (Hz) with respect to the 




Figure 5. Graphical schematic of PLANET algorithm. A) The ellipse is 
fitted to the data points (step 1) in the complex plane, and the angle of 
rotation, φ, is estimated from its coefficients (step 2). Meff, T1, and T2 
are then estimated (step 3), and the ellipse (in red) in its canonical 
vertical form can then be drawn (B), which corresponds to the signal 
immediately after RF excitation. After ∆𝑓0 is estimated (step 4), the 
fitted ellipse at time TE correctly matches the acquired data (C). Here 
the data points were generated with numerical simulations and with 
added Gaussian noise; practically, the data points would correspond 
to the phase-cycled bSSFP signal of a single voxel in stationary tissue. 
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T2  (10) 
𝜑 = 2𝜋(𝛿𝐶𝑆 + ∆𝑓0)TE + 𝜑𝑅𝐹 + 𝜑𝑒𝑑𝑑𝑦 + 𝜑𝑑𝑟𝑖𝑓𝑡 (11) 
   
where Meff is the effective magnetization, 𝐾 is the magnitude of the combined receive 
field (also referred to as coil sensitivities in this thesis), 𝜑𝑅𝐹 is the RF phase offset or 
transceiver phase, 𝜑𝑒𝑑𝑑𝑦 refers to phase error due to eddy currents, and 𝜑𝑑𝑟𝑖𝑓𝑡 is the 
phase error due to B0 drift (whose correction is described in (159). The effect of 𝜑 is a 
rigid rotation of the ellipse counterclockwise about the origin, which can also be shown 
using rotation matrices. 
3.5.2 Step 1: ellipse fitting 
The first step involves fitting an ellipse to the data points, whose general equation is 
described below (Eq. (12)). This was done using a non-iterative least-squares technique 
based on a simple eigen decomposition that guarantees that the retrieved conic is 
elliptical (158,189), and it is the algorithm used in this thesis. The use of a singular value 
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decomposition also ensures the algorithm will not return an error. The fact that 
Equation (12) has six coefficients is the reason why PLANET requires at least six RF 
phase increments: 
 𝐶1𝑥2 + 𝐶2𝑥𝑦 + 𝐶3𝑦2 + 𝐶4𝑥 + 𝐶5𝑦 + 𝐶6 = 0 (12) 
   
One alternative ellipse fitting algorithm is a constrained approach that requires only 
four points (190). 
3.5.3 Step 2: rotation of ellipse back to real axis 
In this step, the ellipse is rotated back to the real axis, undoing the effect of 𝜑.This is 
done by calculating 𝜑 and the coefficients of the rotated ellipse (the one rotated back to 
the x-axis). 






− 1 = 0 (13) 
   
Translating this ellipse to (𝑥𝑐, 𝑦𝑐) and then rotating it counterclockwise by 𝜑, where 
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where 𝐶1, 𝐶2, and 𝐶3 are the coefficients of the unrotated ellipse. 
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It can then be shown, using 𝑅𝜑 and Equation (12), that the coefficients of the rotated 
ellipse can be related to the unrotated ellipse as follows: 
 𝐶1




𝐶2 sin 2𝜑 + 𝐶3 sin
2 𝜑 (17) 
𝐶2
′ = (𝐶3 − 𝐶1) sin 2𝜑 + 𝐶2 cos 2𝜑, (18) 
𝐶3




𝐶2 sin 2𝜑 + 𝐶3 cos
2 𝜑 (19) 
𝐶4
′ = 𝐶4 cos𝜑 + 𝐶5 sin𝜑 (20) 
𝐶5
′ = −𝐶4 sin𝜑 + 𝐶5 cos𝜑 (21) 
C6
′ = C6 (22) 
  
Comparing the rotated coefficients in Equations (17) to (22) to like terms in (15) with 𝜑 
set to zero, we can calculate the geometric parameters of the rotated ellipse. At this 






), due to the tan-1() function, to (−𝜋, 𝜋) 
by examining its geometric parameters to ensure it is vertical and centred on the x-axis, 
per Equation (1); the rotated coefficients and geometric parameters are re-calculated if 
necessary. 
As an aside, although the ellipse for the signal from a single-component tissue after RF 
excitation will lie on the real axis, it was tentatively shown that 𝑦𝑐, the residual vertical 
displacement of the rotated ellipse, may be correlated to the fraction of multiple-
component tissues such as fat (191). Therefore, it can be used a measure of the “validity” 
of the PLANET estimates that assume single-component tissue. 
3.5.4 Step 3: calculation of Meff, T1, and T2 
Using the geometric parameters, Meff, 𝑎, and 𝑏 in Equation (1) can be determined using 







 −𝑥𝑐𝐴 + √(𝑥𝑐𝐴)
2 − (𝑥𝑐2 + 𝐵2)(𝐴2 − 𝐵2)
(𝑥𝑐2 + 𝐵2)
, 𝛼 > cos−1 (𝑒
−TR
T1 )
𝑥𝑐𝐴 + √(𝑥𝑐𝐴)2 − (𝑥𝑐2 + 𝐵2)(𝐴2 − 𝐵2)
(𝑥𝑐2 + 𝐵2)







𝑥𝑐√1 − 𝑏2 + 𝑏𝐵
 (24) 
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The RF excitation angles that are practically used will fall under the case 𝛼 >
cos−1 (𝑒
−TR
T1 ), as accuracy and precision would otherwise be low at normal TR values 
(see, for example, Figure 2 in (192)). 











𝑎(1 + cos𝛼 − 𝑎𝑏 cos 𝛼) − 𝑏







   
3.5.5 Step 4: calculation of off-resonance 
The off-resonance, ∆𝑓0, is calculated after the main three steps per the procedure in (64), 
although it requires only 𝜑 from Section 3.5.3. A by-product of this step is the RF phase 
offset, 𝜑𝑅𝐹, which can be used for in vivo conductivity mapping (193). 
The fact that the off-resonance calculation is independant of the other three parameters 
estimated by PLANET means that it can be substituted with another algorithm, such as 
the one in (194). 
3.6 Accelerated 3D Cartesian PLANET for static applications 
3.6.1 Purpose 
The purpose of this section was to show that the PLANET acquisition for static tissue 
could be accelerated while maintaining accuracy and precision. Such a study could also 
inform considerations for the acquisition or reconstruction of the heavily-undersampled 
5D motion-resolved maps of the myocardium. 
3.6.2 Methods 
3.6.2.1 Undersampled 3D spiral Cartesian trajectory 
The 3D Cartesian trajectory used here (132,195) has a spiral phyllotaxis pattern (Figure 
6). The profiles in the phase-encoding plane fall on Cartesian positions following a spiral 
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pattern, with successive spirals, referred to as shots, being rotated by the golden angle 
(𝜋(3 − √5) rad ≈ 137.5°). The number of profiles in each spiral is referred to as the 
number of segments. Such a sampling pattern ensures the incoherently-distributed 
spatial artefacts necessary for compressed sensing reconstructions. Furthermore, the 
trajectory also maximizes the fully-sampled area around the centre of k-space by 
randomly moving a profile to a nearby empty position in its 8-neighbourhood when 
possible; this property is useful for the calculation of coil sensitivity maps (195). 
 
Figure 6. Sample spiral Cartesian trajectory in phase-encoding plane. 
Each spiral is populated first starting from the centre of k-space and 
going out (darker squares), then coming back towards the centre of k-
space (lighter squares). Subsequent spirals (different colours) are 
formed by rotation by the golden angle. 
This trajectory was already available in the lab, and its parameters were optimized for 
undersampling while maintaining a fully-sampled 24 × 24 central k-space region for 
adequate coil sensitivity estimation. Variable parameters included the variable density 
correction, spiral curvature, number of shots, and number of segments. Trajectory 
simulations showed that it was not possible to consistently generate a fully-sampled 24 
× 24 central region with acceleration factors higher than 2, and therefore an acceleration 
factor of 2 was used in this study. As well, with high numbers of shots, k-space positions 
are inevitably redundantly sampled, meaning that the undersampling factor will be 
higher than the acceleration factor. For this study, a trajectory with an acceleration 
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factor of 2 and undersampling factor of 2.7 was generated with the following 
parameters: variable density correction = 0.7; spiral curvature factor = 16; 470 shots; 22 
segments. A separate mask was generated for each phase cycle, with the first shot of 
each successive phase cycle being offset by the golden angle from the last shot of the 
previous phase cycle in order to generate incoherent undersampling artefacts in the 
phase cycle dimension. 
3.6.2.2 Compressed sensing reconstruction framework 
The reconstruction framework used here was an adapted version of the 5D radial 
reconstruction framework of Jérôme Yerly (54), of which an earlier version was used 
for the reconstructions in Chapter 2, modified to reconstruct Cartesian images. The 
framework accepts an array containing the raw data from all the phase cycles, and 
outputs zero-filled and CS-denoised 4D images. Fully-sampled images in the context of 
this chapter refers to the zero-filled images reconstructed from fully-sampled data. The 
4D complex raw data (x, y, z, coil) from different phase cycles were combined into a 
single 5D complex array (x, y, z, phase cycle, coil). The coil sensitivities were estimated 
from the 24 × 24 central k-space region of the first (∆𝜃𝑅𝐹 = −180°) volume using the 
adaptive reconstruction technique (196). The CS denoising was performed using ADMM 
(188) and can flexibly accommodate different regularization schemes. The 
reconstructions were performed in MATLAB R2018b (The MathWorks, Natick, MA, 
USA). 
3.6.2.3 Retrospectively-undersampled reconstruction of phantom acquisition 
Fully-sampled 3D Cartesian k-space data of a vial phantom with relaxation times 
resembling those of brain tissue were acquired at 3T (MAGNETOM Prisma, Siemens 
Healthcare, Erlangen, Germany) with a 64-channel head coil and retrospectively 
undersampled in the kx-ky plane by applying the mask of a 3D spiral Cartesian 
trajectory (see Section 3.6.2.1). The vial phantom was placed in a container filled with 
gadolinium-doped water. The Cartesian mask was applied to the kx-ky plane, as the 
resolution in the ky-kz plane was not isotropic, and as such undersampling would mimic 
the orientation of a 5D acquisition, namely having the fully-sampled central readout 
oriented in the SI direction. Relevant acquisition parameters for the fully-sampled 
dataset were similar to the published PLANET protocol (64) and were as follows: TE/TR 
= 4.98/9.96 ms; FOV = 220 x 220 x 100 mm3; matrix size = 144 x 144 x 40 including 25% 
slice oversampling; voxel size = 1.5 x 1.5 x 2.5 mm3; RF excitation angle = 30°; receiver 
bandwidth = 131 Hz/pixel; 144 dummy excitations; N = 10 RF phase-cycling schemes 
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starting from -180° in increments of 36°; total acquisition time = 9min40s; lowest 
gradient slew rate setting. An ME-SE acquisition for reference T2 maps was also run 
with the following parameters: TR = 5000.0 ms; 32 TEs from 10 to 320 ms in increments 
of 10 ms; FOV = 250 x 250 x 8 mm3; voxel size = 1.0 x 1.0 x 8.0 mm3. 
We examined the effect of three different regularization schemes on the accuracy and 
precision of the PLANET maps generated from the undersampled reconstructions. We 
investigated spatial wavelet regularization and Fourier transform regularization applied 
along the phase cycle dimension (FT-PC), both without and with spatial total variation 
(TVs) regularization. The examined array of regularization weights was [0, 0.001, 0.005, 
0.01] for both wavelet and FT-PC regularization and [0, 0.001] for TVs. The range of 
weights for TVs was based on preliminary experiments that showed that higher weights 
led to over-smoothing of the PLANET maps and introduced spurious spatial variations 
that were not present in the fully-sampled maps. The use of FT-PC was inspired by its 
use for the trueCISS technique (156), where it was noted that the complex signal of 
phase-cycled bSSFP is sparse in the Fourier domain of the phase-cycle dimension (197) 
and, therefore, such a regularization can be thought of as a physics-inspired one for 
phase-cycled bSSFP datasets. In addition, we also examined if there was a synergistic 
effect of the regularization schemes by running a reconstruction with both FT-PC and 
wavelet regularization using the weights that yielded the highest qualitative map 
quality. 
3.6.2.4 Retrospectively-undersampled reconstruction of human brain acquisition 
We examined the effect of undersampling on an in vivo acquisition of a human brain at 
3T (MAGNETOM Vida, Siemens Healthcare, Erlangen, Germany) with a with a 64-
channel head coil using the same trajectory as above and the regularization weights 
that yielded optimal qualitative image quality in vitro. Relevant acquisition parameters 
for the fully-sampled dataset were similar to the published PLANET protocol (145) and 
differed from those in Section 3.6.2.3 in the case of FOV (220 x 220 x 160 mm3) and voxel 
size (1.5 x 1.5 x 4 mm3). 
3.6.2.5 Image pre-processing and PLANET map generation 
PLANET was implemented in MATLAB 2019b (The MathWorks, Natick, MA, USA) and 
run as described in Section 3.5. A mask was input to avoid running PLANET on voxels 
whose mean magnitude in the phase-cycle dimension was less than 3% of the maximum 
mean magnitude in the phase-cycle dimension; such a mask was included in the code 
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from Yulia Shcherbakova and it was empirically found that it excluded background (air 
or irrelevant) voxels from the PLANET algorithm. 
For the fully-sampled phantom images, preprocessing prior to running the PLANET 
algorithm included an unringing algorithm that removes Gibbs ringing artefacts in 
Cartesian images through local subvoxel shifts to minimize oscillations (198), as this 
was used in the published PLANET algorithm. It was indeed also observed that 
excluding this step resulted in clear Gibbs ringing artefacts in the PLANET maps. This 
preprocessing step was not used for the undersampled data to avoid confounding its 
effect with that of TVs regularization. 
For the brain data, the unringing algorithm was run only on the fully-sampled data for 
the same reason as above. Rigid co-registration of the individual phase-cycled volumes 
to the first phase-cycled volume was applied to both the sets of images, after the 
unringing algorithm in the case of the fully-sampled data. 
3.6.2.6 Data analysis 
For the in vitro phantom images, the accuracy and precision of T2 maps of the 
undersampled reconstructions was compared to that of the fully-sampled non-denoised 
reconstruction. Accuracy was assessed as the correlation of mean values of the vials in 
the PLANET maps to reference ME-SE maps. Precision was evaluated as the coefficient 
of variation of the respective vials, which is equal to the standard deviation of the data 
in an ROI drawn in each vial divided by its mean. Only PLANET T2 data were assessed 
as no B1 maps were acquired for correction of PLANET T1 values. 
For the in vivo brain images, an ROI analysis of white and grey matter was performed. 
White matter (WM), grey matter (GM), and cerebrospinal fluid were segmented using 
the unified segmentation approach (199) on the Meff maps, and voxels were classified 
according to the tissue with the highest probability. ROIs were drawn in the same five 
central slices in the GM and WM masks, ensuring that they were distributed spatially 
in each slice to reduce the impact of spatially-dependant biases; this was considered the 
most blinded approach in light of the fact that no independant anatomical scans were 
acquired. Outliers in each ROI were defined as voxels where the T1 value was more than 
three standard deviations away from the mean and were excluded from the subsequent 
analysis. The mean and standard deviation over all ROIs were calculated for both tissues 
for T1 and T2 for both fully-sampled (FS) and undersampled CS reconstructions. The 
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statistical significance of differences in relaxation times between FS and CS 
reconstructions was assessed using a two-sample unpaired t-test with a significance 
level of 0.05, and the Bonferroni correction for multiple comparisons was applied. 
All analyses were performed in MATLAB R2019b (The MathWorks, Natick, MA, USA). 
3.6.3 Results 
3.6.3.1 PLANET T2 maps of retrospectively-undersampled reconstructions of in vitro 
phantom 
Figure 7 below shows the PLANET maps obtained from the fully-sampled 3D Cartesian 
acquisition. Furthermore, co-registration was included as a pre-processing step in the 
received PLANET code; while it is not warranted for stationary phantom data, it d id 
have a slight smoothing effect on the maps (see the reduction in the “ripples” in some 
vials in Figure 7B compared to Figure 7A). 
 
Figure 7. PLANET maps of effective magnitude Meff, off-resonance 
∆𝑓0, T1, and T2, generated from A) non-co-registered and B) co-
registered phase-cycled volumes. The acquisition was done at 3T 
(Prisma, Siemens Healthcare, Erlangen, Germany) with slab-selective 
excitation, a 3D Cartesian trajectory with linear phase encoding, and 
lowest slew-rate gradients. 
TVs regularization improved map homogeneity, accuracy, and precision, while the 
effect of FT-PC regularization was evident only in combination with TVs regularization 
(Figure 8). Qualitatively, referring to Figure 8A, it can be seen that a lack of TVs 
regularization generated severe artefacts in the T2 maps (top row) that degraded map 
quality, while adding TVs with a regularization weight of 0.001 removed these artefacts 
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and noticeably improved map homogeneity (bottom row). TVs regularization also 
removed the ripples seen in the fully-sampled map. The qualitative effect of FT-PC 
regularization appeared to be insignificant apart from a slight reduction of T2 values for 
regularization weights higher than 0.001 (bottom row, Figure 8A). The (TVs = 0, FT-PC 
= 0) image is not actually the zero-filled image but can be considered as a type of SENSE 
reconstruction with Tikhonov regularization. Quantitatively, the use of TVs 
regularization improved the correlation of PLANET and ME-SE values to that of the 
fully-sampled case (Figure 8B), and greatly improved the precision of the T2 values, in 
some cases exceeding that of the fully-sampled maps (Figure 8C). FT-PC regularization 
had an inconsistent effect on accuracy without TVs regularization, but appeared to 
decrease accuracy in combination with TVs (Figure 8B): specifically, the slope of the 
(0.001, 0) line matched that of the fully-sampled case and increasing the FT-PC weight 
decreased the slope of this line, reflecting its effect of decreasing T2 values mentioned 
previously. FT-PC appeared to have an inconsistent and negligible effect on precision 
(Figure 8C), as the CoV was improved to the general precision of the fully-sampled case 
only with the use of TVs. The optimal FT-PC regularization weight from this experiment 
was chosen as 0.001 due to its slight improvement of map homogeneity without 
compromising accuracy, while TVs regularization with a weight of 0.001 was clearly 




Figure 8. PLANET T2 maps, accuracy, and precision of FT-PC and TVs 
regularized images compared to fully-sampled images. A) Maps for the 
fully-sampled and undersampled images with all combinations of 
regularization weights. B) Correlation of PLANET mean values with 
those of ME-SE reference technique. C) Coefficient of variation (CoV) 
in percent of PLANET maps. FS denotes the fully-sampled data, and 
the numbers in the legend in B and C indicate the FT-PC regularization 
weight. Note that the CoV values of the undersampled maps in C) 
were higher than 25% for TVs = 0. 
Wavelet regularization improved map homogeneity, accuracy, and precision, although 
to a lesser extent that TVs regularization alone or in combination with it (Figure 9). 
Wavelet regularization qualitatively removed the artefacts seen in the (0, 0) image and 
improved map homogeneity in a weight-dependant manner (Figure 9A), although a 
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slight distortion at the edges of the top-right vial appeared to become more pronounced 
with greater weights. The addition of TVs further improved map homogeneity for all 
wavelet regularization weights. Wavelet regularization had a noticeable effect on 
accuracy, as the best-fit lines of correlation corresponding to non-zero weights 
approached that of the fully-sampled case (Figure 9B), although this effect appeared to 
be negligible when combined with TVs regularization. Wavelet regularization improved 
precision compared to the case with no wavelet and TVs regularization (Figure 9C), 
although the improvement was not as great as with TVs = 0.001 alone. The effect of the 
wavelet weight in combination with TVs = 0.001 appeared to be negligible (Figure 9C). 
In combination with TVs = 0.001, the optimal wavelet weight here was chosen as 0.001, 




Figure 9. PLANET T2 maps, accuracy, and precision of wavelet and 
TVs regularized images compared to fully-sampled images. A) Maps 
for the fully-sampled and undersampled images with all combinations 
of regularization weights. B) Correlation of PLANET mean values with 
those of ME-SE reference technique. B) Coefficient of variation (CoV) 
in percent of PLANET maps. FS denotes the fully-sampled data, and 
the numbers in the legend in B and C indicate the wavelet 
regularization weight. 
The combination of (FT-PC = 0.001, wavelet = 0.001) regularization together with TVs 
regularization for the retrospectively-undersampled reconstruction successfully 
matched the map quality and accuracy and exceeded the precision of the fully-sampled 
reconstruction (Figure 10). These reconstructions also all used TVs = 0.001, as justified 
by the previous results. Qualitatively, the combination of FT-PC and wavelet 
3  Free-running multiparametric 5D myocardial mapping with PLANET 89 
 
regularization appeared to yield a slight improvement in map homogeneity compared 
to using either type alone (Figure 10A). The qualitative map quality and homogeneity 
of the (0.001, 0.001) case were similar to the fully-sampled map, which itself had the 
ripple-like artefacts mentioned previously. The accuracy appeared relatively unchanged 
and similar to that of the fully-sampled case (Figure 10B). The combination of FT-PC 
and wavelet had a best-fit line with the lowest slope and sightly lower than that of (0, 
0.001), similar to the previously-observed decrease of T2 values by FT-PC regularization. 
While the use of either FT-PC or wavelet regularization alone inconsistently affected 
precision, their combination generated the highest precision (lowest CoV) among the 





Figure 10. PLANET T2 maps, accuracy, and precision of FT-PC, 
wavelet, and TVs regularized images compared to fully-sampled 
images. A) Maps for the fully-sampled and undersampled images with 
TVs and combinations of FT-PC and wavelet regularization. B) 
Correlation of PLANET mean values with those of ME-SE reference 
technique. B) Coefficient of variation (CoV) in percent of PLANET 
maps. FS denotes the fully-sampled data, and the numbers in the 
legend in B and C indicate the pair (FT-PC weight, wavelet weight). 
A subset of the magnitude and phase images reconstructed with TVs = 0.001, FT-PC = 
0.001, and wavelet = 0.001 regularization are shown in Figure 11. The banding artefacts 
visible in the magnitude images correspond to the sudden phase jumps. (yellow arrows, 
Figure 11) It was noted that the qualitative homogeneity of the T1 and T2 maps was 
related to the homogeneity of the phase images, which clearly depended on the 
regularization scheme, whereas the magnitude images were more robust and 
uncorrelated with the homogeneity of the T1 and T2 maps. 
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Figure 11. Magnitude, |Mss|, and phase, 𝜙, images from the 
retrospectively-undersampled reconstruction with TVs = 0.001, FT-PC 
= 0.001, and wavelet = 0.001 regularization. The images are shown for 
a subset of the phase cycles, 𝛥𝜃𝑅𝐹. Yellow arrows indicate banding 
artefacts. 
3.6.3.2 PLANET T1 and T2 maps of retrospectively-undersampled in vivo brain acquisition 
PLANET T1 and T2 maps generated from a retrospectively-undersampled 
reconstruction (CS), using 0.001 for all three aforementioned types of regularization, of 
an in vivo brain acquisition matched the qualitative map homogeneity and mean values 
of the fully-sampled acquisition (Figure 12, Table 1). Qualitatively, the maps appeared 
similar between fully-sampled and CS reconstructions. However, certain horizontal and 
vertical artefacts in white matter posterior to the ventricles could be seen in the CS 
maps that did not resemble the spatial variation seen in the corresponding regions of 
the fully-sampled maps. The results of the corresponding ROI analyses for white and 
grey matter are shown in Table 1. The mean values of the retrospectively-undersampled 
reconstructions were similar to but slightly lower than the fully-sampled 
reconstruction, with a significant difference only occurring for white matter T2. For 
white matter, T1 values were 603 ± 119 ms and 601 ± 103 ms (p = 0.6) for FS and CS, 
respectively, and T2 values were 54 ± 7 ms and 53 ± 7 ms, respectively (p < 0.001). For 
grey matter, T1 values were 960 ± 615 ms and 944 ± 551 ms (p = 0.5) for FS and CS, 




Figure 12. PLANET T1 and T2 maps of a human brain using fully-
sampled (FS) reconstruction and retrospectively-undersampled 
reconstruction with TVs = 0.001, FT-PC = 0.001, and wavelet = 0.001 
regularization (CS). 
Table 1. In vivo relaxation times in the human brain estimated by 
PLANET using a fully-sampled (FS) and retrospectively-undersampled 
reconstruction with TVs = 0.001, FT-PC = 0.001, and wavelet = 0.001 
regularization (CS). Data are presented as mean ± standard deviation. 
 White matter Grey matter 
 T1 [ms] T2 [ms] T1 [ms] T2 [ms] 
FS 603 ± 119 54 ± 7 960 ± 615 75 ± 33 
CS 601 ± 103 53 ± 7 944 ± 551 72 ± 24 
3.7 Free-running 5D PLANET for multiparametric myocardial 
mapping 
3.7.1 Purpose 
The purpose of this section was a preliminary examination of the feasibility of PLANET 
for free-running motion-resolved 5D myocardial T1 and T2 mapping, in terms of 
sequence parameters and in terms of the feasibility of radial imaging. 
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3.7.2 Methods 
3.7.2.1 Numerical Monte Carlo simulations 
Numerical simulations were performed to examine the optimal sequence parameters in 
terms of accuracy and precision for myocardial mapping with PLANET at 1.5T. 
Acceptable parameters were those that kept accuracy to within 5% of the true value 
with a maximum standard deviation of 10% about the mean. Only the T2 relaxation time 
was considered, because the feasibility of cardiac free-running B1 mapping was unclear, 
and 1.5T was chosen as it is currently the most common field strength for cardiac MRI. 
Non-noisy phase-cycled data were simulated using Equation (9), and 10 000 Monte 
Carlo experiments were performed in which zero-mean Gaussian noise was added 
separately to the real and imaginary components of the complex steady-state signal. 
Two sets of experiments were run with Guassian noise with standard deviations of 0.001 
and 0.002, respectively, in order to assess the effect of SNR. A standard deviation of 
0.001 generated phase-cycled SNR from 50 to 100, and ranged from 1% to 2.3% of the 
magnitudes of the geometric centres of the individual non-noisy ellipses. A standard 
deviation of 0.002 generated phase-cycled SNR in the range of 0 to 50, which was 
comparable to the SNR values calculated during the LIBRE study in Section 2.3.2. 
Accuracy was assessed as the difference between the mean and true T2 values 
normalized by the true T2 value, as was done in (192). Precision was assessed as the 
coefficient of variation, being the standard deviation of the T2 values divided by the 
mean value, as was done in (192). SNR for these phase-cycled data were calculated as in 
(64,200), namely as the average magnitude of the bSSFP signal among the phase cycles 
(magnitude of the geometric ellipse centre) divided by the standard deviation of noise. 
Simulated sequence parameters were: RF excitation angle from 4° to 60° in increments 
of 4°; TR from 2 to 10 ms; number of RF phase increments, N, was 6, 8, and 10; M0 = 1; 
T1 = 960 ms; T2 = 50 ms; ∆𝑓0 = 0 Hz; 𝜑𝑅𝐹 = 0. Higher TR and N values were not examined 
due to the acquisition time of a 5D radial acquisition with 2-mm isotropic voxel size, 
2055 shots, 22 segments, TR = 10 ms, and N = 10, already being 75 minutes. The 
simulations were performed in MATLAB 2019b (The MathWorks, Natick, MA, USA). 
3.7.2.2 3D Cartesian and 3D radial acquisitions of phantom 
PLANET map homogeneity between 3D Cartesian and 3D radial acquisitions was 
compared. 3D k-space data of a vial phantom were acquired at 1.5T (MAGNETOM Sola, 
Siemens Healthcare, Erlangen, Germany) with a 64-channel head coil. The vial phantom 
was the same as in Section 3.6.2.3 and was placed in a container filled with gadolinium-
doped water. One acquisition involved a fully-sampled 3D slab-selective Cartesian 
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acquisition with linear phase encoding, for which relevant acquisition parameters were: 
TE/TR = 5.00/9.99 ms; FOV = 220 x 220 x 150 mm3; matrix size = 144 x 144 x 60 with 25% 
slice oversampling; voxel size = 1.5 x 1.5 x 2.5; RF excitation angle = 30°; 144 dummy 
excitations; N = 10 RF phase-cycling schemes starting from -180° in increments of 36°; 
lowest gradient slew rate setting. A second acquisition used the 3D radial spiral 
phyllotaxis trajectory (48) with slab-selective excitation: TE/TR = 4.95/9.93 ms; FOV = 
220 x 220 x 220 mm3; matrix size = 112 isotropic; voxel size = 2.0 mm3 isotropic; RF 
excitation angle = 30°; 112 dummy excitations; N = 10 RF phase-cycling schemes starting 
from -180° in increments of 36°; lowest gradient slew rate setting. The voxel size used 
for the radial acquisition was that anticipated to be used in vivo in the heart and was 
also chosen to offset the inherent SNR decrease with radial acquisitions compared to 
Cartesian acquisitions. 
3.7.2.3 Image reconstruction 
The reconstruction pipeline for the 3D Cartesian images followed that of Section 3.6.2.2. 
The 3D radial reconstructions used a modified version of Jérôme Yerly’s 5D radial 
version with the relevant parameters appropriately set to reconstruct a static image. 
The trajectory delay correction algorithm from the original 5D reconstruction (54) was 
not used, as preliminary investigations showed it degraded map quality. The radial 
streaking reduction procedure, based on that in (201), was also not used. 
3.7.2.4 Image pre-processing and PLANET map generation 
PLANET was run for both acquisitions as described in Section 3.5. The mask described 
in Section 3.6.2.5 was also used here. The unringing algorithm (182) was run prior to 
PLANET only for the Cartesian images, as it is not applicable to non-Cartesian data. 
3.7.3 Results 
3.7.3.1 Numerical Monte Carlo simulations 
The results of the Monte Carlo simulations of PLANET T2 performance on myocardial 
tissue are shown in Figure 13 for added Gaussian noise with an SD of 0.001, and in 
Figure 14 for Gaussian noise with an SD of 0.002. SNR ranged from approximately 50 to 
100 for added noise with an SD of 0.001 (Figure 13C) and from 0 to 50 for added noise 
with an SD of 0.002 (Figure 14C), and was primarily affected by the RF excitation angle. 
Referring to Figure 13A and Figure 14A, the accuracy of T2 estimation depended on the 
TR, RF excitation angle, and the number of phase cycles. There was a broad range of 
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parameters that kept the relative accuracy below 5%; for example, for a noise SD of 0.001 
(Figure 13A), this region included RF excitation angles from 6° to 40°, TRs from 5 to 10 
ms, and N from 6 to 10. This region of robust RF excitation angles and TRs expanded 
with higher N, which also improved accuracy in general, but contracted with lower SNR 
(comparing Figure 13A and Figure 14A). The regions on the left-hand side of the plots 
where the absolute value of the accuracy was greater than 5% corresponded to areas 
where the RF excitation angle was equal to the Ernst angle and the ellipse devolved into 
a line, as described in (64). The precision of the T2 estimate showed a similar variation 
with the three sequence parameters and SNR as the accuracy (Figure 13B and Figure 
14B). Taking the example of an RF excitation angle of 20°, TR of 8 ms, and N of 8, we 
see that T2 accuracy and precision were 0.2% and 3.3%, respectively, for a noise SD of 
0.001 (Figure 13A,B), and they decreased to 0.8% and 6.9%, respectively, for a noise SD 
of 0.002 (Figure 14A,B). However, TR ccould be brought as low as 5 ms with an RF 




Figure 13. Results of Monte Carlo simulations of PLANET T2 
performance in human myocardium at 1.5T, with added Gaussian 
noise with standard deviation of 0.001. Shown are A) relative accuracy 
(%), B) coefficient of variation (%) as a proxy of precision, and C) SNR 
as functions of the number of phase cycles (N, columns), TR (vertical 
axis), and RF excitation angle (horizontal axis). 
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Figure 14. Results of Monte Carlo simulations of PLANET T2 
performance in human myocardium at 1.5T, with added Gaussian 
noise with standard deviation of 0.002. Shown are A) relative accuracy 
(%), B) coefficient of variation (%) as a proxy of precision, and C) SNR 
as functions of the number of phase cycles (N, columns), TR (vertical 
axis), and RF excitation angle (horizontal axis). 
3.7.3.2 PLANET maps of in vitro Cartesian and radial acquisitions 
The map homogeneity and numerical values of radial PLANET acquisitions did not 
closely match those of Cartesian acquisitions of a phantom (Figure 15). The map 
homogeneity of these 3D Cartesian maps acquired at 1.5T (Figure 15A) appeared similar 
to those acquired at 3T (Figure 7). The radial maps had an overall lower homogeneity 
and quality (Figure 15B). The radial Meff and ∆𝑓0 maps displayed similar values as the 
Cartesian ones, although concentric rings could be seen in the radial Meff maps. The 
radial T1 maps did not have matching values as the Cartesian maps and did not appear 
to correctly map T1, as five of the nine vials had similar T1 values as the interior of the 
phantom and the other four were largely masked out. Regarding the radial T2 maps, the 
four vials on the left appeared to have differences in T2 that somewhat reflected those 
seen in the Cartesian map, although there also appeared to be spurious variations of T2 
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that were not seen in the Cartesian map; the other five vials had either spurious 
variations not seen in the Cartesian maps or else were masked out. The magnitude and 
phase maps of the Cartesian and radial phase-cycled images were qualitatively similar, 
and the phase maps both showed similar RF-phase-increment-dependant variations of 
the banding artefacts (data not shown). 
 
Figure 15. PLANET maps acquired in vitro in a phantom at 1.5T using 
A) a 3D Cartesian trajectory with linear phase encoding and B) 3D 
radial phyllotaxis trajectory. 
3.8 Discussion 
3.8.1 Summary of results 
PLANET T1 and T2 maps homogeneity, accuracy, and precision were successfully 
maintained despite a two-fold acceleration with a retrospective reconstruction of a 3D 
Cartesian phantom acquisition (Figure 10). The specific regularization parameters used 
were 0.001 each for spatial TV regularization (TVs), Fourier transform regularization 
along the phase cycle dimension (FT-PC), and spatial wavelet regularization. It was 
found that the qualitative and quantitative performance of PLANET depended on the 
regularization scheme: TVs regularization had a clear effect on homogeneity, accuracy, 
and precision (Figure 8 and Figure 9), while wavelet regularization had a less 
pronounced effect on these three features (Figure 9) and FT-PC appeared to have a 
negligible effect (Figure 8). The homogeneneity of the PLANET T1 and T2 maps was 
related to the homogeneity of the individual phase images (Figure 11). In a two-times 
accelerated retrospectively-undersampled reconstruction of an in vivo brain 
acquisition, map homogeneneity and mean values and standard deviation were similar 
to the fully-sampled reconstruction (Figure 12 and Table 1). 
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Preliminarily, it was also shown that PLANET could theoretically estimate T2 accuracy 
to within 5% and precision to within 10% over a broad range of parameters, confirming 
the feasibility of myocardial mapping with PLANET (Figure 14). In fact, TR can be 
brought as low as 5 ms without exceeding these limits on performance, which would 
equate to a total 5D scan time of 38 minutes with a spatial resolution of 2-mm isotropic, 
10 RF phase increments, 22 segments, 2055 shots, and no acceleration along the phase 
cycle dimension. However, preliminary in vitro results with PLANET applied to a 3D 
radial phyllotaxis acquisition showed inaccurate T1 and T2 values and poor map 
homogeneity (Figure 15). 
3.8.2 Discussion of results 
3.8.2.1 Static in vitro and in vivo acquisitions 
An initial investigation of regularization schemes was performed in this study. It was 
found that TVs regularization appeared to have the greatest effect on PLANET T2 
accuracy and precision, whereas FT-PC was found to have a minor effect. This finding 
is somewhat surprising considering that FT-PC exploits the properties of the phase-
cycled signal unlike TVs, although FT-PC only operates on the data for a single voxel. 
As was shown briefly in this study, the effect of FT-PC may only be evident in 
combination with TVs or another type of regularization that denoises the data by 
ensuring voxel-to-voxel consistency, which warrants further investigation. Instead of 
ensuring spatial consistency, as TVs does, it may be possible to devise a regularization 
scheme that ensures consistency between neighbouring ellipses. A technique such as 
ReCat (202), which uses a tensor kernel to estimate missing k-space samples by 
exploiting redundancies across both coil and phase-cycle dimensions, may enable 
higher acceleration factors and can perhaps be integrated into HD-PROST (170) for a 
denoised phase-cycled bSSFP reconstruction. In any case, a more thorough sweep of 
regularization weights or an approach inspired by sparsity adaptive composite recovery 
(203) may provide more optimal regularization weights. Finally, it should be mentioned 
that it was found, without thorough investigation, that there was a limit to how much 
a denoising scheme could improve the accuracy of PLANET, and that acquisitions 
would still need to use appropriate sequence parameters to achieve the desired PLANET 
performance. 
Throughout this study, there was the underlying question of what constituted 
acceptable fully-sampled PLANET maps. Referring to Figure Figure 7, neither set of 
maps was as homogeneous as the in vitro maps in the first PLANET paper (64), raising 
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the question of what the effect of scanner vendor and hardware – influencing aspects 
such as B1 inhomogeneities and coil sensitivity estimation – is on map quality. 
Moreover, co-registration improved PLANET map homogeneity (Figure 7B), even 
though co-registration would not be warranted for the case of an inanimate sample that 
undergoes no inter-scan movement. Both co-registration and FT-PC regularization with 
a weight of 0.01 can generate a correlation (with ME-SE) best-fit line with a slope of 
approximately 1 (full data not shown). The implication of this is that the overestimation 
of T2 values by ME-SE is approximately constant, which is in fact expected, raising the 
question of whether such PLANET maps are in fact more accurate than the non-
registered ones used as the reference in Section 3.6.3.1. 
There are considerations regarding the undersampling scheme and trajectory. The 
present reconstructions were only retrospectively-undersampled. Prospectively-
undersampled acquisitions may suffer from eddy current and other effects, which would 
degrade the performance of PLANET compared to what was shown in this thesis , and 
would warrant further investigation of the optimal trajectory and reconstruction 
scheme. In the case of the Cartesian spiral trajectory used here, the redundant sampling 
of the central k-space regions would mean that, in practice, an average of these k-space 
samples would be taken, which may have the overall effect of increasing SNR for these 
central coefficients, which largely determine contrast in the image, and hence the 
image. It may also be possible to use the redundant positions to assess intra-acquisition 
rigid motion, although this would require further investigation. Furthermore, the 
particular undersampled trajectory used here had a fully-sampled 24 × 24 central region 
for coil sensitivity estimation, which was difficult to achieve for acceleration factors 
above two considering the random nature of the trajectory. The significance of the coil 
sensitivity is that preliminary work suggested that suboptimal estimates generated 
artefacts in the phase images and reduced the precision and homogeneity of the T1 and 
T2 maps. An initial fully-sampled low-resolution reference scan (204) can alternatively 
be used to provide the required data, which would take under 10 s in this case and would 
be offset by the 4min50s reduction offered by the scan acceleration. Alternatively, the 
coil sensitivities can be estimated with an additional low-resolution scan using the body 
coil, which is the subject of current work in the lab. Either approach would alleviate 
restrictions on the acceleration factor for this trajectory and open up the use of other 
trajectories. As a side note, it was found that PLANET can be effectively run on single-
coil images and, although the resulting maps were not as homogeneous as the maps 
from the coil-combined images (data not shown), it raises the possibility of using the 
output Meff for coil sensitivity estimation in a first iteration. 
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A previous study exploring banding artefact reduction was able to achieve acceleration 
factors up to four with acceptable image quality (205), compared to two in the present 
study. The higher achievable acceleration factor may be explained by the fact that they 
ensured the central 10% region of k-space was fully-sampled and independently 
sampled the periphery, whereas we modified the parameters of a published trajectory 
to natively obtain such a region but were in turn constrained by the acceleration factor. 
Additionally, their banding artefact reduction used the magnitude images, whereas we 
have found that the PLANET T1 and T2 estimates depend rather on the phase images, 
which were also more sensitive to the regularization scheme than the magnitude 
images. They found that employing different sampling patterns per phase-cycled 
acquisition and using variable-density trajectories improved the final mage quality, 
which we had used in our study. 
The PLANET technique itself can be further modified. The published PLANET 
technique used linear series of RF phase increments, but the merit of non-linear 
increments remains to be explored. For example, the Cramer-Rao lower bound (206) 
may inform about more optimal phase-cycling schemes. As was mentioned previously 
in Section 3.5, sections of the algorithm can be changed. A constrained ellipse fitting 
approach reduced the number of required acquisitions for PLANET to four while 
maintaining map quality and accuracy (190), and therefore holds promise for reducing 
the PLANET acquisition time. It should be noted that the simulations in this study or in 
(192), which use no less than six acquisitions, were based on the current direct ellipse-
fitting approach (158,189) and do not apply to this alternative technique. The off-
resonance estimation can be substituted with the Fourier-transform-based approach in 
(194), which was shown to have a higher precision, although the improvement in 
computational time remains to be elucidated. It also appeared that PLANET T2 accuracy 
and precision had a nonlinear relationship with SNR (Section 3.7.3.1), which is a topic 
that has not been examined in detail to date in the literature and warrants exploration. 
On a separate note, should it be found that higher numbers of phase cycles are optimal 
for PLANET, the use of MIRACLE for estimating T1 and T2 relaxation times might be 
merited, as its sensitivity to off-resonance would then be mitigated (see Section 3.2.2.3). 
Finally, the retrospectively-undersampled brain reconstructions will be discussed. 
While the fully-sampled and undersampled mean values were similar (Table 1), the 
undersampled T1 and T2 values were slightly lower, which was likely a consequence of 
the already-noted reduction of T2 values due to FT-PC regularization (Figure 12). A 
previous PLANET study at 3T consisting of five volunteers found white matter T1 and 
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T2 of 664 ± 58 ms and 52 ± 5 ms, respectively, and 1096 ± 91 ms and 65 ± 10 ms for grey 
matter (192). We obtained lower T1 values by approximately 10% and similar T2 values, 
albeit with larger standard deviations; the underestimation of T1 can be accounted for 
by the lack of a B1 correction (64). PLANET underestimates relaxation times in the brain 
compared to conventional methods (192), which has been explained as being due to 
asymmetries in the bSSFP profile caused by multi-component tissues (64,153,207). Co-
registration was performed on the phase-cycled images prior to running PLANET but 
was not incorporated into the reconstruction, which may have limited the validity of 
FT-PC regularization in case inter-acquisition movement was significant. 
3.8.2.2 Dynamic free-running cardiac acquisitions 
Numerical Monte Carlo simulations showed that myocardial mapping at 1.5T with 
PLANET was theoretically possible with feasible sequence parameters, and TR could be 
reduced by tuning the RF excitation angle and number of RF phase increments. Together 
with the finding that the acquisition can be accelerated two-fold, with perhaps higher 
accelerations possible with more robust coil sensitivity estimation methods, this 
suggested that the low-resolution 5D phase-cycled scan time could be accelerated from 
the 38 minute scan time mentioned above to possibly under 20 minutes. The previous 
discussions about regularization schemes, coil sensitivity estimation, and improving the 
PLANET algorithm also apply for this case. 
However, PLANET T1 and T2 estimates from a 3D radial acquisition showed poor 
accuracy and homogeneity compared to a 3D Cartesian acquisition. Considering the 
effect of SNR on accuracy and precision documented in this thesis and in published 
work (192), it may be that the inherently lower SNR of radial acquisitions is the cause 
of such maps, and it remains to be seen to what extent regularization in a CS 
reconstruction can improve the radial maps. Severe eddy current effects may also be 
responsible, which may necessitate modifications to the radial trajectory, such as 
pairing of readouts (208). Gradient delays leading to trajectory imperfections may be 
another cause, although initial results using the trajectory delay correction for the 3D 
radial phyllotaxis trajectory presented in (54) did not improve map quality. Finally, 
PLANET map quality with a chest coil, which would be used for cardiac acquisitions, 
remains to be investigated, although a reduction in SNR is expected as the coil is larger 
and the imaged heart is normally farther from the coil than in the case of the brain. 
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Preliminary work showed that the fully self-gated motion signal extraction (54) was 
unaffected by phase cycling, and it was hypothesized that, as fat generally had bright 
signal regardless of the phase cycling scheme, the algorithm detected primarily the 
motion of fat. The robustness of the motion extraction and possible alternatives, such 
as the Pilot-Tone (124), remain to be examined. 
3.8.3 Further work 
Concerning PLANET with the static 3D Cartesian acquisition, it should first be clarified 
what constitutes acceptable fully-sampled PLANET maps. The performance of PLANET 
with a prospectively-sampled acquisition should be examined, and further work should 
explore alternative trajectories and determine the most efficient way to obtain accurate 
coil sensitivity estimates. B1 maps should be acquired to enable accurate T1 mapping 
with PLANET. The regularization scheme should be optimized and its effect on the 
performance of PLANET elucidated. 
The cause of the low-quality radial PLANET maps would then need to be investigated. 
Coil weighting would need to be added and tested, and the angular delay correction 
algorithm would need to be re-optimized. The other considerations of low SNR, coil 
hardware, and eddy current effects should then be examined. The use of different 
trajectories, such as the spiral Cartesian trajectory (Section 3.6.2.1), should also be 
considered. 
After the previous questions have been resolved and PLANET better understood, the 
focus of the work can shift to 5D free-running myocardial PLANET. The effect of 
motion on PLANET should be examined with simulations first to ensure that it is 
theoretically feasible, starting with simple objects undergoing 4D translation, then 
moving to numerical phantoms of the human heart incorporating respiratory and 
cardiac motion, such as the one used in the lab (123). An intermediate step could also 
investigate translational motion in vitro in a moving phantom, which would give an 
indication of feasibility and the effect of real-world confounders, such as eddy currents, 
during simple motion prior to application to in vivo cardiac imaging. Cardiac B1 
mapping should be investigated, including the possibility of free-running B1 mapping 
or obtaining the B1 estimate from the phase-cycled data itself. Assuming 5D PLANET 
works, an in vivo optimization and full study would follow. 
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3.8.4 Conclusions and outlook 
In this preliminary retrospective study, it was shown that PLANET accuracy and 
precision could be maintained despite two-fold acceleration with a 3D spiral Cartesian 
trajectory. Myocardial mapping with PLANET was also shown to be theoretically 
possible with numerical simulations, although initial results with the 3D radial 
trajectory that had been originally used for 5D imaging did not match the quality of the 
Cartesian maps. Further work should focus on optimizing the regularization scheme, 
ensuring robust coil sensitivity estimates in prospective acquisitions, and investigating 
radial PLANET and the effect of motion. 
While this study did not proceed to that stage, 5D free-running myocardial mapping 
would have the benefit of enabling mapping without the need for ECG set-up or breath-
holds while avoiding the possible confounders present in some other techniques. 
Related to what was discussed in Section 2.5, its use of a well-known sequence, bSSFP, 
and its short computational time would make it readily accessible. It may even be 
possible to use spectrally-selective excitation or some kind of water-fat separation 
technique, analogously to how slab-selective excitation was used in this study, to avoid 
the previously-mentioned problems with estimation in voxels containing both water 
and fat in the heart. 
In this study, PLANET maps appeared equally homogeneous on a 1.5T system and a 
high-performance 3T system. Translation to higher field would need to tackle the 
problem of higher B1 inhomogeneities at high-field (131) for accurate T1 mapping. 
PLANET at low-field would benefit from the reduced B1 inhomogeneities, theoretically 
permitting more accurate T1 mapping, and also from the reduced system heating, which 




This thesis focused on the application of steady-state techniques to free-running cardiac 
MRI for both anatomical and quantitative imaging. The development of the free-
running framework at the start of my PhD, combining an interrupted free-running 3D 
radial acquisition with XD-GRASP motion-resolved reconstruction and cardiac and 
respiratory self-gating, critically improved the simplicity and ease-of-use of the cardiac 
MRI workflow. The first study focused on anatomical imaging and attempting to reduce 
the acquisition time of the free-running framework, showing that integration of LIBRE 
pulses into an uninterrupted bSSFP sequence reduced scan time and SAR while 
maintaining vessel conspicuity compared to the previous interrupted acquisition. 
Inspired by the results of this first project, the second study focused on quantitative 
imaging, showing that a novel multiparametric mapping technique could be accelerated 
in static tissue with a view to translating it to free-running 5D myocardial mapping. 
In the first part (Chapter 2), the challenge was to improve upon the interrupted bSSFP 
acquisition of the free-running framework and mitigate its disadvantages of an 
interrupted steady-state, reduced duty cycle, reduced time efficiency, and increased 
SAR. It was hypothesized that LIBRE pulses, a novel off-resonant fat-suppressing pulse 
developed in our lab, would reduce scan time and SAR in an uninterrupted bSSFP 
acquisition relative to the interrupted acquisition. LIBRE pulses were successfully used 
for fully self-gated uninterrupted free-running 5D cardiac MRI. The uninterrupted free-
running LIBRE approach reduced scan time and SAR compared to the interrupted 
acquisition, and maintained image quality and vessel conspicuity relative to the 
interrupted and an alternative uninterrupted acquisition. Building upon the reduction 
of operator-dependance and subject-specific cardiac gating of the published free-
running framework, the free-running LIBRE approach further addressed the problems 
of cardiac sequence availability by using a conventional bSSFP sequence and of 
acquisition time by reducing the acquisition time of the free-running acquisition. The 
use of fNAV reconstruction additionally provided an avenue to address the long 
reconstruction time at the expense of motion resolution, reducing reconstruction time 
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by a factor of eight while maintaining image quality. Further work should investigate 
the feasibility of extracting functional information, optimizing the LIBRE parameters 
for robustness, new methods of obtaining or extracting motion signals, and 
investigating LIBRE and alternative techniques at different field strengths. 
In the second part (Chapter 3), the goal was to perform free-running 5D T1 and T2 
mapping of the myocardium. It was hypothesized that a new technique, PLANET, that 
uses a bSSFP acquisition was readily applicable to the free-running framework and 
could enable 5D myocardial mapping. After a phase of attempting to reproduce 
published results and understand the technique, it was shown that PLANET accuracy 
and precision could be maintained with two-fold acceleration in a retrospectively-
undersampled reconstruction, and that myocardial PLANET mapping was theoretically 
feasible with reasonable sequence parameters. Further work is needed to clarify the 
optimal reconstruction scheme, provide robust coil sensitivity estimates, and optimize 
the radial trajectory for use with PLANET. 
Both approaches utilized a steady-state acquisition and manipulated different properties 
of the steady-state signal using the RF excitation frequency. The LIBRE technique used 
off-resonant RF excitation, changing the frequency of B1 in the Larmor frame, to 
manipulate the tissue frequency profile to suppress signal in a broad region around fat 
tissue frequencies and, thereby, generate blood-fat contrast for uninterrupted free-
running 5D cardiac MRI. The PLANET technique required different RF phase 
increments, namely the incrementing of the position of the B1 vector in the Larmor 
frame after each excitation, to exploit the elliptical signal model of bSSFP to estimate 
relaxation times for uninterrupted free-running 5D myocardial mapping. In fact, the use 
of an uninterrupted bSSFP acquisition also distinguished these techniques from most of 
the published methods in another way, namely the lack of interruption of the readout 
train. Both projects used numerical simulations to determine optimal sequence 
parameters and then independantly accelerated the acquisitions using undersampling 
and compressed sensing reconstructions, suggesting that steady-state techniques allow 
decoupling of optimal acquisition and reconstruction schemes to some extent. Because 
bSSFP properties can often be tuned for different purposes, it remains to be seen 
whether a phase-cycled bSSFP acquisition can be used both for multiparametric 
mapping with PLANET and for fat suppression using only the 𝛥𝜃𝑅𝐹 = 0° and 𝛥𝜃𝑅𝐹 = 
180° acquisitions with the technique described in Quist et al. (86). Moreover, a phase-
cycled technique like the one in Quist et al. (86) that is not as sensitive to imperfections 
in phase may be a better testbed to investigate the feasibility of phase-cycled bSSFP for 
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cardiac MRI. One disadvantage of steady-state techniques is the need to reach the 
steady-state and imaging data collected prior to that point may be subject to oscillations 
during the transient phase. No elaborate attempts were made in either study to reduce 
the severity and duration of these oscillations: the free-running LIBRE reconstruction 
removed the first 10 shots (220 excitations), which qualitatively appeared to be more 
than sufficient to account for oscillations, while the PLANET acquisitions had 100 to 
150 dummy excitations, which would have been theoretically sufficient given the low 
off-resonance encountered with the brain coil. For the PLANET acquisitions, one 
possible transition scheme between acquisitions is to add dummy excitations where the 
RF phase increment is gradually changed, as was done in (156), reducing the required 
number of dummy excitations to 40 between acquisitions. Such a transition would have 
the benefit of turning PLANET into a single-acquisition technique and eliminating the 
need to account for inter-scan differences. 
Both techniques address the current challenges in cardiac MRI of ease-of-use and 
clinical availability of sequences. Free-running bSSFP sequences are simple, having a 
simple theoretical background and allowing the decoupling of acquisition and 
reconstruction, and are readily available across MRI scanner manufacturers. Their 
translation to low-field systems appears feasible  and perhaps even beneficial, 
considering that LIBRE would benefit from reduced B0 inhomogeneities for ultimately 
increased TR and SNR, and PLANET would benefit from reduced B1 inhomogeneities, 
for improved T1 estimation, and reduced B0 drift for improved accuracy overall. Low-
field free-running bSSFP techniques have the potential to reduce medical costs by 
reducing scanner costs, removing the need for specialized sequences and MR 
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A1. LIBRE numerical optimization using single-peak fat model 
 
Figure 16. Theoretical LIBRE signal behavior using a single-peak fat 
model. Transverse steady-state magnetization (Mss), as a function of 
RF excitation angle and frequency (relative to the Larmor frequency) 
for different sub-pulse durations (τ) of the LIBRE pulse, for blood, fat, 
myocardium, blood–fat contrast, and blood–myocardium contrast. 
The red dot indicates the chosen optimal parameters that maximize 
the blood–fat contrast. 
A2. Reproduction of published PLANET work 
We had assumed that PLANET would work “out of the box,” so we performed phase-
cycled bSSFP acquisitions in mid-2019 using desired parameters with a view of quickly 
moving towards free-running 5D myocardial mapping. Unfortunately, the map 




were “holes” in the maps due to negative relaxation times, which then led to a phase of 
attempting to reproduce the published results that lasted until September 2020.  
It was initially determined that the calculation of the coil sensitivities was very 
important. In 2019, we found that an appropriate coil combination was needed, namely 
the adaptive reconstruction technique described in (196) that according to online forums 
for Siemens IDEA was similar to what was done at the scanner. We found in early 2020 
that the same coil sensitivity map needs to be used for reconstruction of all the phase-
cycled images for a given PLANET acquisition. Therefore, from thereon the coil 
sensitivities were calculated only for the first phase-cycled image (-180°), which 
corresponded to a normal on-resonance bSSFP scan, and applied to the reconstructions 
for subsequent phase-cycled images. However, the map homogeneity still did not match 
that of the published results. 
It was around the same time as the work above that it was verified that the code received 
from Yulia Shcherbakova matched the published algorithm (Section 3.5). 
It was then found that the poor map homogeneity and “holes” were due to noise. In the 
context of PLANET, noise can cause a point on the elliptical signal model to cross the 
origin of the complex plane, leading to negative relaxation times; ellipses corresponding 
to neighbouring voxels yielded negative and positive relaxation times due to one point 
slightly crossing the origin. The effect of noise could be alleviated somewhat with 
smoothing with a Gaussian kernel or removed using a denoising reconstruction. Using 
a spatially-regularized denoising reconstruction, increasing the number of iterations 
improved convergence and removed more holes. A denoising reconstruction improved 
map homogeneity, accuracy, and precision, on the condition that the appropriate 
sequence parameters were used. 
Increasing the voxel size  improved PLANET map accuracy and precision, attributable 
to an increase in SNR (137), yet the quality of our maps still did not match that of the 
published maps. Much later, an experiment in which we doubled the number of slices 
also improved map homogeneity. 
The published study used a brain coil that was more compact and should generate a 
more uniform receive field than the chest coils, used in cardiac scans, that we had been 
using up until then. We therefore scanned a phantom consisting of vials in a 64-channel 
brain coil, although this still did not improve the map quality to the published case. 
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Therefore, thinking that the sharp transitions present in a phantom may be less 
amenable to PLANET, we scanned the brain of a volunteer, which yielded adequate map 
quality. 
Finally, it was in September 2019 that Dr van Heeswijk had the idea to use the lowest 
slew rate gradient setting, together with the 64-channel brain coil, since lower slew-rate 
gradients would reduce eddy current effects that could effect the steady-state signal. 
This yielded a map homogeneity that matched that of the published study using the 
same acquisition parameters (Figure 7). 
